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Résumé 

 

Le sepsis est une d®r®gulation de la r®ponse de lôh¹te ¨ une infection et est associ® ¨ 

un dysfonctionnement des organes engageant le pronostic vital du patient. Chaque 

année,  plus de 30 millions de cas de sepsis et 5 millions de décès sont estimés à travers 

le monde. Le diagnostic du sepsis est basé sur des signes cliniques non spécifiques et 

la longue proc®dure dôidentification des pathog¯nes responsables de lôinfection. La 

détection rapide et pré-symptomatique dôun sepsis permettrait lôadministration ¨ un 

stade pr®coce dôun traitement adapt®, maximisant son effet, r®duisant la mortalit® et 

les frais de santé associés.  

La spectroscopie vibrationnelle permet dôobtenir une óôempreinte mol®culaireôô de 

matériaux biologiques et présente de nombreux aspects avantageux. En effet, cette 

technique est sans marquage, non invasive, sans contact, rapide, peu coûteuse, simple 

dôutilisation et sans pr®paration lourde dô®chantillons. 

Lôobjectif de cette ®tude est de d®velopper et dô®valuer le potentiel de la spectroscopie 

vibrationnelle appliquée au sérum humain en vue dôaméliorer le diagnostic de patients 

atteints dôun sepsis. Les défis de la spectroscopie appliquée au sérum inhérents à la 

nature de lô®chantillon et ¨ la technique ont ®t® ®valu®s. Diff®rentes modalit®s de 

spectroscopies infrarouge et Raman, de même que différentes préparations 

dô®chantillons ont ®t® compar®es pour d®terminer lôapproche m®thodologique la plus 

adaptée ¨ lôanalyse du s®rum avec un objectif global dôapplication clinique. 

Ensuite, certains aspects de la phase pré-analytique ont été contrôlés dans le but de 

standardiser les protocoles dans la manipulation et la préparation des échantillons afin 

dôassurer la qualité et la reproductibilité des données spectrales collectées. 

Finalement, à partir de la méthodologie développée, des sérums de patients 

septicémiques (n=380) collectés avant chirurgie et jusquô¨ 3 jours avant le jour du 

diagnostic ainsi que le jour du diagnostic ont été analysés. Les échantillons du groupe 

contrôle comprenaient des sérums (n=353) de patients ayant un profil similaire en 

termes dô©ge, de sexe, de proc®dure chirurgicale subie mais nôayant pas d®velopp® de 
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sepsis. Les échantillons ont également été obtenus suivant la même cinétique de 

collecte. De même, des échantillons (n=180) de patients présentant un syndrome de 

réponse inflammatoire systémique (SRIS), collectés avant chirurgie et le jour du 

diagnostic ont été analysés. Les données acquises ont été exploitées par méthodes 

chimiométriques dans le but de discriminer des zones spectrales reflétant des 

différences de composition moléculaire.  
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Abstract 

 

Sepsis is a dysregulated host response to an infection that causes life-threatening organ 

dysfunction. Each year, over 30 million cases and 5 million deaths are estimated 

worldwide. Diagnosis of sepsis is based on non-specific clinical signs and time 

consuming positive identification of the causative pathogen(s). Rapid pre-

symptomatic detection of sepsis would enable the early administration of therapeutics, 

maximising their effects, reducing mortality and healthcare costs.  

Vibrational spectroscopy can provide a ñmolecular fingerprintò of biological materials 

and presents many advantageous aspects. Indeed, this technique is label-free, non-

destructive, non-contact, rapid, cost-effective, simple to operate, and requires only 

simple sample preparation. 

The objective of this study was to develop and evaluate the potential of vibrational 

spectroscopy applied on human serum with the aim to improve diagnosis of patients 

with sepsis. Challenges of serum spectroscopy inherent to the sample nature and to the 

technique have been assessed. Different infrared and Raman spectroscopy modalities 

as well as different serum sample preparations have been compared to determine the 

most suitable methodology approach with an overall clinical application purpose. 

Then, some aspects of the pre-analytical phase have been addressed in order to 

standardise protocols in sample handling and preparation for spectral acquisitions to 

ensure quality and reproducibility of spectral data collected. 

Finally, based upon the developed methodology, patient serum samples (n=380) 

collected before surgery, up to 3 days before sepsis diagnosis, and on the day of sepsis 

diagnosis have been analysed. Control serum samples (n=353) from age/ sex/ 

procedure-matched patients who did not go on to develop sepsis have been also 

analysed over similar timeframes post-surgery as well as samples (n=190) from 

patients with systemic inflammatory response syndrome.  Spectral data acquired have 

been interrogated by chemometric methods to discriminate spectral zones reflecting 

differences in molecular composition. 



9 

 

Contents 

Acknowledgements ................................................................... 3 

Résumé ....................................................................................... 6 

Abstract ...................................................................................... 8 

List of figures ........................................................................... 18 

List of tables ............................................................................. 25 

Chapter I. Introduction  .......................................................... 26 

I.1 Résumé du chapitre I. Introduction .............................................................. 27 

I.1.1 Le sepsis ..................................................................................................... 27 

I.1.1.1 Incidence .............................................................................................. 27 

I.1.1.2 Diagnostic ............................................................................................ 27 

I.1.2 La spectroscopie vibrationnelle .................................................................. 28 

I.1.2.1 La spectroscopie infrarouge ................................................................. 29 

I.1.2.2 La spectroscopie Raman ...................................................................... 30 

I.1.3 Objectif de lô®tude ...................................................................................... 30 

I.2 Sepsis ................................................................................................................ 31 

I.2.1 Incidence..................................................................................................... 31 

I.2.2 Diagnosis .................................................................................................... 31 

I.2.3 Pathogenesis ............................................................................................... 35 

I.2.4 Biomarkers ................................................................................................. 36 

I.3 Vibrational spectroscopy ................................................................................ 38 

I.3.1 Infrared spectroscopy ................................................................................. 40 

I.3.1.1 Instrumentation .................................................................................... 41 

I.3.1.1.1 IR light sources ............................................................................. 41 

I.3.1.1.2 Michelson interferometer .............................................................. 43 

I.3.1.1.3 Detectors ....................................................................................... 43 

I.3.1.2 IR sampling modes .............................................................................. 44 



10 

 

I.3.2 Raman spectroscopy ................................................................................... 45 

I.3.2.1 Instrumentation .................................................................................... 46 

I.3.2.2 Raman sampling methods .................................................................... 47 

I.4 Multivariate analysis ...................................................................................... 49 

I.5 Biofluid spectroscopy ...................................................................................... 52 

I.5.1 Serum and plasma....................................................................................... 54 

I.5.1.1 Malignant diseases ............................................................................... 55 

I.5.1.2 Non-malignant diseases ....................................................................... 56 

I.5.2 Other biofluids ............................................................................................ 57 

I.5.3 Translation .................................................................................................. 59 

I.6 Aim ................................................................................................................... 60 

I.7 References ........................................................................................................ 61 

Chapter II. Impact of the ñcoffee ringò effect on serum 

vibrational spectroscopy ......................................................... 69 

II.1 Impact de lôeffet ñrond de caf®ò sur lô®tude du s®rum par spectroscopie 

vibrationnelle ........................................................................................................ 70 

II.1.1 Résumé ...................................................................................................... 70 

II.1.2 Conclusions ............................................................................................... 71 

II.2 Chapter overview ....................................................................................... 72 

II.3 I ntroduction ................................................................................................... 72 

II.4 Material and methods ................................................................................ 73 

II.4.1 Study model ............................................................................................ 73 

II.4.2 FTIR imaging ......................................................................................... 74 

II.4.3 Synchrotron FTIR microspectroscopy................................................. 74 

II.4.4 Raman microspectroscopy ........................................................................ 74 

II.4.5 Data analysis ........................................................................................... 75 

II.5 Results ........................................................................................................... 76 

II.5.1 Assessing the ñcoffee ringò effect by FTIR microspectroscopy 

/imaging ............................................................................................................. 76 

II.5.1.1 FTIR microimaging ............................................................................ 76 

II.5.1.2 Synchrotron FTIR microspectroscopy ............................................... 80 

II.5.2 Assessing the ñcoffee ringò effect by Raman spectroscopy ...................... 82 

II.5.3 Liquid serum Raman microspectroscopy .................................................. 84 



11 

 

II.6 Conclusions .................................................................................................... 85 

II.7 References ...................................................................................................... 86 

Chapter III. Investigating optimum sample preparation for 

infrared spectroscopic serum diagnostics............................. 88 

III.1 Recherche de la pr®paration dô®chantillons optimale pour un diagnostic 

sérologique par spectroscopie infrarouge .......................................................... 89 

III.1.1 Résumé..................................................................................................... 89 

III.1.2 Conclusions .............................................................................................. 90 

III.2 Chapter overview ......................................................................................... 91 

III. 3 Introduction  .................................................................................................. 91 

III.4 Materials and methods ................................................................................ 94 

III.4.1 Serum samples ......................................................................................... 94 

III.4.2 Sample preparation for HT-FTIR and FTIR imaging .............................. 94 

III.4.3 Infrared spectroscopy and imaging .......................................................... 95 

III.4.4 Pre-processing and data analysis ............................................................. 96 

III.5 Results and discussion ................................................................................. 97 

III.5.1 Serum dilution effect ............................................................................... 97 

III.5.2 ATR-FTIR and HT-FTIR spectroscopy comparison ............................. 103 

III.6 Conclusions ................................................................................................. 106 

III.7 References ................................................................................................... 107 

Chapter IV. Biofluid infrared spectro -diagnostics: pre-

analytical considerations for clinical applications ............. 110 

IV.1 Diagnostics à partir de biofluides et par spectroscopie infrarouge: 

considérations pré-analytiques en vue dôune application clinique ................ 111 

IV.1.1 Résumé .................................................................................................. 111 

IV.1.2 Conclusions ........................................................................................... 112 

IV.2 Chapter overview ....................................................................................... 113 

IV.3 Introduction  ................................................................................................ 113 

IV.4 Experimental .............................................................................................. 114 

IV.4.1 Impact of biofluid volume and dilution on spectral quality test ............ 115 

IV.4.2 Impact of the dilution solvent: distilled water versus physiological water

 .......................................................................................................................... 118 

IV.4.3 Impact of the type of anti-coagulant for plasma collection ................... 118 



12 

 

IV.4.4 Spectral reproducibility ......................................................................... 118 

IV.4.4.1 Impact of freeze-thaw cycles .......................................................... 118 

IV.4.4.2 Inter-operator spectral reproducibility ............................................ 119 

IV.4.4.3 Intra- and inter-plate spectral reproducibility, day to day 

reproducibility ............................................................................................... 119 

IV.4.5 Impact of drying modalities on spectral reproducibility ....................... 119 

IV.5 Results and discussion ............................................................................... 120 

IV.5.1 Impact of biofluid volume and dilution on spectral quality test ............ 121 

IV.5.2 Impact of the dilution solvent: distilled water versus physiological water

 .......................................................................................................................... 126 

IV.5.3 Plasma collection: impact of the type of anti-coagulant........................ 127 

IV.5.4 Spectral reproducibility ......................................................................... 128 

IV.5.4.1 Impact of freeze-thaw cycles on spectral reproducibility ............... 128 

IV.5.4.2 Intra- and inter-plate spectral reproducibility, day to day 

reproducibility ............................................................................................... 130 

IV.5.4.3 Inter-operator spectral reproducibility ............................................ 131 

IV.5.5 Impact of drying modalities on spectral reproducibility ....................... 132 

IV.6 Conclusions ................................................................................................. 134 

IV.7 References ................................................................................................... 134 

Chapter V. Investigating pre-analytical requirements for 

infrared spectroscopy of blood-derived products .............. 137 

V.1 Etude des exigences pré-analytiques pour lôanalyse de produits d®riv®s du 

sang par spectroscopie infrarouge .................................................................... 138 

V.1.1 Résumé .................................................................................................... 138 

V.1.2 Conclusions ............................................................................................. 139 

V.2 Chapter overview ......................................................................................... 140 

V.3 Introduction  ................................................................................................. 140 

V.4 Material and Method .................................................................................. 141 

V.4.1 Blood-derived product samples .............................................................. 141 

V.4.2 Experimental design................................................................................ 141 

V.4.3 Spectral acquisition parameters .............................................................. 143 

V.4.4 Spectral data analysis .............................................................................. 143 

V.5 Results and discussion ................................................................................. 144 



13 

 

V.5.1 Serum and plasma inter-aliquot reproducibility ..................................... 144 

V.5.2 Serum and plasma long-term storage impact .......................................... 145 

V.5.3 Experimental correction .......................................................................... 147 

V.5.4 Spectral data correction........................................................................... 148 

V.6 Conclusions .................................................................................................. 152 

V.7 References .................................................................................................... 152 

Chapter VI. Impact of water interferences in the diagnosis of 

sepsis patients by serum infrared spectroscopy ................. 154 

VI.1 Impact de lôinterf®rence de l'eau sur le diagnostic sérique par 

spectroscopie infrarouge de patients atteints dôun sepsis ............................... 155 

VI.1.1 Résumé .................................................................................................. 155 

VI.1.2 Conclusions ........................................................................................... 156 

VI.2 Chapter overview ....................................................................................... 158 

VI.3 Introduction  ................................................................................................ 158 

VI.4 Material and methods ................................................................................ 160 

VI.4.1 Serum samples ....................................................................................... 160 

VI.4.2 Infrared spectroscopy ............................................................................ 162 

VI.4.3 Pre-processing and data analysis ........................................................... 162 

VI.5 Results ......................................................................................................... 163 

VI.5.1 Preliminary study ................................................................................... 163 

VI.5.2 Influence of water interferences on sample discrimination ................... 166 

VI.6 Conclusions and discussion ....................................................................... 177 

VI.7 References ................................................................................................... 178 

Chapter VII. General conclusions and discussion ............. 181 

VII.1 Conclusions générales et discussion ........................................................ 182 

VII.1.1 D®veloppement dôune m®thodologie pour lôapplication de la 

spectroscopie au sérum ..................................................................................... 182 

VII.1.2 Diagnostic du sepsis par spectroscopie infrarouge .............................. 183 

VII.2 Serum spectroscopy methodology development .................................... 184 

VII.3 Diagnosis of sepsis by serum infrared spectroscopy ............................. 185 

VII.4 Perspectives ............................................................................................... 186 

VII.5 References ................................................................................................. 187 



14 

 

Appendix I. Supplementary figures of chapter IV ............ 189 

Appendix II. Supplementary figures of chapter V ............ 194 

Appendix III. Developing and understanding biofluid 

vibrational spectroscopy: a critical review ......................... 202 

Appendix IV. List of publications ....................................... 219 

Appendix V. List of pr esentations ....................................... 220 

 

   



15 

 

List of abbreviations 

AIDS Acquired Immune Deficiency Syndrom 

AMI  Acute Myocardial Infarction 

aPC activated Protein C 

ATR  Attenuated Total Reflectance 

BSA Bovine Serum Albumin 

CaF2 Calcium Fluoride 

CARS Coherent Anti-Stokes Raman Scattering 

CCD Charged-Coupled Device 

CLRs C-Type Lectin Receptors 

CO2 Carbon Dioxide 

CRP C-Reactive Protein 

DAMPs Damage-Associated Molecular Patterns 

DF Discrete Frequency 

DFA Discriminant Function Analysis 

DGA Direction G®n®rale de lôArmement 

Dstl Defence Science & Technology Laboratory  

DTGS Deuterated Triglycine Sulfate 

EDTA  Ethylenediaminetetraacetic Acid 

EFSW Electric Field Standing Wave Artefact 

EMSC Extended Multiplicative Signal Correction 

FIR  Far-Infrared 

FT Fourier-Transform 

G- Gram-Negative 

G+ Gram-Positive 

GBM  GlioBlastoma Multiforme 

HCA  Hierarchical Cluster Analysis 

HSA Human Serum Albumin 

HT  High Throughput 

ICU  Intensive Care Unit 



16 

 

IL  Interleukin 

IR  Infrared 

KBr  Potassium Bromide 

LDA  Linear Discriminant Analysis 

LOOCV  Leave-One-Out Cross Validation 

MCT  Mercury Cadmium Telluride 

MIR  Mid-Infrared 

NHS National Health Service 

NIR  Near-Infrared 

NLRs Nucleotide-Binding Oligomerisation Domain-Like Receptors 

PaCO2 Partial Pressure of Carbon Dioxide 

PAMPs Pathogen-Associated Molecular Patterns 

PCA Principal Component Analysis 

PCT Procalcitonin 

PLS-DA Partial Least Square-Discriminant Analysis 

PRRs Pattern-Recognition Receptors 

PTSD Posttraumatic Stress Disorder 

QCL  Quantum Cascade Lasers 

QDA Quadratic Discriminant Analysis 

qSOFA quick Sequential Organ Failure Assessment  

QT Quality Test 

RF Random Forest 

RH Relative Humidity 

RLRs Retinoic Acid Inducible Gene 1-Like Receptors 

RNA Ribonucleic Acid 

RRS Resonant Raman Scattering 

SEIRA Surface-Enhanced Infrared Absorption 

SERS Surface-Enhanced Raman Scattering 

SIRS Systemic Inflammatory Response Syndrome 

SOFA Sequential Organ Failure Assessment 

SORS Spatially Offset Raman Spectroscopy 

SR Synchrotron Radiation 



17 

 

SRS Stimulated Raman Scattering 

STD Standard Deviation 

SVM Support Vector Machine 

TLRs Toll-Like Receptors 

TNF Tumor Necrosis Factor 

UK  United Kingdom 

  



18 

 

List of figures 

 

Figure 1.1 Clinical criteria identifying patients with sepsis and septic shock 

reproduced from ref 1. SOFA: Sequential Organ Failure Assessment, qSOFA: 

quick SOFA, MAP: mean arterial pressure. ....................................................... 34 

Figure 1.2 Host response during sepsis, reproduced from ref 3. ............................... 36 

Figure 1.3 The relative contribution of host and microbial derived biomarkers to 

enable diagnosis of infection, reproduced from ref 33. ...................................... 37 

Figure 1.4  Stretching (a) and bending (b) molecular vibrational modes. Adapted from 

ref 48. .................................................................................................................. 39 

Figure 1.5 Energy diagram showing transitions involved during infrared absorption, 

Rayleigh, Raman Stokes and anti-Stokes scattering. This Jablonski diagram 

shows that the same vibrational states of a given molecule can be probed via two 

different routes; one directly measures the absolute frequency (IR absorption) and 

the other measures the relative frequency or Raman shift (Stokes and anti-Stokes). 

hvo= incident laser energy, hvvib = vibrational energy, ȹɡ = Raman shift, ɡvib = 

vibrational frequencies33. .................................................................................... 41 

Figure 1.6 Schematic of an FTIR spectrometer with a Michelson interferometer. ... 42 

Figure 1.7 Photograph (left) and Schematic (right) of Diamond Light Source science 

facility (UK) adapted from ref 55. ...................................................................... 43 

Figure 1.8 Example of different IR sampling modes, adapted from ref 56. ............. 45 

Figure 1.9 Schematic of a Raman spectrometer, reproduced from ref 63. ............... 47 

Figure 1.10 Workflow of biofluid spectroscopy from substrate choice through sample 

preparation to spectral measurements and data analysis with diagnostic 

classifiers33. ......................................................................................................... 51 

Figure 1.11 Comparison between HT-FTIR spectra of different biofluids serum (red 

curve), plasma (blue curve), and bile (green curve). Spectra are background 

corrected and normalised. Note: Serum and bile were collected in dry tubes 

while for plasma samples lithium heparin tubes were used33. .................... 53 

Figure 1.12 Typical Raman spectrum of dried serum drop with spectral assignments. 

Spectrum was measured on a calcium fluoride window with a 785 nm laser 

excitation with an acquisition time of 2x30 seconds33. ...................................... 54 

 

file:///C:/Users/Lila/Documents/Thèse%20Lila/Lit%20review/Thesis_LL_FR-UK_VF.docx%23_Toc505449104
file:///C:/Users/Lila/Documents/Thèse%20Lila/Lit%20review/Thesis_LL_FR-UK_VF.docx%23_Toc505449104
file:///C:/Users/Lila/Documents/Thèse%20Lila/Lit%20review/Thesis_LL_FR-UK_VF.docx%23_Toc505449104
file:///C:/Users/Lila/Documents/Thèse%20Lila/Lit%20review/Thesis_LL_FR-UK_VF.docx%23_Toc505449105
file:///C:/Users/Lila/Documents/Thèse%20Lila/Lit%20review/Thesis_LL_FR-UK_VF.docx%23_Toc505449106
file:///C:/Users/Lila/Documents/Thèse%20Lila/Lit%20review/Thesis_LL_FR-UK_VF.docx%23_Toc505449106
file:///C:/Users/Lila/Documents/Thèse%20Lila/Lit%20review/Thesis_LL_FR-UK_VF.docx%23_Toc505449107
file:///C:/Users/Lila/Documents/Thèse%20Lila/Lit%20review/Thesis_LL_FR-UK_VF.docx%23_Toc505449107
file:///C:/Users/Lila/Documents/Thèse%20Lila/Lit%20review/Thesis_LL_FR-UK_VF.docx%23_Toc505449108
file:///C:/Users/Lila/Documents/Thèse%20Lila/Lit%20review/Thesis_LL_FR-UK_VF.docx%23_Toc505449108
file:///C:/Users/Lila/Documents/Thèse%20Lila/Lit%20review/Thesis_LL_FR-UK_VF.docx%23_Toc505449108
file:///C:/Users/Lila/Documents/Thèse%20Lila/Lit%20review/Thesis_LL_FR-UK_VF.docx%23_Toc505449108
file:///C:/Users/Lila/Documents/Thèse%20Lila/Lit%20review/Thesis_LL_FR-UK_VF.docx%23_Toc505449108
file:///C:/Users/Lila/Documents/Thèse%20Lila/Lit%20review/Thesis_LL_FR-UK_VF.docx%23_Toc505449108
file:///C:/Users/Lila/Documents/Thèse%20Lila/Lit%20review/Thesis_LL_FR-UK_VF.docx%23_Toc505449108
file:///C:/Users/Lila/Documents/Thèse%20Lila/Lit%20review/Thesis_LL_FR-UK_VF.docx%23_Toc505449109
file:///C:/Users/Lila/Documents/Thèse%20Lila/Lit%20review/Thesis_LL_FR-UK_VF.docx%23_Toc505449110
file:///C:/Users/Lila/Documents/Thèse%20Lila/Lit%20review/Thesis_LL_FR-UK_VF.docx%23_Toc505449110
file:///C:/Users/Lila/Documents/Thèse%20Lila/Lit%20review/Thesis_LL_FR-UK_VF.docx%23_Toc505449111
file:///C:/Users/Lila/Documents/Thèse%20Lila/Lit%20review/Thesis_LL_FR-UK_VF.docx%23_Toc505449112
file:///C:/Users/Lila/Documents/Thèse%20Lila/Lit%20review/Thesis_LL_FR-UK_VF.docx%23_Toc505449113
file:///C:/Users/Lila/Documents/Thèse%20Lila/Lit%20review/Thesis_LL_FR-UK_VF.docx%23_Toc505449113
file:///C:/Users/Lila/Documents/Thèse%20Lila/Lit%20review/Thesis_LL_FR-UK_VF.docx%23_Toc505449113
file:///C:/Users/Lila/Documents/Thèse%20Lila/Lit%20review/Thesis_LL_FR-UK_VF.docx%23_Toc505449114
file:///C:/Users/Lila/Documents/Thèse%20Lila/Lit%20review/Thesis_LL_FR-UK_VF.docx%23_Toc505449114
file:///C:/Users/Lila/Documents/Thèse%20Lila/Lit%20review/Thesis_LL_FR-UK_VF.docx%23_Toc505449114
file:///C:/Users/Lila/Documents/Thèse%20Lila/Lit%20review/Thesis_LL_FR-UK_VF.docx%23_Toc505449114
file:///C:/Users/Lila/Documents/Thèse%20Lila/Lit%20review/Thesis_LL_FR-UK_VF.docx%23_Toc505449115
file:///C:/Users/Lila/Documents/Thèse%20Lila/Lit%20review/Thesis_LL_FR-UK_VF.docx%23_Toc505449115
file:///C:/Users/Lila/Documents/Thèse%20Lila/Lit%20review/Thesis_LL_FR-UK_VF.docx%23_Toc505449115


19 

 

Figure 2.1 Assessing the ôôcoffee ringôô effect by IR spectral imaging and K-means 

clustering. White light images (1st column), total absorbance spectral images (2nd 

column) and K-means cluster images (3rd column) of pure, 1/2, 1/3, 1/4 diluted 

0.5 µL serum drops respectively (a-d). Color bars represent the 5 classes of the 

K-mean clustering and their associated percentages. Arrows indicate edges of the 

drop. .................................................................................................................... 77 

Figure 2.2 Centroids of the K-means clustering results in 5 classes of Figures 2.1 and 

2.3. ...................................................................................................................... 78 

Figure 2.3 Assessing the ôôcoffee ringôô effect by IR spectral imaging and K-means 

clustering. White light image (left), total absorbance spectral image (middle) and 

K-means cluster image (right) of a pure 0.5 nL serum drop. Color bars represent 

the 5 classes of the K-mean clustering and their associated percentage. ............ 79 

Figure 2.4 (a) Spectral image of total absorbance of a BSA drop section at a 

concentration of 5 mg/mL. Numbers represent different zones of interest. Zones 

1 and 2 correspond to the centre, and 3 to 7 to the ring of the drop. Zone 8 is the 

CaF2 substrate. The white scale bar represents 100 µm. (b) PCA plot of IR spectra 

from the different regions (1 to 7) of the BSA drop (a). ..................................... 80 

Figure 2.5 (a) Spectral map total absorbance of a 0.5 nL drop acquired by Synchrotron 

FTIR microspectroscopy. (b) PCA plot of IR spectra from the periphery (blue) 

and centre (red) of a nL serum drop. .................................................................. 81 

Figure 2.6 (a) PC 1 loading from the PCA Figure 2.5b. (b) Mean pre-processed IR 

spectra from periphery (blue) and centre (red) of a nL pooled serum drop........ 81 

Figure 2.7 PCA plot of Raman spectra collected in the periphery (blue) and centre 

(red) of pooled serum drops (0.5 µL). ................................................................ 82 

Figure 2.8 (a) PC 3 loading from the PCA Figure 2.7. (b) Mean pre-processed Raman 

spectra collected in the periphery (blue) and centre (red) of pooled serum drops 

(0.5 µL). .............................................................................................................. 83 

Figure 2.9 (a) White light image of a BSA drop section at a concentration of 100 

mg/mL. (b) PCA plot of Raman spectra from the ring (blue dots) and the centre 

(red dots) of BSA drops. ..................................................................................... 83 

Figure 2.10 Liquid serum Raman spectroscopy. Raw spectra collected from 30 µL 

pipetted in a well of an aluminium plate, on the surface of the liquid serum (blue) 

and 2 µm under the surface (red). ....................................................................... 84 

Figure 2.11 Liquid serum Raman spectroscopy. Raw spectra collected from 130 µL 

in a quartz cuvette at different depths 0.8 (green), 1 (red) or 2 mm (blue). ....... 85 
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Figure 3.1 Schematic methodology representation. (a) Dilution test study performed 

on human pooled serum by high throughput-Fourier transform infrared (HT-

FTIR) spectroscopy and FTIR imaging. (b) HT-FTIR and total attenuated 

reflection (ATR)-FTIR spectroscopy comparison study performed on pre- (n=70) 

and post- (n=35) surgery patient serum samples. Ge: germanium. .................... 96 

Figure 3.2 HT-FTIR raw spectra of non-diluted human pooled serum (blue), diluted 

samples (2-fold: green; 3-fold: red; 4-fold: cyan; 5-fold: black) and physiological 

water as negative control (pink).......................................................................... 98 

Figure 3.3 Variance study performed on HT-FTIR raw (a; b; c; d) and pre-processed 

(e; f; g; h) mean spectra (black) of diluted human pooled serum. Standard 

deviation is represented in grey. ....................................................................... 100 

Figure 3.4 Serum dilution study by FTIR imaging of dried drops. Original spectral 

images were atmospheric corrected. Other spectral images were reconstructed on 

a single wavenumber. Abs: absorbance. ........................................................... 102 

Figure 3.5 ATR-FTIR and HT-FTIR comparison study on pre and post-surgery serum 

samples. ATR-FTIR (a) and HT-FTIR (d) pre-processed mean spectra of patient 

serum prior to surgery in red and after surgery in blue. ATR-FTIR (b) and HT-

FTIR (e) PC-DFA scatter plot, pre-processed serum spectra of patients prior to 

surgery are represented by red triangles and after surgery by blue triangles over 

the spectral range of 1200-950 cm-1 with their respective 90% confidence ellipses. 

ATR-FTIR (c) and HT-FTIR (f) corresponding DF1 loading from whole patient 

serum. (g) HT-FTIR and ATR-FTIR spectra (from a and d) in red and green 

respectively. ...................................................................................................... 105 

 

 

Figure 4.1 Experimental protocol for studying the impact of dilution and volume on 

spectral quality test. S: spread dried drop, NS: non-spread dried drop, QT: quality 

test. .................................................................................................................... 116 

Figure 4.2 Scatter plots based on the amide I absorbance value of serum (a) and 

plasma (b) replicate FTIR spectra from spread and non-spread dried drops (5 µL 

deposits onto 3 mm diameter well) at various dilutions. Validated and discarded 

spectra after the quality test are represented by green and red dots respectively. 

The median absorbance value is represented by the black bar. S: spread dried drop, 

NS: non-spread dried drop. ............................................................................... 122 

Figure 4.3 Photographs of different volumes of dried serum drops on 7 mm diameter 

wells (a) and 3 mm diameter wells (b). S: spread drop, NS: non-spread drop. 123 
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Figure 4.4 (a) Hierarchical cluster analysis of FTIR pre-processed spectra from 3-fold 

diluted serum (5 µL) spread (light blue) or non-spread (red) over the surface of 7 

mm diameter wells. (b) PCA scatter plot of the spectral dataset from (a), (c) PC1 

and PC2 loadings from (b). ............................................................................... 124 

Figure 4.5 (a) Hierarchical cluster analysis of FTIR pre-processed spectra from 3-fold 

diluted serum (5 µL) spread (light blue) or non-spread (red) over the surface of 3 

mm diameter wells. (b) PCA scatter plot of the spectral dataset from (a), (c) PC1 

and PC2 loadings from (b). ............................................................................... 125 

Figure 4.6 (a) Hierarchical cluster analysis of FTIR pre-processed spectra from dried 

spread serum drops 3-fold diluted using either physiological or distilled water 

(deposits of 5 µL onto 3 mm diameter wells). (b) Photograph of serum diluted 

with physiological water (left) and distilled water (right). ............................... 127 

Figure 4.7 Comparison of FTIR pre-processed mean spectra of plasma collected in 

tubes containing lithium heparin (red) or EDTA (blue) as anticoagulants without 

dialysis (a) or after dialysis with a 10 kDa membrane (b). .............................. 128 

Figure 4.8 (a) Hierarchical cluster analysis of FTIR pre-processed spectra from fresh 

serum and after up to 5 freeze-thaw cycles (deposits of 5 µL, 3-fold diluted onto 

3 mm diameter wells). (b) PCA scatter plot of the spectral dataset from (a), (c) 

PC1 and PC2 loadings from (b). Fresh serum (dark blue), freeze-thaw cycle 1 

(pink), 2 (light blue), 3 (orange), 4 (green), 5 (red). ......................................... 129 

Figure 4.9 Hierarchical cluster analysis of FTIR pre-processed spectra from serum of 

three patient samples deposited on a same silicon plate on three different days 

(deposits of 5 µL, 3-fold diluted onto 3 mm diameter wells). .......................... 131 

Figure 4.10 (a) HCA of FTIR spectra from 3-fold diluted serum (5 µL) deposited onto 

3 mm diameter wells and left dried at room temperature 1h (blue), 2h (green) or 

24h (orange). (b) PCA scatter plot of the spectra of serum dried at room 

temperature 1h (blue) and 2h (green). (c) PC1 and PC2 loadings from (b). (d) PCA 

scatter plot of the spectra of serum dried at room temperature 2h (green) and 24h 

(orange). (e) PC1 and PC2 loadings from (d). .................................................. 133 

 

 

Figure 5.1 Schematic of the experimental study design, instrumental serum replicates 

are deposited onto a silicon plate (384 wells). S: serum, P: plasma. ................ 142 

Figure 5.2 Normal saline normalised absorbance spectrum. .................................. 143 

Figure 5.3 Example of the inter-aliquot reproducibility assessment by HCA of 50 µL 

of serum 1 (a), 2 (b) and 3 (c) into 0.2 mL capacity plastic tube. Second derivative 
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instrumental replicate spectra of the aliquot 1 and 2 are represented in red and 

green respectively over the spectral range 4000-800 cm-1. .............................. 144 

Figure 5.4 Example of the volume and tube impact assessment by PCA of serum 1 (a, 

d), 2 (b, e), 3 (c, f) on the first (a-c) and last experiment (d-f) performed. Spectra 

of 50 µL of serum stored in 0.2 mL capacity tubes are represented by green dots. 

Spectra of 50 µL or 100 µL of serum stored in 1.5 mL capacity tubes are 

represented by red dots and circles respectively. .............................................. 145 

Figure 5.5 PCA performed on 3 subject serum spectra ( S1, S2, S3) in the spectral 

range 4000-800 cm-1 over a 9 month experiments (E1-E9) to assess the impact of 

a long-term storage. PCA on E8 data was not performed as the majority of the 

spectra of serum 1 and 2 were discarded. ......................................................... 146 

Figure 5.6 Month to month spectral data collection reproducibility. (a) All normalised 

absorbance serum spectra of 3 subjects (S1, S2, S3). (b) PCA scatter plot of the 3 

subject serum spectra. (c) PCA scatter plot of the same serum spectra highlighting 

the 9 experiments performed with associated relative humidity (%). (d) PC1 

loading from (b) and (c). ................................................................................... 147 

Figure 5.7 Serum spectral collection experimental correction by sample vacuum 

drying. (a) PCA scatter plot of the 3 serum spectra (red, blue, green) obtained after 

samples dried at room temperature (dots) or under vacuumed conditions (crosses). 

(b) PCA scatter plot of the same serum spectra highlighting the 3 experiments at 

a RH of 43% (green), 50% (grey) and 59% (pink). .......................................... 148 

Figure 5.8 Spectral data water correction by PC removal. (a) All normalised 

absorbance serum spectra of the 3 subjects reconstructed without the PC1 from 

Figure 6d. (b) PCA scatter plot of the 3 subject serum spectra. (c) PCA scatter 

plot of the same serum spectra highlighting the 9 experiments performed with 

associated relative humidity (%). (d) PC2 loading from (b) and (c). ............... 149 

Figure 5.9 Spectral data correction by EMSC and a constituent spectrum. (a) All 

normalised absorbance serum spectra after an EMSC with a normal saline 

constituent spectrum. (b) PCA scatter plot of the 3 subject serum spectra. (c) PCA 

scatter plot of the same serum spectra highlighting the 9 experiments performed 

with associated relative humidity (%). (d) PC1 loading from (b) and (c). ....... 150 

Figure 5.10 Spectral data correction by a constituent spectrum based EMSC and PC 

removal. (a) All normalised absorbance serum spectra after an EMSC with a water 

constituent spectrum and without the PC1 from Figure 9d. (b) PCA scatter plot of 

the 3 subject serum spectra. (c) PCA scatter plot of the same serum spectra 

highlighting the 9 experiments performed with associated relative humidity (%). 

(d) PC2 loading from (b) and (c). ..................................................................... 151 
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Chapter I . Introduction  
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I.1 Résumé du chapitre I. Introduction  

I.1.1 Le sepsis 

I.1.1.1 Incidence 

Le sepsis est une d®r®gulation de la r®ponse de lôh¹te ¨ une infection et est associ® ¨ 

un dysfonctionnement des organes engageant le pronostic vital du patient. Le choc 

septique est défini comme un sous-ensemble du sepsis dans lequel surviennent de 

profondes anomalies circulatoires, cellulaires et métaboliques qui sont associées à un 

plus grand risque de mortalité1,2. Le sepsis est une cause majeure de décès dans les 

hôpitaux, notamment dans les services de soins intensifs3. Malgr® le manque dô®tudes 

®pid®miologiques robustes, en particulier dans les pays en d®veloppement, lôincidence 

du sepsis est estimée à plus de 30 millions de cas à travers le monde par an et serait 

responsable de plus de 5 millions de décès4. Lôincidence du sepsis devrait augmenter 

dans un futur proche en conséquence du vieillissement des populations des pays 

d®velopp®s et de lôaugmentation des cas de r®sistance aux antibiotiques5. Au 

Royaume-Uni, environ 147 000 cas sont estimés chaque année dans les hôpitaux, 

causant le décès de 44 000 personnes et des coûts directs de 830 millions de livres 

sterling au système de santé britannique, le NHS  (National Health Service)6. De plus, 

les patients ayant survécu à un sepsis peuvent souffrir de séquelles physiques et 

cognitives ou dôun stress post-traumatique nécessitant des soins à long terme et des 

frais de santé supplémentaires7ï10.   

 

I.1.1.2 Diagnostic 

Bien que le sepsis est une incidence de m°me quôune morbidit® et mortalit® ®lev®es, 

aucune technique óôgold standardôô nôexiste ¨ lôheure actuelle pour le diagnostic du 

sepsis et sa définition est toujours en évolution1,11,12. La difficult® du diagnostic dôun 

sepsis est due sa nature complexe. Le sepsis peut être causé par différents pathogènes, 

le plus communément par des bactéries mais aussi des virus, champignons ou 

parasites13.  De plus, le d®veloppement dôun sepsis d®pend de lô®tat de sant® g®n®ral 

dôun patient, par exemple la coexistence de maladies (chroniques), une déficience du 
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système immunitaire, la génétique, la prise traitement médicamenteux5. Il est aussi 

connu que le sepsis a une plus forte incidence chez les hommes que chez les femmes, 

ainsi que chez les enfants et populations âgées14.  

Un autre point crucial dans le diagnostic dôun sepsis est lôidentification de lôagent 

pathogène responsable de lôinfection. Malgr® de r®centes avanc®es technologiques, la 

principale m®thode dôidentification reste la culture dô®chantillons cliniques qui est une 

procédure longue (généralement de 24 à 48h) et est positive dans seulement 30 à 40% 

des cas. Cela est dû au fait que certains microorganismes ne se développent pas dans 

ce type de cultures ou le fait que certains patients peuvent recevoir un traitement avant 

le pr®l¯vement dô®chantillons cliniques20ï23. Ainsi, jusquô¨ ce que le pathog¯ne soit 

identifi®, les patients sont trait®s par lôadministration dôantimicrobiens ¨ large spectre 

pour couvrir les pathogènes les plus communs (bactéries, champignons, virus) avant 

de cibler le traitement pour réduire les dépenses de santé et prévenir la résistance aux 

antibiotiques24. Prodiguer un traitement dans lôheure suivant lôobservation dôune 

hypotension chez un patient en choc septique est associé à taux de survie de 80%, ce 

taux décroissant à chaque heure de retard25ï27. Lôadministration dôun mauvais 

traitement initial r®duit par 5 les chances de survie dôun patient28. Ainsi, lôidentification 

rapide dôun cas de sepsis est dôune importance majeure pour la r®ussite dôun traitement.  

De par la complexité de la pathogénèse et la nature systémique du sepsis, il est certain 

que de nouvelles stratégies impliquant une combinaison de biomarqueurs devraient 

°tre consid®r®es pour le diagnostic, le pronostic et lô®laboration de nouveaux 

traitements pour le sepsis34. Ainsi, le concept de recherche de signatures spectrales 

dans les ®chantillons de biofluides de lôh¹te pr®-symptomatiquement apparaît comme 

une approche prometteuse pour un diagnostic rapide et afin de permettre une 

intervention thérapeutique précoce33.  

 

I.1.2 La spectroscopie vibrationnelle  

La spectroscopie vibrationnelle concerne les techniques optiques spécifiques 

que sont la spectroscopie infrarouge (IR) et Raman. Ces techniques sondent les 
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rotations et vibrations intramol®culaires dôun ®chantillon quand celui-ci est 

irradié avec une source lumineuse45. La relation lumière-matière est décrite par 

la théorie électromagnétique de Maxwell46. La spectroscopie vibrationnelle a été 

utilis®e pour analyser un vaste rang dô®chantillons pour des applications 

chimiques, physiques et biologiques. Les liaisons moléculaires chimiques 

constitutives présentent de nombreuses formes de vibrations qui interviennent à 

différentes énergies correspondant à différents niveaux de transitions. Les 

spectroscopies IR et Raman sont des techniques complémentaires qui permettent 

dôobtenir une óôempreinteôô ou óôsignatureôô des mol®cules contenues dans un 

échantillon selon que leurs liaisons possèdent une activité IR ou Raman. 

Certaines vibrations permises en Raman, peuvent ne pas se produire en IR et 

inversement.   

 

I.1.2.1 La spectroscopie infrarouge 

La spectroscopie IR est d®finie comme lô®tude des caract®ristiques d'absorption 

découlant du mouvement moléculaire de matériaux dû au déplacement atomique49 lors 

dôune interaction intime avec une source infrarouge50. En fonction du choix de 

modalité utilisée, le rayonnement peut être soit transmis, réfléchi en interne, réfléchi, 

ou transflecté (une combinaison de transmission et de transflection). Lors dôune 

interaction lumière-matière, la lumi¯re infrarouge provoque lôentr®e dans ®tat 

vibrationnel supérieur due au transfert de óôquantaôô ou óôpaquetsôô dô®nergie ¨ 

certaines longueurs dôondes en fonction de la composition de la mati¯re analys®e. Ces 

transitions permettent lôobtention dôun spectre constitu® de pics et bandes qui peuvent 

être interprétés qualitativement (position des pics) et quantitativement (intensité des 

pics/aires, intensité relative). Dans le cas de la spectroscopie IR, les bandes 

proviennent d'un changement du moment dipolaire électrique des molécules. 

Lôabsorbance des bandes est proportionnelle ¨ la concentration des liaisons 

moléculaires du matériel étudié comme énoncé par loi de Beer-Lambert. 
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I.1.2.2 La spectroscopie Raman  

Lôeffet Raman constitue le processus spontan® de diffusion de la lumière inélastique 

de photons ¨ la suite dôune interaction entre une radiation monochromatique (ex: 

source laser) et un échantillon. Lors de cette interaction les deux processus de diffusion 

élastique et inélastique prennent place. Une grande proportion de photons est 

®lastiquement diffus®e sans changement dô®nergie (par cons®quent sans information 

moléculaire). Ce phénomène est connu sous le nom de diffusion Rayleigh46. Lorsque 

les photons transfèrent de l'énergie aux molécules sous forme d'énergie vibratoire, la 

perte d'énergie des photons diffusés correspond aux niveaux d'énergie vibratoires des 

molécules. Ce processus est la diffusion Raman-Stokes. Les photons incidents peuvent 

en retour recevoir de lô®nergie des mol®cules en vibration, ainsi leurs fr®quences 

augmentent, décrivant le principe de la diffusion Raman anti-Stokes. En Raman 

spontané, la diffusion Stokes est généralement utilisée en raison de sa plus grande 

sensibilité. 

 

I.1.3 Objectif de lô®tude 

Le principal objectif de cette ®tude est de d®velopper et dô®valuer le potentiel de la 

spectroscopie vibrationnelle appliquée au sérum humain pour le diagnostic rapide et 

pré-symptomatique du sepsis.    
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I .2 Sepsis 

I .2.1 Incidence 

Sepsis is defined as a óólife-threatening organ dysfunction caused by a dysregulated 

host response to infectionôô and septic shock as ña subset of sepsis in which particularly 

profound circulatory, cellular, and metabolic abnormalities are associated with a 

greater risk of mortality than with sepsis aloneò1,2. Sepsis is a leading cause of death 

in hospitals, especially in the Intensive Care Unit (ICU)3. Despite a lack of robust 

epidemiological studies, particularly in developing countries, the incidence of sepsis 

is estimated to be over 30 million cases worldwide per year and is responsible for more 

than 5 million deaths4. The incidence of sepsis is believed to increase in the future due 

to aging populations in developed countries and the increase of multidrug resistance5. 

In the United Kingdom (UK) up to 147,000 sepsis cases are estimated per year in 

hospitals, causing 44,000 deaths, and direct costs of £830 million to the National 

Health Service (NHS)6. Patient surviving sepsis can also suffer from physical, 

cognitive impairments or Posttraumatic Stress Disorder (PTSD) requiring long-term 

treatment and additional healthcare costs7ï10. 

 

I .2.2 Diagnosis 

Although sepsis has a high incidence as well as a high morbidity and mortality, there 

is no gold standard technique to diagnose sepsis and its definition is still evolving1,11,12. 

The difficulty occurring in the diagnosis of sepsis is due to its complex nature. Sepsis 

can be caused by different pathogens, more commonly by bacteria but also virus, fungi 

or parasites13. Among Gram-positive bacteria, Staphylococcus aureus and 

Streptococcus pneumoniae are the most common sources of sepsis as well as 

Escherichia coli, klebsiella species, and Pseudomonas aeruginosa among Gram-

negative bacteria. Pneumonia is the main cause, with intra-abdominal and urinary tract 

infections3. Another difficulty to establish a diagnosis is the fact that sepsis is 

dependent upon the patients general health conditions such as the presence of co-

existing (chronic) diseases, immune system deficiency, genetics, medications5. Sepsis 
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is also known to have a higher incidence in males than females, in children and elderly 

population14. 

It is established that sepsis triggers both pro- and anti-inflammatory responses also 

leads to profound modifications of non-immunologic parameters. Therefore, following 

the recent update of the sepsis definition1, the use of the Sequential Organ Failure 

Assessment (SOFA) score is recommended to identify potential cases of sepsis when 

infection is suspected among patients in the ICU. Criteria of the SOFA score are 

presented in Table 1.1 and to summarise, respiratory (fraction of inspired oxygen, 

partial pressure of oxygen), coagulation (platelets), liver (bilirubin), cardiovascular 

(hypotension), central nervous system (Glasgow Coma Score Scale15) and renal 

(serum creatinine or urine output) factors are assessed during a patient stay in the ICU 

to evaluate the degree and evolution of organ dysfunction on a score from 0 to 4 for 

each organ16. A high SOFA score is correlated with a high mortality rate17. A diagnosis 

based on at least 2 of the 4 Systemic Inflammatory Response Syndrome (SIRS) criteria 

based on body temperature, heart rate, respiratory rate, and white blood cell count 

(Table 1.2) has been declared not enough specific to diagnose a sepsis but may still be 

of use18. Indeed, SIRS criteria are common to patients with different non-infectious 

conditions such as trauma, pancreatitis, ischemia19. Septic shock can be recognised 

when a patient requires a vasopressor administration to maintain a mean arterial 

pressure at a minimum level of 70 mmHg. Although the utility of lactate measurement 

to characterise a septic shock is still debated, a lactate level greater than 2 mmol/L 

associated with hypotension represents a higher mortality risk population and therefore 

both criteria can be helpful to identify septic shock patients2,18. 

A simpler version of the SOFA score, the quick SOFA (qSOFA) score, has been 

adapted to rapidly identify patients with suspected infection, and therefore potential 

sepsis cases, outside of the ICU. Criteria of the qSOFA score are a minimum 

respiratory rate of 22/min, an altered mental status and a maximum systolic blood 

pressure of 100 mmHg. Further investigations should be considered for patients with 

at least 2 of the criteria described to confirm a sepsis1. An overview of the criteria 

allowing the identification of sepsis and septic shock cases is presented in Figure 1.1. 
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Table 1.1 Sequential Organ Failure Assessment (SOFA) score, adapted from ref 16 
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Table 1.2 Systemic Inflammatory Response Syndrome (SIRS) criteria from ref 1 

 

 

 

 

 

 

 

 

  

Figure 1.1 Clinical criteria identifying patients with sepsis and septic shock 

reproduced from ref 1. SOFA: Sequential Organ Failure Assessment, qSOFA: 

quick SOFA, MAP: mean arterial pressure. 

Variables SIRS criteria

Temperature >38°C or < 36°C

Heart rate >90/min

Respiratory rate >20/min or PaCO2<32 mmHg

White blood cell count
>12 000/µL or <4000/µL or 

>10% immature neutrophils
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A crucial point in the diagnosis of sepsis is the identification of the causative 

pathogenic agent(s). Despite recent technological advances, the principal method of 

identification is by culture of clinical samples that are time consuming (usually within 

24 to 48h) and are positive in only 30 to 40% of cases. This is due to the fact that  some 

microorganisms do not propagate in cultures or patients have received medication 

before obtaining clinical samples20ï23. Therefore until the pathogen is identified, 

patients are treated via broad-spectrum antimicrobial administration to cover the most 

common pathogens (bacteria, fungi, virus) before narrowing the treatment. This is to 

reduce cost and prevent drug resistance24. Providing a treatment within an hour after 

observation of hypotension in septic shock patients is associated with 80% survival, 

this decreases with every hour of delay25ï27. Administering the wrong therapy initially 

decreases by 5-fold the chance of survival28. Hence, the successful and rapid 

identification of sepsis is of paramount importance for successful treatment. 

 

I .2.3 Pathogenesis  

During sepsis, pathogen-associated molecular patterns (PAMPs), conserved microbial 

structures such as endotoxins (lipopolysaccharide), peptidoglycan, lipoteichoic acid, 

flagellin, mannan or viral ribonucleic acid (RNA), are recognised by the host immune 

cells through pattern-recognition receptors (PRRs)29. Pathogens of different 

natures are detected by 4 main PRR families, toll-like receptors (TLRs), C-type 

lectin receptors (CLRs), retinoic acid inducible gene 1-like receptors (RLRs) and 

nucleotide-binding oligomerisation domain-like receptors (NLRs)3. The activation of 

immune cells triggers 1) the overproduction of pro-inflammatory mediators, in 

particular cytokines,  this phenomenon is termed ñcytokine stormò and 2) the 

systemic activation of the complement system, part of the host innate defences 

against pathogens, which also promotes the inflammatory response29ï31. Another 

consequence of this pro-inflammatory response is the activation of the coagulation 

pathways resulting in disseminated intravascular coagulation31. All these combined 

effects result in necrotic cell death and host tissue damage that release damage-

associated molecular patterns (DAMPs), recognised by the same PRRs of PAMPs, 
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accentuating the inflammatory process. Moreover, a parallel anti-inflammatory 

response leading to leukocyte apoptosis (programmed cell death) contribute to 

immunosuppression and increased patient susceptibility to second infections3. A 

schematic representation of a host response during sepsis is presented in Figure 1.2.  

 

 

I .2.4 Biomarkers 

Biomarkers for the diagnosis of infectious disease may include, genetic, protein and 

metabolomic materials derived from either the host or the pathogen. From the initial 

interaction onwards, the majority of biomarkers available to measure are derived from 

the host since pathogen numbers are very low and the host is able to utilise components 

of both the innate and adaptive host response to drive an appropriate response. In 

serious infection, when pathogens are able to overcome the early host response to their 

presence, their numbers increase at an exponential rate resulting in significant 

Figure 1.2 Host response during sepsis, reproduced from ref 3. 
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mortality rates. In such cases, the relative concentration of microbial biomarkers 

increases over time whilst biomarkers associated with the ongoing, yet ineffective, 

host response are still readily detectable (Figure 1.3)33. 

 

A review has reported investigations of over 170 potential host-derived biomarkers 

for sepsis diagnosis. However, not a single biomarker has been found reliable to 

diagnose sepsis with enough sensitivity and specificity and no clear biomarker has 

been identified to differentiate sepsis from sterile SIRS or local infection34. 

Procalcitonin (PCT) and C-reactive protein (CRP) are the most widely used 

biomarkers of sepsis despite a lack of specificity. Indeed, an increased level of PCT 

and CRP are observed in non-infectious inflammatory conditions such as trauma or 

major surgery. Similarly, cytokines such as interleukin-1 (IL-1), interleukin-6 (IL-6), 

interleukin-8 (IL-8), interleukin-10 (IL-10) or tumor necrosis factor (TNF) have been 

identified in several studies as potential sepsis biomarkers34 whereas their levels also 

increase after trauma and surgery35,36.  

Over the years, many clinical trials have failed to demonstrate the efficacy of new 

therapeutics in improving sepsis patient survival5,37. Only one treatment has been 

Figure 1.3 The relative contribution of host 

and microbial derived biomarkers to enable 

diagnosis of infection, reproduced from ref 33. 
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commercialised in 2001 (Xigris, Eli Lilly), based on the administration to patients with 

septic shock of recombinant human activated protein C (aPC) which has anticoagulant 

and anti-inflammatory actions38. However, the treatment was withdrawn from the 

market in 2011, as no significant difference in mortality rate decrease was obtained 

between septic shock patients supplemented with aPC or treated with a placebo39. 

Due to the complexity of the pathogenesis and the systemic nature of sepsis, it is clear 

that new strategies implying combination of biomarkers should be considered for the 

diagnosis, prognostic and elaboration of new treatments for sepsis34. For example, 

sepsis patients were differentiated from SIRS patients thanks to a combination of 4 

genes (SeptiCyteTM Lab, Immunexpress, Inc.)40 or with 11 genes (Sepsis MetaScore) 

in another study41. A publication has also demonstrated that when using host-derived 

biomarkers it is possible to distinguish patients with sterile, viral or bacterial acute 

respiratory inflammation42. A recent article have shown the ability to determine 4 

sepsis subtype populations and with the identification of 2 genes for the 

characterisation of patients with the highest mortality rate risk43. Moreover, using 7 

biomarkers, preliminary evidence has been produced which indicates that it is possible 

to identify the presence of an infectious organism through analysis of host biomarker 

signatures before patients become symptomatic44. Thus, the concept of searching for 

such signatures in host biofluids pre-symptomatically appears as a promising avenue 

for exploration in order to enable early therapeutic intervention33. 

 

Note: following sections I.3-I.5 are a modified version of a published article: 

Developing and Understanding Biofluid Vibrational Spectroscopy: A Critical Review, 

M. J. Baker, S. R. Hussain*, L. Lovergne*, V. Untereiner, C. Hughes, R. A. 

Lukaszewski, G. Thiéfin, G. D. Sockalingum, Chem. Soc. Rev., 2016, 45, 1803-1818. 

[*equal contribution] 

I .3 Vibrational spectroscopy  

Vibrational spectroscopy relates to the specific optical techniques of Infrared 

(IR) and Raman spectroscopy. These techniques probe intramolecular vibrations 

and rotations of the sample when irradiated with light45. The light-matter 
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relationship is underpinned by the electromagnetic theory postulated by 

Maxwell46. Vibrational spectroscopy has been used for analysing a myriad of 

samples in chemical, physical and biological applications. Constituent chemical 

molecular bonds present many forms of vibrations which occur at different 

energies corresponding to different allowed transitions. IR and Raman 

spectroscopies are complementary and provide a ñfingerprintò or ñsignatureò of 

the molecules contained within the sample depending on whether their bonds 

exhibit Raman or IR activities. Certain vibrations that are allowed in Raman 

may be forbidden in IR and vice versa.  

Two categories of fundamental vibrational modes can occur, stretching 

vibrations (symmetrical or asymmetrical) with a variation in molecular bond 

length (Figure 1.4a) and bending vibrations (in- or out-of-plane) implying bond 

angle changes (Figure 1.4b). A diatomic molecule possesses only one vibrational 

mode, stretching vibrations whereas a polyatomic molecules exhibit more 

complex profiles. Indeed, an N-atomic molecule has 3N-6 fundamental 

vibration modes with one exception for linear molecules which have 3N-5 

modes as no rotation around their axis is possible47,48.  

 

Figure 1.4  Stretching (a) and bending (b) molecular vibrational modes. Adapted 

from ref 48.
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I .3.1 Infrared spectroscopy 

Infrared spectroscopy (IR) is broadly defined as the study of absorption 

characteristics arising from the molecular motion of materials due to atomic 

displacement49  upon intimate interaction with an infrared source50. Depending 

on the modality of choice, the radiation can be either transmitted, internally 

reflected, reflected, or transflected (a combination of transmission and 

reflectance). During the light-matter interaction, infrared light causes a molecule 

to enter in a higher vibrational state due to the transfer of ñquantaò or òpacketsò 

of energy at certain wavelengths dependent upon the composition of the matter 

under analysis. Figure 1.5 illustrates the energy level transition involved in the 

IR absorption process compared to Raman scattering showing that vibrational 

energy levels can be probed with both techniques using different physical 

processes. These transitions result in a spectrum constituted of peaks/bands that 

can be interpreted qualitatively (peak position) and quantitatively (peak 

intensity/area, relative intensity). For IR spectroscopy the bands arise from a 

change in the electric dipole moment of the molecules. The absorbance of the 

bands is proportional to the concentration of the molecular bonds of a studied 

material as expressed by the Beer-Lambert law: 

 

ὃ ÌÏÇ
Ὅ

Ὅ
 ‐ȢὧȢὰ 

 

I0: incident light intensity  

I: transmitted light intensity 

Ů: molar extinction coefficient (L.mol-1.cm-1) 

c: concentration of the absorbing material (mol.L-1) 

l: path length of  the light within the absorbing material (cm) 

 

The IR region extends from 12500 cm-1 (800 nm) to 10 cm-1 (1 mm) and is divided in 

3 domains, the near-IR (NIR) region from 12500 cm-1 (800 nm) to 4000 cm-1 (2.5 µm), 
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the mid-IR (MIR) region from 4000 cm-1 (2.5 µm) to 400 cm-1 (25 µm) and the far-IR 

(FIR) region from 400 cm-1 (25 µm) to 10 cm-1 (1 mm). The majority of organic 

compound vibrations are known to occur in the mid-IR region which is thus the 

preferential domain for biological sample investigations47.  

 

 

I .3.1.1 Instrumentation  

A Fourier-Transform (FT) spectrometer is composed by 3 main components, an 

IR light source, a Michelson interferometer and a detector (Figure 1.6). 

 

  I.3.1.1.1 IR light sources 

In IR spectroscopy, the most common source of polychromatic light in the MIR 

region is a Globar source based on thermal radiation resulting from a silicon 

carbide rod electrically heated. However, the launching of new IR imaging 

devices incorporating high-intensity tunable quantum cascade lasers (QCL) 

Figure 1.5 Energy diagram showing transitions involved during 

infrared absorption, Rayleigh, Raman Stokes and anti-Stokes 

scattering. This Jablonski diagram shows that the same vibrational 

states of a given molecule can be probed via two different routes; one 

directly measures the absolute frequency (IR absorption) and the other 

measures the relative frequency or Raman shift (Stokes and anti-

Stokes). hvo= incident laser energy, hvvib = vibrational energy, ȹɡ = 

Raman shift, ɡvib = vibrational frequencies33. 
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could revolutionise the way clinical IR images are acquired51.  High-throughput 

IR chemical imaging is now in its early days, and needs to be tested and 

validated. However, a gain of three orders of magnitude in acquisition time has 

recently been reported for large samples by Bhargavaôs group52. Combining 

signal enhancement from surface-enhanced infrared absorption (SEIRA) and 

fast imaging using a QCL source with small bandwidths, a recent study claimed 

a ~ 200 fold gain in imaging time53. 

 

Synchrotron radiation (SR) sources generate intense beams of infrared, X-rays 

or ultraviolet (UV) light. Electrons generated are accelerated to reach nearly the 

speed of light thanks to a linear accelerator (Linac), a booster synchrotron and a 

storage ring before to be directed towards experimental stations called 

beamlines (Figure 1.7). Regarding IR spectroscopy, SR source radiation is 100 

to 1000 times brighter than conventional IR light sources54,55.   

Figure 1.6 Schematic of an FTIR spectrometer with a Michelson 

interferometer.
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I.3.1.1.2 Michelson interferometer 

A Michelson interferometer comprises a beamsplitter, a fixed mirror and a movable 

mirror (Figure 1.6). The MIR beamsplitter, usually made of calcium fluoride (CaF2) 

or potassium bromide (KBr), allows to divide the IR light into 2 beams of equal 

intensity directed towards the 2 mirrors and reflected back to the beamsplitter to be 

recombined. The difference in the optical pathlength of the 2 beams, due to the 

displacement of the movable mirror and the fixed mirror respectively, creates 

destructive and constructive interferences. The resulting signal called an interferogram 

represents signal intensity as a function of distance of the movable mirror. Then, the 

recombined IR beam interacts with the sample (or reference) before reaching the 

detector. Two interferograms recorded with and without sample are mathematically 

converted by FT to IR spectra, represented by intensity as a function of frequency. 

Finally, the difference of the 2 spectra generates the representative IR spectrum of the 

sample47. 

 

  I.3.1.1.3 Detectors 

FTIR spectrometers are commonly equipped with Deuterated Triglycine Sulfate 

(DTGS) or Mercury Cadmium Telluride (MCT) detectors. The DTGS thermodetector 

has the advantages of operating at ambient temperature, has a good linearity and allows 

Figure 1.7 Photograph (left) and Schematic (right) of Diamond Light Source science 

facility (UK) adapted from ref 55. 
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spectral acquisitions down to 400 cm-1. The MCT photodetector is more sensitive but 

requires to be cooled with liquid nitrogen and acquisitions in the low wavenumbers 

are generally limited around 750-600 cm-1. Contrary to these single element detectors 

allowing a point by point acquisition, array detectors enable to collect simultaneously 

multiple spectra reducing considerably the acquisition time47.  

 

I .3.1.2 IR sampling modes 

Transmission IR spectroscopy is a common approach for analysing thin samples 

(<10µm). In this mode, the IR beam is passed through the sample and is 

measured after its interaction with the matter. Thus, spectra collected are 

representative of the whole volume sampled. This method requires the use of IR 

transparent substrates such as CaF2 or KBr56.  

Attenuated total reflectance (ATR) FTIR spectroscopy is a promising modality 

for biological sample analysis. The guided IR beam propagates through a high 

refractive index crystal surface producing an evanescent standing wave that 

penetrates the sample by a few microns. However for proper use, several issues 

need to be considered, such as contact between the ATR crystal and the sample, 

the beam penetration depth and image distortion due to high refractive 

indices57,58. 

Another method of obtaining an IR spectrum is when the sample is placed on a highly 

reflecting surface, typically aluminium/teflon coated substrates or a glass slide with tin 

oxide-based silver reflective coating called low e-slides (e.g., MirrIR). In this case the 

process is termed transflection because the IR beam passes through the sample, is 

reflected off the slide and passes again through the sample before detection. These 

substrates have very low cost but recently they have been shown to cause significant 

spectral intensity variations, due to an electric field standing wave artefact (EFSW)59,60 

which could be misinterpreted as composition variations while it is the sample 

thickness variation that could be the cause of spectral differences. The fundamental 

question when using low e-slides is whether the spectral variations observed are due 

to the EFSW impact on the discriminant spectral differences. In the case of thin 
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samples such as air-dried cellular monolayers, recent research by Cao et al. has shown 

that the same classification was obtained when performing transmission and 

transflection measurements61. Moreover, a recent paper have questioned the EFSW 

effect existence and demonstrated that spectral differences observed result from 

reflections and interferences at the air-sample interface62.  Principles of the different 

IR sampling modes are illustrated in Figure 1.8. 

 

I .3.2 Raman spectroscopy 

The Raman effect constitutes the spontaneous inelastic light scattering process 

of photons following the interaction of monochromatic radiation (e.g., laser 

source) with the sample. During this interaction both elastic and inelastic 

scattering processes take place. A high proportion of the photons are elastically 

scattered with no change in energy (so no molecular information), known as 

Rayleigh scattering46. When photons transfer energy to the molecules as 

vibrational energy, the energy loss of the scattered photons corresponds to the 

vibrational energy levels of the molecules. This is known as Raman-Stokes 

scattering. The incident photons can in turn receive energy from vibrating 

Figure 1.8 Example of different IR sampling modes, adapted from ref 56. 
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molecules, and therefore their frequencies increase, described as Raman anti-

Stokes scattering. Figure 1.5 shows the transitions involved during these three 

processes. In spontaneous Raman, Stokes scattering is generally used due to its 

higher sensitivity.  

 

I .3.2.1 Instrumentation 

A Raman spectrometer is constituted of a monochromatic light source (laser) with 

different possible choices of wavelength frequencies. Lower excitation wavelengths 

allow to obtain a better Raman diffusion intensity but are also more prone to 

fluorescence interferences. The light is oriented towards the sample thanks to different 

mirrors, its intensity can be attenuated with filters to avoid photodamage. Notch or 

edge filters are necessary to eliminate Rayleigh diffusion and to only transmit the laser 

wavelength. The filtered light is then focused on the sample through a microscope 

objective. The scattered light resulting from the sample excitation is collected via an 

objective and passes through the Notch filter again. The pinhole allows to spatially 

select a specific volume sample signal. The slit is defining the spectral resolution, a 

reduction of the aperture gives a better spectral resolution but also involves that the 

intensity of the light is reduced. A diffraction grating splits the wavenumbers of the 

light scattered by the sample. This system is characterised by a number of lines per 

millimetre, a higher number of lines/mm improves the spectral resolution to the 

detriment of the spectral range. Then, the intensities of the splitted wanumbers are 

simultaneously collected by a Charged-Coupled Device (CCD) detector, highly 

sensitive to detect the weak scattering light and allowing to obtain a Raman spectrum63. 

All constituting components of a Raman spectrometer are illustrated in the Figure 1.9. 
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I .3.2.2 Raman sampling methods 

The Raman shift covers the range between 0 and 4000 cm-1. Raman spectroscopy can 

be used in a confocal mode and with resonance and surface-enhanced modalities. 

Applications of Raman microspectroscopy for probing biological systems have been 

continuously expanding over the years along with IR spectroscopy64. Its high spatial 

resolution (~0.5 ɛm with green lasers), compatibility with aqueous environment65,66 

and in vivo amenability67ï70 makes it a good candidate for biological and biomedical 

research. Akin to FTIR, it also provides high content biomolecular information. 

Microspectroscopy with immersion measurements can be used to enhance signal to 

background ratio enabling higher quality data acquisition as demonstrated by Bonnier 

et al.71. 

Due to its advantages, label-free, high spectral specificity, limited water signal, and 

the fact that most biological molecules are Raman active, Raman has been deployed 

to in vitro cell and tissue studies, but now significant developments of in vivo work 

due to the compatibility with fibres, has enabled Raman endoscopy in a label-free 

manner and in vivo Raman probes/endoscopes have made direct tissue analysis 

possible72.  

Figure 1.9 Schematic of a Raman spectrometer reproduced from ref 63. 



48 

 

New fields of measurement and implementation possibilities have multiplied due to 

recent hardware developments, improved sampling methods, and advances in the 

design of Raman technology alongside developments and advances in multivariate 

data analysis. It has been possible to uncover subtle disease-related spectral changes 

and exploit them in classification models. However, an important drawback of Raman 

spectroscopy is that the effect is inherently weak as a very small proportion of incident 

photons are scattered (~1 in 108) with a corresponding change in frequency46. This 

together with the fact that to date most of the commercial systems use dispersive 

configurations adds another limitation compared to fast IR imaging systems, and 

makes Raman imaging of biological specimens a slower process. These limitations can 

be partly circumvented with other Raman modalities based on Resonant Raman 

Scattering (RRS) and Surface-Enhanced Raman Scattering (SERS) to enable gains in 

detection sensitivity64. In SERS technology, the use of functionalised metal 

nanosurfaces has allowed optimising the enhancement to several orders of magnitude 

depending on the metal substrate. Metal nanoparticle arrays and single nanoparticles 

have been utilised for high-throughput detection73. SERS has been applied in different 

areas in the chemical and biological fields74 and its very high sensitivity has allowed 

single molecule detection75. Until recently, SERS was not widely applied to 

biomedical research because of issues linked to complexity of the biological medium, 

biocompatibility, reproducibility, and short shelf life. However, using silver and gold 

colloids as SERS substrates, Bonifacio et al. recently showed that repeatable spectra 

could be obtained from protein-free blood serum and plasma76. 

Furthermore, non-linear Raman spectroscopy has been developed to be applied to 

biomedical analysis like Stimulated Raman Scattering (SRS) and Coherent Anti-

Stokes Raman Scattering (CARS), for rapid image acquisition (one Raman band at a 

time) with higher sensitivities than spontaneous Raman77ï79. For non-linear Raman, it 

is important to know which marker band(s) are useful, in analogy to the application of 

Discrete Frequency-IR (DF-IR) as enabled by the use of QCL sources. 

Other areas of current interest for Raman spectroscopy are exploring the sampling 

depth and location of spectral information. For instance, seminal research conducted 

by Stone, Matousek and collaborators, demonstrated the principle of spatially offset 
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Raman spectroscopy (SORS) for subsurface analysis towards in vivo breast cancer80,81 

and deep Raman measurements using liquid tissue phantoms to mimic non-invasive 

cancer screening applications in vivo82. Through-tissue sensitivity was increased via 

SESORS measurements at several millimetre depth, i.e., combining SORS with nano-

tagged SERS particles83ï86. 

 

I .4 Multivariate a nalysis 

It is becoming more and more evident that vibrational spectroscopy represents 

an interesting approach to explore the diagnostic potential of circulating 

biomarkers/biosignatures in various body fluids87. Along with technological 

development, the front-end sample preparation challenges and approaches, and 

the data acquisition procedures, the pre-processing and post-processing of 

spectral data are equally important for the deployment of various biofluids into 

diagnostic development. Vibrational spectroscopic data are inherently 

multivariate by nature and their pre- and post-processing require multivariate 

data analysis approaches. 

Different instruments from different manufacturers have different responses and 

spectral distortions and backgrounds have to be taken into account via pre-

processing algorithms in order to compare data from different studies for 

example. The pre-processing should therefore be able to give accurate, robust 

and reliable data. These considerations should also include how the sample is 

prepared and conditioned, the optical substrate used, and the acquisition mode 

used in order to post-process reliable data. The way the sample is dried or 

acquired (e.g. transmission or reflection) will also pre-empt the pre-processing 

procedures. For example, rapid drying of serum can produce a granulating effect 

which then causes more scattering/dispersion artefacts and a specific correction 

has to be implemented. It is clear that the pre-processing is not the same for 

infrared and Raman spectra of biofluids because the physical phenomena 

involved are respectively absorption and scattering. In FTIR spectroscopy the 

use of an interferometer ensures an excellent intensity and wavenumber 



50 

 

calibration. In addition, a background signal is regularly recorded and 

automatically subtracted to obtain the sample spectrum. For Raman, a day-to-

day calibration procedure needs to be implemented to correct for instrument 

response, and to calibrate the wavenumber and intensity axes. Other 

experimental considerations include the need to subtract substrate contributions 

and other physical phenomena such as fluorescence and heating. Biofluid 

vibrational spectra are therefore corrected, derived (or not), then normalized. As 

a general rule, it is also important to include prior to the pre-processing steps, a 

quality test to remove spectra with a poor signal/noise ratio (threshold to be 

defined depending on the sample nature) and a validated outlier removal routine 

before post-processing. 

The post-processing step includes data mining and the construction of 

classifiers. Very often, the spectral differences between normal and pathological 

states are very subtle and the next step is to perform data mining, i.e., a process 

used to extract the salient information from the spectral data. By using specific 

algorithms, patterns can be found in large batches of data. Thus, such feature 

selection procedures can help to identify discriminant spectral features to 

discriminate between patient groups88. However, it is important to note that data 

mining depends on effective data collection, the size of the datasets, and as well 

as their pre-processing. 

To build classification models, several multivariate approaches have been used 

and as of today there is no general consensus on which method is the best. In 

other research fields, numerous linear and non-linear supervised algorithms 

have been evaluated and a combination of methods like Support Vector Machine 

(SVM) and Partial Least Square-Discriminant Analysis (PLS-DA) has been 

shown to enhance the sensitivity and specificity of the classifiers89. Generally, 

building the classifier should include a calibration phase (training phase), an 

internal validation phase, and an external validation phase (blind testing phase). 

One of the important issues encountered is the size of the datasets used as a small 

dataset that does not accurately describe the patient population can lead to 

under- or over-fitting and impact the classifier outcome. For a classifier to be 
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robust, it is important to have a large number of class-representative patient 

samples. In addition, the external validation requires a dataset that has not been 

used in the two previous steps of calibration and internal validation (based upon 

patient spectra and not replicate spectra from the same patient i.e. a spectrum 

from the same patient should not be in the calibration/internal validation and 

external validation phases). The leave-n-out cross validation method is often 

used for these models. It is important to note that all spectra from a given patient 

must be removed in this process in order to enable a valid outcome. Considering 

all individual spectra, mean spectra or median spectra as input datasets of the 

classifier should also be taken into consideration although it has been found that 

when spectra are highly reproducible and after applying a quality control test 

plus an appropriate outlier removal, the results are comparable90. The workflow 

in Figure 1.10 illustrates the different steps, for both IR and Raman 

spectroscopies, starting from sample preparation to data pre- and post-

processing and the building of classifiers for diagnostics. 

Figure 1.10 Workflow of biofluid spectroscopy from substrate choice through sample 

preparation to spectral measurements and data analysis with diagnostic classifiers33. 
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I .5 Biofluid spectroscopy 

Regarding biofluids, blood and its constituents appear the most convenient for 

biomarker/biosignature detection given its ease of availability and the possibility 

to repeat the test as often as necessary to monitor disease progression or response 

to treatment. 

Blood serum houses more than 10,000 different proteins. It perfuses all body 

organs meaning it contains a large range of proteomes from surrounding tissues 

and cells, making it the most complex biofluid91. The low molecular weight 

fraction serum component of blood, known as the ñpeptidomeò is information 

rich for diagnostic purposes92. Other biofluids (bile, urine, sputum, pancreatic 

juice, and ascitic, pleural, cerebrospinal fluids), in direct contact with the 

diseased tissue, are of great interest as media to detect biomarkers/biosignatures 

that are secreted or shedded locally. These are expected to be present in higher 

concentration in these fluids than in the blood. In addition, their identification 

may be facilitated by a less complex molecular composition of local biofluids 

compared with blood. Although some biofluids such as urine share with blood 

samples ease of availability and repeatability, analysis of other biofluids requires 

an invasive procedure, which limits their repeated use in the clinical setting. An 

example is cerebrospinal fluid which requires a lumbar puncture for collection. 

Whilst vibrational spectroscopy has been developed initially mainly for cell and 

tissue analysis, it has been also applied more recently to biofluids for biomarker 

discovery, generating a number of pilot studies with promising results as 

presented below. The challenge is now to translate the results of these 

exploratory studies to the routine clinical practice. 

The search for disease markers in biofluids via photonic approaches is a fast 

emerging field and has only been recently explored by vibrational spectroscopic 

approaches. Biofluids are easily accessible and minimally invasive for patients 

making large studies feasible. Like cells and tissues, biofluids exhibit vibrational 

spectra that have characteristic bands reflecting their biomolecular composition. 

Figure 1.11 compares the FTIR spectra of some dried biofluids (serum, plasma, 
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and bile) obtained with a high-throughput module in the transmission mode. IR 

spectra of serum and plasma present very close profiles with subtle differences 

that are difficult to depict visibly. This is explained by the fact that serum is 

essentially plasma with the clotting factors of blood removed. The assignment 

of the main bands is provided in Table 1.3. 

 
 Table 1.3 Assignment of the major absorption bands of a plasma FT-IR spectrum93 

 

Figure 1.11 Comparison between HT-FTIR spectra of different biofluids 
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The bile spectrum differs through a higher lipid and carbohydrate content and 

by relative intensity changes of the protein amide I/amide II bands90. 

Raman spectroscopy gives complementary information to IR. Besides the main 

macromolecules like proteins, lipids, and carbohydrates, other modes 

originating from amino acids for example are active. The assignment of the main 

bands is indicated in Figure 1.12 showing an example of a typical Raman serum 

spectrum taken from a dried drop. 

 

I .5.1 Serum and plasma 

At present, the majority of the biofluid spectroscopy research has focused on 

serum and plasma. This is most likely due to the prevalence of these types of 

samples within current biobank stocks or the fact that ethics are already 

established to collect these samples and all that is required is an addendum 

stating a separate use of the material. 

Figure 1.12 Typical Raman spectrum of dried serum drop with spectral assignments. 

Spectrum was measured on a calcium fluoride window with a 785 nm laser excitation 

with an acquisition time of 2x30 seconds33.  
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I .5.1.1 Malignant diseases  

Currently, in the field of oncology, most investigations are proof-of-principle 

studies showing the potentials of FTIR/Raman spectroscopy to identify different 

types of cancer from serum samples with high degrees of accuracy. HT-FTIR 

spectroscopy in transmission mode was used to discriminate urinary bladder 

cancer patients from patients with urinary tract infection with linear discriminant 

analysis (LDA) or random forest (RF) classifiers94. Using blood serum, Backhaus 

et al. distinguished between breast cancer and controls with a very high sensitivity and 

specificity95. Chemometrics combining support vector machine (SVM) and 

leave-one-out cross validation was employed by Zhang et al. to separate 

cirrhotic patients with or without hepatocellular carcinoma88. Equally important 

is the possibility to identify liver fibrosis stages prior to the development of 

hepatocellular carcinoma, which are crucial for the clinical management. A 

study by Scaglia et al. revealed that patients with extensive fibrosis (F3/F4 

stages) could be distinguished from those with no fibrosis (F0 stage) on the basis 

of their FTIR serum spectra using a combination of discriminant 

wavenumbers96. Studies using ATR-FTIR spectroscopy, coupled with 

classification machine discriminated ovarian97 and endometrial cancers98. It also 

allowed differentiating glioblastoma multiforme (GBM) from healthy controls 

and low grade gliomas and GBM versus healthy controls99,100. 

Applications of Raman spectroscopy to the study of various biofluids from 

cancer patients are in continuous progress. Sahu et al. analysed serum samples 

and could differentiate oral cancer patients from controls101. More recently, they 

reported that Raman serum spectroscopy was capable to predict the probability 

of recurrence in this cancer102. Other studies have shown the potential of Raman 

spectroscopy for differentiating normal subjects from patients with breast103, 

colorectal104, or cervical103 cancers. A proof-of-concept study using micro-

Raman spectroscopy applied to the sera of 71 cirrhotic patients showed that it 

could be an alternative method for discriminating cirrhotic patients with and 

without hepatocellular carcinoma105.  On the other hand, SERS of serum or plasma 
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has also been shown as a promising tool for the diagnosis of various types of cancer 

such as nasopharyngeal106ï108, digestive107,109ï111, and prostate cancers112. 

 

I .5.1.2 Non-malignant diseases 

Serum and plasma have been also employed to diagnose other diseases using 

biospectroscopy. For example, Raman serum data allowed to differentiate 

Alzheimerôs disease from other dementia113 and Carmona et al. used plasma 

Raman spectral data to grade mild, moderate, and severe Alzheimer cases114. 

Via FTIR spectroscopy of plasma, Peuchant et al. have shown that patients with 

Alzheimerôs disease could be well delineated from normal ageing subjects used 

as controls115. 

Recent plasma data published by Lacombe et al. clearly showed that HT-FTIR 

spectroscopy could be an interesting alternative technique in neonatal screening 

of rare diseases such as classic galactosemia. Promising results indicated that 

healthy/diabetic, healthy/galactosemic, and diabetic/galactosemic patients could 

be discriminated with good sensitivity and specificity93. 

Few large studies have been reported. An example is the study led by Petrichôs 

group showing the potential of mid-infrared spectroscopy in the triage of 

patients with acute chest pain116. This study included 1,429 serum samples from 

389 patients reporting to two US hospitals (Massachusetts General and Latter 

Day Saints, Utah) consisted of 104 suffering from acute myocardial infarction 

(AMI ), 136 from unstable angina pectoris, and 149 from chest pain of other 

sources. FTIR measurements were performed in the transflection mode. Using 

a threshold value generated from a robust linear discriminant analysis, they 

achieved high sensitivity and specificity enabling triage of patients with AMI, 

those most at need within the Accident and Emergency setting, compared to the 

other sources of chest pain. They hypothesise on the involvement of 

carbohydrates as discriminant features, possibly a glycation reaction. 

Interestingly, their results were comparable to the performance of routine 

cardiac laboratory markers within the same study population. They conclude on 
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the potential of FTIR to aid the diagnostic procedure as early as within the first 

6 hours after the onset of chest pain. 

Blood plasma from patients has been investigated with Raman spectroscopy as 

dried drops to identify a reliable biomarker that can differentiate sepsis patients 

from those with non-infectious systemic inflammatory response syndrome. 

Neugebauer et al. reported on the high sensitivity and specificity that can be 

achieved117. The possibility of separating the two groups of patients is crucial 

because a stratification of at risk patients can be established for a rapid delivery 

of appropriate treatment. Finally, following the results obtained in a model of 

infected cultured cells, SERS appears as a promising approach for malaria parasite 

detection from whole blood118. 

 

I .5.2 Other biofluids 

Other biofluids non-invasively accessible (urine, saliva, sputum, tears) and 

invasively accessible (bile, synovial fluid, cerebrospinal fluid, amniotic fluid) 

have been investigated by vibrational spectroscopy for diagnostic purposes. 

Somorjai et al. were able to distinguish urine samples from normal renal 

transplants and rejected allografts, applying IR spectroscopy and a three-stage 

classification strategy119. A Raman spectroscopic analysis combined with 

Principal Component Analysis (PCA) and Quadratic Discriminant Analysis 

(QDA) performed on urine, has allowed identification of spectral biomarkers 

predictive of complications and kidney failure in the urine of diabetic and 

hypertensive patients120. Finally, in the field of oncology, Del Mistro et al. 

reported that SERS using Au nanoparticle substrates had the potential to detect 

in urine spectral biomarkers of prostate cancer121. 

Another approach by FTIR spectroscopy associated with LDA on saliva, has reported 

the correct classification of diabetic patients from healthy control122. SERS of saliva 

showed the ability to predict lung cancer by monitoring the decrease of proteins and 

nucleic acids with 80%, 78%, and 83% accuracy, sensitivity, and specificity 

respectively123. A preliminary study using SERS on saliva suggested the possibility of 
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a quick detection of acquired immune deficiency syndrom (AIDS) but these results 

obtained on a small number of patients deserve to be confirmed on a larger 

population124. 

An exploratory study has shown that FTIR spectroscopy applied to sputum 

could be a useful approach for the diagnostic of the chronic obstructive 

pulmonary disease125. 

Investigating the potential of human tears for the diagnosis of ocular diseases, 

Travo et al. have shown the discrimination of patients with keratoconus 

(degenerative disorder affecting the cornea) from healthy control and also 

between patients at an early or advanced stage of disease by HT-FTIR and 

PCA126. Additionally, Choi et al. report that SERS can be used for diagnosis of 

adenoviral conjunctivitis from tears127. 

Using HT-FTIR spectroscopy in association with support vector machine 

(SVM) classification and leave-one-out cross validation (LOOCV), Untereiner 

et al. have shown that bile samples of patients with malignant biliary strictures 

were differentiated from those with benign biliary diseases90. 

Eysel et al. using FTIR spectroscopy and LDA with LOOCV on synovial fluid, 

were able to differentiate samples from joints affected by rheumatoid arthritis, 

osteoarthritis, spondyloarthropathies, and meniscal injuries128. Also from 

synovial fluid samples, a Raman spectroscopic study associated to a k-means 

analysis has shown discrimination between patients with osteoarthritis of low or 

high severity129. 

Liu et al. have investigated the amniotic fluid potential for fetal lung development 

assessments by IR spectroscopy. The lecithin/sphingomyelin (lung surfactants) and 

lung surfactant/albumin ratio measurements by IR spectroscopy were quantitatively 

and qualitatively correlated to those obtained by thin-layer chromatography and 

fluorescence depolarization, two clinical methods used to determine fetal lung 

surfactant maturity in amniotic fluid130. Prenatal disorders from amniotic fluids have 

also been investigated by ATR-FTIR spectroscopy revealing spectral profile changes 
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between amniotic fluids from pregnancies with fetal malformations, preterm delivery 

and healthy term pregnancies131. 

Griebe et al. were able by FTIR spectroscopy to distinguish patients with Alzheimerôs 

disease from healthy controls using cerebrospinal fluid132. 

 

I .5.3 Translation 

With a few exceptions, all the mentioned proof-of-concept studies have been 

carried out on rather small populations and have shown promises for clinical 

utility and highlight the potential of vibrational spectroscopy for spectral 

diagnostics. To our knowledge, two major programmes for large scale clinical 

trials in remote settings are ongoing using hand-held FTIR modalities. The first 

campaign led by Wood et al. concerns the screening of population in Thailand 

for malarial diagnosis (http://monash.edu/news/show/infrared-light-puts-

malaria-to-the-test). 

A similar approach is being taken in the UK with the establishment of Glyconics 

Ltd. Glyconics is using sputum to diagnose Chronic Obstructive Pulmonary 

Disorder and are moving towards clinical validation of handheld ATR-FTIR on 

a subset of the UK population (http://www.glyconics.com/technology.asp). 

These steps towards actual clinical environment testing is pushing the field to 

the forefront of the application and will illuminate the utility of these techniques 

as well as barriers to clinical implementation that need to be overcome. 
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I .6 Aim 

The principal objective of this research is to develop and evaluate the potential of 

vibrational spectroscopy applied on human serum for the rapid pre-symptomatic 

diagnosis of sepsis.  

The first step to achieve this goal is to determine the most suitable methodology 

approach for serum analysis by spectroscopy with an overall clinical application 

purpose. IR spectroscopy is sensitive to water, as a consequence liquid samples are 

commonly dried for analyses. However, a dried serum drop exhibits an 

inhomogeneous profile that could affect spectral data collected and introduce potential 

bias in their interpretation. Challenges of serum spectroscopy inherent to the sample 

nature and to the technique will be evaluated. Different IR and Raman modalities as 

well as different serum sample preparations will be compared. 

Then, further experimentations will be conducted with the chosen method. Some 

aspects of the pre-analytical phase will be addressed in order to standardise protocols 

in sample handling and preparation for spectral acquisitions. Parameters that can 

impact either the samples (e.g., solvents, collection tubes, freeze-thaw cycles, long-

term storage, drying methods) and/or the spectroscopic analysis (e.g., deposit methods, 

volumes, substrates, humidity, operators dependency) and consequently on the quality 

and the reproducibility of spectral data will be investigated. 

Finally, based upon the developed methodology, patient serum samples (n=380) 

collected before surgery, up to 3 days before sepsis diagnosis, and on the day of sepsis 

diagnosis will be analysed. Control serum samples (n=353) from age/ sex/ procedure-

matched patients who did not go on to develop sepsis will be also analysed over similar 

timeframes post-surgery as well as SIRS patient samples (n=190). Spectral data 

acquired will be interrogated by chemometric methods to discriminate spectral zones 

reflecting differences in molecular composition and to establish robust classifications.  
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II. 1 Impact de lôeffet ñrond de caf®ò sur lô®tude 

du sérum par spectroscopie vibrationnelle 

II.1.1 Résumé 

Les études des biofluides par spectroscopie vibrationnelle ont augmenté au cours de 

ces dernières années car les biopsies liquides sont de plus en plus analysées dans le but 

de découvrir des informations moléculaires spécifiques liées à des maladies ciblées. 

Ce type dô®chantillons cliniques est peu invasif pour le patient, facilement collect® et 

accessible pour des recherches à visée biomédicale. De plus, les biofluides 

représentent un milieu idéal pour des analyses spectroscopiques car la préparation des 

échantillons ne nécessite pas de procédures lourdes, contrairement à celle de coupes 

tissulaires ou pour lôanalyse de cellules. Lôeau ayant une contribution importante en 

spectroscopie infrarouge, lôapproche la plus commune pour lôanalyse de biofluides est 

de laisser sécher les échantillons avant lôanalyse. Cependant, le séchage de gouttes de 

biofluides est un phénomène complexe qui résulte en un dépôt inhomogène 

caract®ristique, appel® effet óôrond de caf®ôô. Lôobjectif de cette ®tude est dô®valuer 

lôinfluence de cet effet sur les donn®es collect®es par spectroscopies infrarouge ¨ 

transformée de Fourier (IRTF) et Raman pour lôanalyse dô®chantillons de sérums. 

Les analyses ont porté sur un mélange commercialisé de sérums humains et sur un 

modèle simple constitué par une seule prot®ine, lôalbumine s®rique bovine (ASB) ®tant 

donn® que lôalbumine s®rique humaine (ASH) est une protéine prédominante du 

sérum. Les influences de la dilution du s®rum et du volume de lô®chantillon d®pos® sur 

lôeffet óôrond de caf®ôô ont été étudiées par microimagerie spectrale, et ¨ lôaide de la 

source Synchrotron (Diamond Light Source, Didcot, Royaume-Uni) ainsi que par 

microspectroscopie Raman. Les données acquises ont été analysées par la technique 

de classification K-means et par Analyse en Composante Principale (ACP). 
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II. 1.2 Conclusions 

Cette étude montre que les spectres collectés en mode point dans différentes zones 

dôune goutte de s®rum s®ch® sont affect®s par les variations dô®paisseur de 

lô®chantillon, cela questionnant la reproductibilit® des acquisitions spectrales. De plus 

les analyses par microspectroscopie IRTF ont montré que les bandes spectrales 

associ®es aux prot®ines sont satur®es dans la zone de lôanneau, rendant lôinterpr®tation 

de potentiels changements mol®culaires en p®riph®rie dôune goutte hasardeuse. 

Cependant, des spectres collectés à partir de dépôts automatisés de quelques nanolitres 

semblent moins affect®s par lôeffet óôrond de caf®ôô et apparaissent donc comme une 

alternative intéressante.  
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II. 2 Chapter overview 

Biofluid vibrational spectroscopy studies have increased over the past few years 

as liquid biopsies are more and more investigated to search for disease-specific 

molecular information. They are minimally invasive for the patient, less subject 

to sampling bias, easily collectable and accessible for biomedical research 

purposes. Moreover, they represent an ideal medium for spectroscopic analysis 

as no heavy sample preparation is required unlike tissue sections or cell analysis. 

However, biofluid dried drop deposition is affected by the naturally occurring 

ñcoffee ringò effect, a phenomenon still widely investigated, that leaves a 

heterogeneous pattern after the liquid evaporation. The aim of this study is to 

evaluate the impact of the ñcoffee ringò effect on spectral data collected from 

serum dried drops. Some factors that can influence this phenomenon, such as 

the dilution and the volume of sample deposited, have also been considered.   

Fourier Transform Infrared (FTIR) and Raman microspectroscopy techniques 

have been compared in order to determine the most suitable methodology approach 

for serum analysis with an overall clinical application purpose. 

 

II. 3 Introduction  

Water has an important spectral contribution in FTIR spectra, and as a result a 

common approach for analysing liquids is to dry the samples. However, the 

drying process of a liquid is a complex phenomenon depending on several 

parameters such as temperature, relative humidity, wetting properties of the 

substrate, and surface roughness1ï5. The evaporation and surface tension 

gradient occurring during the drying process of a drop trigger two opposite 

flows, the capillary flow that induces the migration of the molecules towards the 

edge of the drop and the Marangoni flow that redistributes the particles towards 

the centre of the drop6ï8. Commonly, the combination of both flows causes the 

formation of a ring at the periphery of a dried drop, also known as the ñcoffee 
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ringò effect9. This pattern deposition is affected by the composition of the liquid, 

size and form of solid particles as well as their concentration10ï12.  

In biofluids such as serum and plasma, due to their complex composition, it is 

even more complicated to predict the behaviour of their constituents during the 

drying process. Plasma hosts more than 10,000 different proteins with the 

capacity to interact with a vast range of ligands13,14. The deposit is also 

influenced by the different adsorption capacities of proteins to a surface. 

Usually, low molecular weight proteins initially bound to a surface are replaced 

by larger proteins with a higher affinity for the substrate surface (Vroman 

effect)15ï17. However, the resulting inhomogeneous pattern of a dried serum 

drop reflects the sample composition. Therefore, a potential biomedical 

application has raised interest in understanding the formation of crystals in the 

centre of drops due to the natural presence of salts in serum or cracks occurring 

during the gel-solid state of the drying process18ï21. Despite the fact that many 

studies have been focusing on the physical mechanisms responsible for the 

uneven drying or the morphology properties of the resulting inhomogeneous 

pattern, little is known on the pattern composition itself. In the present study, we 

propose to investigate the ñcoffee ringò effect by vibrational 

spectroscopy/imaging, a label-free technique and an ideal approach to determine 

potential molecular changes in dried serum drops and on a Bovine Serum 

Albumin (BSA) solution model. 

 

II. 4 Material and methods  

II. 4.1 Study model 

Experiments were performed using normal human mixed pooled serum 

(TCSBiosciences, UK). Dilution tests were realised with normal saline (NaCl 

0.9%, Miniversol, Aguettant, France). Drops of 0.5 µL were hand spotted while 

0.5 nL drops were obtained by a Piezoelectric dispensing system (Nordson EFD, 

PICO LV-100) onto a calcium fluoride (CaF2) window (Crystran Limited, UK) 
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and analysed by FTIR imaging. Synchrotron based measurements of 0.5 nL 

drops were acquired on MirrIR low-e reflective substrates (Kevley 

Technologies, USA). 

Liquid Raman spectroscopy tests were conducted by depositing 10, 20 or 30 µL of 

undiluted pooled serum per well (7 mm diameter) of an aluminium plate or 130 µL in 

a quartz cuvette. Drops of pooled serum (0.5 µL) dried onto a CaF2 window were also 

analysed by Raman microspectroscopy.  

BSA used as a simple model (Sigma-Aldrich) was solubilised with distilled 

water (B. Braun Melsungen AG, Germany), and prepared at concentrations of 5 

mg/mL or 100 mg/mL for FTIR and Raman spectroscopy analysis respectively. 

II. 4.2 FTIR imaging 

Spectral images of 0.5 µL and 0.5 nL dried serum drops were acquired in the 

transmission mode with a PerkinElmer Spectrum Spotlight 400 imaging system 

(Courtaboeuf, France) at a spatial resolution of 6.25 µm/pixel, a spectral 

resolution of 4 cm-1, and 4 co-added scans over the spectral range of 4000-750 

cm-1 (Spectrum-Image software, version 1.6, PerkinElmer). 

II. 4.3 Synchrotron FTIR microspectroscopy 

Spectral maps were collected at the Diamond Light Source MIRIAM B22 

beamline (Didcot, UK) with the Hyperion 3000 FTIR spectrometer (Bruker 

Optics GmbH, Ettlingen, Germany). Spectral acquisitions were performed in the 

reflectance mode (OPUS software version 7.0, Bruker Optics GmbH) using a 36x 

objective, 10 µmx10 µm aperture, 8 µm step, over the 4000-600 cm-1 range with a 

spectral resolution of 4 cm-1 and 32 co-added scans. 

II. 4.4 Raman microspectroscopy 

Five single point-mode spectra from the periphery and the centre of 4 serum dried 

drops were collected with the LabRAM ARAMIS Raman microspectrometer and the 

software LabSpec 5 (Horiba Jobin Yvon, Villeneuve dôAscq, France). Spectra were 
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acquired over the spectral range 600-1800 cm-1 with a laser excitation at 785 nm, 600 

lines/mm grating, a confocal hole of 1000 µm and a 100x microscope objective 

(Olympus). Spectral acquisition time was 30 seconds and 2 accumulations were co-

added. 

II. 4.5 Data analysis 

All spectral images of serum drops were subjected to an atmospheric correction for 

water vapour and CO2 using the Spectrum-Image software V1.6 (PerkinElmer, Les 

Ulis, France). Spectra with a too low signal to noise ratio were discarded using an 

Extended Multiplicative Signal Correction (EMSC) method. All remaining spectra 

were rubberband baseline corrected and vector normalised. Corrected spectral images 

were subjected to a K-means clustering analysis using 5 classes. The white pixels in 

the K-means cluster images correspond to the spectra eliminated before the pre-

processing.  

Synchrotron FTIR serum spectra or spectra extracted from BSA FTIR images, 

were cut in the spectral range 4000-900 cm-1, rubberband baseline corrected, 

vector normalised and analysed by Principal Component Analysis (PCA).  

Raman spectra pre-processing was performed with the Matlab software (The 

MathWorks, Inc., USA). The procedure was as follows. First, sample spectra were 

corrected for the instrument response using optics and dark current spectra. Frequency 

calibration was done using standard spectra from a silicon wafer and from a neon lamp.  

Intensity calibration was performed using a 785 nm NIST standard (Gaithersburg, MD, 

USA). Finally, spectra were smoothed with a Savitzky-Golay function (polynomial 

order 2), baseline corrected using a 5th order polynomial function, and vector 

normalised before performing a PCA. 
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II. 5 Results 

II. 5.1 Assessing the ñcoffee ringò effect by FTIR 

microspectroscopy /imaging 

II. 5.1.1 FTIR microimaging  

Serum drops after drying show an inhomogeneous surface with the presence of 

a ring at the periphery of the drop and cracks as well as fern-pattern crystals in 

the centre (Figure 2.1, white light images). IR imaging demonstrates that a 

higher absorbance is measured in the ring compared to the centre (Figure 2.1, 

spectral images). K-means clustering was used to assess the possible spectral 

molecular changes in the different physical structures exhibited after the drying 

of the serum drop with or without dilution. It can be seen on the pure 0.5 µL 

serum drop, that most of the spectra from the ring were discarded because of a 

too high absorbance (Figure 2.1a, K-means clustering image). The edge of the 

drops are represented by the class 4 (orange). It can be observed that the amide 

I band is shifted (1642 cm-1) in the corresponding centroid spectrum (Figure 2.2) 

compared to the amide I band (1653 cm-1) of class 2 and 5, probably resulting 

from a spectral artefact due to the shape of the drop edge. The ring structure is 

characterised by the classes 1 and 3 in blue and green respectively (Figure 2.1a-

d, K-means clustering images) however the centroid spectra (Figure 2.2) 

corresponding to these 2 classes are exhibiting abnormal flat amide I and II 

bands, indicating that the spectra are saturating in the ring region even after a 4-

fold dilution. The centre of the drops is represented by the classes 2 (light blue) 

and 5 (pink). The class 2 is associated with the crystal features and is more 

important in the 4-fold diluted (41.3%) than in the 3-fold diluted (11.2%) serum 

drop (Figure 2.1d, K-means clustering image) as expected from the dilution of 

serum with normal saline.  
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Figure 2.1 Assessing the ôôcoffee ringôô effect by IR spectral imaging and K-means 

clustering. White light images (1st column), total absorbance spectral images (2nd 

column) and K-means cluster images (3rd column) of pure, 1/2, 1/3, 1/4 diluted 0.5 µL 

serum drops respectively (a-d). Color bars represent the 5 classes of the K-mean 

clustering and their associated percentages. Arrows indicate edges of the drop. 
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Spectral differences are visible all over the ñfingerprint regionò between the centroid 

spectra of the 2 centre classes, especially in the carbohydrates region (~1000 cm-1) and 

lipids at 1730 cm-1, suggesting molecular changes due to a different distribution of the 

serum components towards the drops, some constituents being segregated during the 

crystal formation or the spectral differences can be artefacts from a difference in 

thicknesses of the deposit. These results suggest that the single point measurement 

mode is not appropriate in order to ensure spectral quality and reproducibility due to a 

high variability of the sample physical properties.  

In comparison, it can be seen in Figure 2.3 from the spectral image of a 0.5 nL serum 

drop, a thousand times smaller volume that the ñcoffee ringò effect still occurs. 

However, none of the spectra is affected by saturation even though the serum sample 

was not diluted. The surface of the drop appears more homogeneous (Figure 2.3, white 

light image) despite some striations resulting from the automated sampling. Spectral 

reproducibility is increased; 84% of the spectra belonging to class 5 despite the fact 

that 16% of the spectra remain affected by an edge effect. 

 

Figure 2.2 Centroids of the K-means clustering results in 5 classes of Figures 2.1 and 2.3.
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A less complex model, a solution of BSA, has been studied to understand the origins 

of these spectral variations. Human Serum Albumin (HSA) is the most abundant 

protein in the serum, accounting for about 50% of the total proteins22 and BSA is 

commonly used as a surrogate for HSA. A spectral image of a BSA drop at 5 mg/mL 

was acquired (Figure 2.4a). Spectra extracted from 7 zones of the drop exhibiting 

different levels of absorbance can be well separated by PCA (Figure 2.4b). This 

suggests that the difference in sample thicknesses is responsible for the spectral 

variations observed. It should be noted that at a BSA concentration higher than 5 

mg/mL, the amide bands were saturated in spectra from the ring (data not shown). The 

level of proteins in serum is known to be between 60 to 80 mg/mL22, as such serum 

samples should be diluted 16 fold to avoid spectral saturation from proteins in the ring 

formation. As a result, it would make impossible the analysis of other serum 

constituents of interest originally present at low concentrations.  

Figure 2.3 Assessing the ôôcoffee ringôô effect by IR spectral imaging and K-means 

clustering. White light image (left), total absorbance spectral image (middle) and K-

means cluster image (right) of a pure 0.5 nL serum drop. Color bars represent the 5 

classes of the K-mean clustering and their associated percentage.  
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II. 5.1.2 Synchrotron FTIR microspectroscopy 

A map of a 0.5 nL dry drop acquired in the reflectance mode confirms that the óôcoffee 

ringôô effect is clearly visible (Figure 2.5a). Moreover, spectra collected at the 

periphery and at the centre can be distinguished by PCA (Figure 2.5b). The PC1 

loading responsible for the separation of the spectral data (Figure 2.6a) shows 

differences in the amide I/II bands and in the high wavenumber region. It can also be 

observed on the mean spectra of the 2 groups a shift in the amide I band; 1649 cm-1 

and 1645 cm-1 for spectra from the periphery and the centre of the drop respectively 

(Figure 2.6b). A baseline distortion was also observed in the raw spectra acquired in 

the centre of the drop (data not shown), suggesting that the spectral differences are due 

to the sample thickness variations or scattering effects.    

Figure 2.4 (a) Spectral image of total absorbance of a BSA drop section at a 

concentration of 5 mg/mL. Numbers represent different zones of interest. Zones 1 and 

2 correspond to the centre, and 3 to 7 to the ring of the drop. Zone 8 is the CaF2 

substrate. The white scale bar represents 100 µm. (b) PCA plot of IR spectra from 

the different regions (1 to 7) of the BSA drop (a).  
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Figure 2.5 (a) Spectral map total absorbance of a 0.5 nL drop acquired by 

Synchrotron FTIR microspectroscopy. (b) PCA plot of IR spectra from the periphery 

(blue) and centre (red) of a nL serum drop. 

Figure 2.6 (a) PC 1 loading from the PCA Figure 2.5b. (b) Mean pre-processed IR 

spectra from periphery (blue) and centre (red) of a nL pooled serum drop. 
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II. 5.2 Assessing the ñcoffee ringò effect by Raman 

spectroscopy 

To consider the heterogeneity of dried serum drops by Raman 

microspectroscopy, 5 spectra were respectively acquired from the centre and 

from the periphery of the 4 drops. Then, a PCA was performed (Figure 2.7) and 

it can be seen that spectra of the 2 zones are distinguishable. The PC3 loading 

responsible for the separation of the spectral data (Figure 2.8a) shows 

differences all over the spectral range covered for the analysis as also seen on 

the mean spectra of the 2 groups (Figure 2.8b) and especially the amide I band 

(1670 cm-1), CH2 (1415 cm-1), phenylalanine (1004 cm-1), C-C stretch (854 cm-1) 

peaks. Again, the spectral differences observed could be associated to molecular 

changes due to an inhomogeneous distribution of the serum components or to 

artefact factors coming from differences of thickness of the sample.  

 

As previously, spectra were acquired in the centre or in the ring formation of BSA 

drops (Figure 2.9a). Again, spectra from the 2 zones were distinguishable by PCA 

(Figure 2.9b). This observation confirms that the spectral variations observed are 

artefacts due to the difference of thickness of the samples.  

Figure 2.7 PCA plot of Raman spectra collected in the periphery (blue) and centre 

(red) of pooled serum drops (0.5 µL).
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Figure 2.8 (a) PC 3 loading from the PCA Figure 2.7. (b) Mean pre-processed Raman 

spectra collected in the periphery (blue) and centre (red) of pooled serum drops (0.5 µL).

Figure 2.9 (a) White light image of a BSA drop section at a concentration of 100 

mg/mL. (b) PCA plot of Raman spectra from the ring (blue dots) and the centre (red 

dots) of BSA drops. 

Ring Centre 
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II. 5.3 Liquid serum Raman microspectroscopy 

The drying of serum drops resulting in an inhomogeneous surface to analyse, leads to 

the question whether acquisitions can be performed directly on liquid samples. Raman 

spectroscopy appears as the suitable technique in this situation as water is a weak 

scatterer. This approach has been considered and different volumes (10, 20, 30 µL) 

pipetted into wells of an aluminium plate (96 wells) were tested. The 2 lower volumes 

were discarded as the samples were drying very quickly under the heating of the laser 

during the acquisition. Spectra obtained at the surface of 30 µL drops (maximal 

capacity of a well) were of poor quality. The amide I band and phenylalanine peak 

were hardly discernable (Figure 2.10). This result can be explained by the fact that the 

liquid was evaporating during the acquisition, resulting in the loss of laser focus. Then, 

acquisitions were performed at 2 µm under the surface of the drop, increasing the 

signal obtained but the signal to noise ratio was considered too low to exploit the data 

(Figure 2.10).  

 

Another option was assessed, 130 µL in a quartz cuvette were analysed at different 

depths without obtaining a satisfying spectral signal (Figure 2.11), probably because 

of a too thick cuvette walls and therefore a too important loss of laser energy going 

through the sample. Other parameters of acquisition could have been considered in 

order to improve the spectral signal at the expense of the spectral time of acquisition, 

Figure 2.10 Liquid serum Raman spectroscopy. Raw spectra collected from 30 µL 

pipetted in a well of an aluminium plate, on the surface of the liquid serum (blue) and 

2 µm under the surface (red). 
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which was initially about 2 min per spectrum. However, it would not be efficient in 

terms of a clinical application. 

 

II. 6 Conclusions 

This study shows that spectra collected in different parts of a dried serum drop 

were affected by the thickness variations of the samples both in IR and Raman 

microspectroscopies, thus questioning spectral reproducibility. Moreover, the 

IR spectroscopic analysis has shown that protein bands are saturated in the ring 

formation, making any conclusion hazardous regarding potential molecular 

changes in periphery of serum drops. The predominant presence of high 

molecular weight proteins could mask other entities of diagnostic interest. 

Therefore, ultra-filtration to remove high molecular weight protein like HSA is 

a promising approach23ï26. In this particular case, the concentration of the 

remaining low molecular weight constituents by the naturally occurring ñcoffee 

ringò effect could be an advantage as seen in a Raman spectroscopic study of 

tears, a biofluid 7 times less concentrated in proteins than serum27. Automated 

deposits of small serum amounts (nL) could be also a promising alternative, as 

it appears to diminish the impact of the ñcoffee ringò effect on spectra collection. 

The benefits of analysing thin films composed of nanoliter droplets in term of 

spectral reproducibility28 has been reported. In order to meet clinical 

Figure 2.11 Liquid serum Raman spectroscopy. Raw spectra collected from 130 µL 

in a quartz cuvette at different depths 0.8 (green), 1 (red) or 2 mm (blue). 
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expectations, High-throughput FTIR macrospectroscopy designed to obtain 

spectra from a multi-well silicon plate appears more appropriate for biofluid 

analysis, even if serum and plasma samples have to be diluted to avoid 

saturation29,30. Although Attenuated Total Reflection (ATR)-FTIR spectroscopy 

is not an automated technique, it allows to collect spectra in the same manner 

through a single reflection crystal, assuring spectral reproducibility and without 

sample dilution26. ATR-FTIR spectroscopy could also be used on liquid samples 

as well as Raman spectroscopy but as the drying process is a really dynamic 

phenomenon, spectra collection of a representative composition sampling on a 

wet drop is still questionable.  
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Chapter III. Investigating optimum sample 

preparation for infrared spectroscopic 

serum diagnostics 
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III. 1 Recherche de la préparation dô®chantillons 

optimale pour un diagnostic sérologique par 

spectroscopie infrarouge 

III.1.1 Résumé 

Les biofluides, tels que le sérum et le plasma, représentent un milieu idéal pour le 

diagnostic de maladies de par leur implication dans les fonctions physiologiques 

fondamentales chez lôHomme et leur facilit® de collecte. La possibilit® dôobtenir un 

diagnostic rapide avec une sensibilité et spécificité élevées est essentielle pour 

exploiter les avancées dans le développement de nouveaux traitements. De plus, la 

possibilit® dôidentifier rapidement une maladie sans ®quipement m®dicale imposant 

(IRM), permettrait le suivi rapproch® dôun patient, r®duisant ainsi la mortalité. De par 

ces raisons, la spectroscopie vibrationnelle appliqu®e aux biofluides a fait lôobjet de 

nombreuses ®tudes pour ®valuer son potentiel en tant quôoutil diagnostic et a montr® 

des résultats prometteurs. Cependant, la préparation optimale des échantillons et la 

méthodologie la plus appropriée sont encore mal connues. Cette ®tude sôint®resse par 

conséquent à la répétabilité et reproductibilité des données spectrales acquises avec 

deux modes différents de spectroscopie infrarouge (IR), la réflectance totale atténuée 

(RTA) et la transmission, appliqu®s ¨ lôanalyse du s®rum.  

Dans un premier temps, les analyses ont ®t® r®alis®es ¨ partir dôun mélange 

commercialisé de sérums humains. Différents facteurs de dilutions (1/2, 1/3, 1/4, 1/5) 

ont été testés pour évaluer leur influence sur le d®p¹t final dôune goutte de s®rum s®ch® 

et sur les acquisitions spectrales associées par microimagerie et macrospectroscopie 

IR à haut débit. Dans un second temps, des échantillons de sérum de patients (n=70) 

collectés avant et après un acte chirurgical ont été analysés par spectroscopie IR en 

mode RTA et transmission. 
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III. 1.2 Conclusions 

Lôanalyse des spectres acquis sur des gouttes séchées de sérum par spectroscopie RTA 

et macrospectroscopie à haut débit a montré une bonne reproductibilité des données 

obtenues avec les deux approches. Dans le cas de la macrospectroscopie à haut débit 

réalisée en transmission, un facteur de dilution du sérum au tiers a été déterminé 

comme étant le plus approprié puisque des facteurs de dilutions inférieurs ne sont pas 

suffisants pour éviter la saturation des bandes spectrales associées aux protéines. A 

lôinverse des facteurs de dilution sup®rieurs pourraient diminuer de mani¯re trop 

importante la contribution des molécules au faible poids moléculaire et présentes 

naturellement en faibles quantités dans le sérum. Ensuite, les deux approches 

comparées et associées à une analyse multivariée ont montré des capacités 

équivalentes dans la discrimination dô®chantillons de patients collect®s avant et apr¯s 

chirurgie. Cette réponse IR basale ne permet pas de distinguer complètement les 

échantillons mais est importante à prendre en compte car celle-ci reflète 

potentiellement lôinflammation due ¨ lôacte de chirurgie et non ¨ la maladie dôint®r°t 

ciblée. Comparée à la macrospectroscopie à haut débit, la spectroscopie RTA ne 

nécessite pas de diluer les échantillons de sérum et des modèles de machines portables 

sont désormais commercialisés permettant une approche de diagnostic personnalisé. 

Cependant, la macrospectroscopie permet dôanalyser un ®chantillon sur la surface 

totale dôun puits (3 mm de diam¯tre) limitant ainsi lôinfluence de lôeffet óôrond de 

caf®ôô et ®galement de r®aliser une analyse automatis®e qui est un critère important 

pour la transposition de la technique en milieu clinique.  
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III. 2 Chapter overview 

It has been shown in the previous chapter that spectra collected from serum 

samples by microspectroscopy techniques were not reproducible due to 

thickness variations of a dried serum drop caused by the ñcoffee ringò effect. 

Thus, macroanalysis such as High-Throughput Fourier Transform Infrared (HT-

FTIR) and Attenuated Total Reflection (ATR)-FTIR spectroscopies appear 

more appropriate for biofluid analysis. This study examines the repeatability and 

reproducibility of these two sampling modes and their associated serum sample 

preparation with spectral standard deviation of 0.0015 (post pre-processing) 

achievable for both sampling modes proving the collection of robust spectra. In 

addition, this study investigates the optimum serum sample dilution factor for 

use in high throughput transmission mode analysis with a 3-fold dilution proving 

optimum. This study exposes as well, the use of ATR and transmission mode 

spectroscopy to illuminate similar discriminatory differences in a patient study. 

This fundamental research provides proof of robust spectral collection that will 

be required to enable clinical translation of serum spectroscopic diagnostics. 

 

III. 3 Introduction  

Rapid detection of diseases enables the early administration of a therapeutic 

strategy when the treatment is most effective, thus saving health expenditure and 

lives. For this purpose Fourier Transform Infrared (FTIR) spectroscopy is a 

suitable technique as it is non-destructive, label-free, rapid, cost-effective, easy 

to operate and requires simple sample preparation. Moreover, the use of serum 

spectroscopy for diagnostics has the advantage for patients to be relatively non-

invasive compared to current diagnostic methodologies such as biopsies. 

Over the past few years many studies have shown the successful use of 

vibrational spectroscopy for the analysis of biological samples1,2. Recent studies 

have investigated the potential of vibrational spectroscopy as a diagnostic tool 

for the analysis of biofluids. A pilot study on saliva using FTIR spectroscopy 
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associated with linear discriminant analysis (LDA), has reported the correct 

classification of diabetic patients from healthy control (overall accuracy of 

100% on the training set and 88.2% on the validation test)3. The potential of 

human tears for the diagnosis of ocular diseases has been evaluated in 

preliminary studies, Travo et al. have shown significant discrimination 

(p<0.0001) of healthy people from patients with keratoconus (degenerative 

disorder affecting the cornea) and also between patients at an early or advanced 

stage of disease by high throughput (HT)-FTIR and principal component 

analysis (PCA)4-6. A study on synovial fluid by Raman spectroscopy and k-

means analysis, has shown the discrimination of patients with osteoarthritis of 

low or high severity (74% sensitivity and 71% selectivity)7. Bile patient samples 

with malignant biliary strictures were differentiated from samples of patients 

with benign biliary diseases (sensitivity between 82% and 95%, specificity 

between 85% and 100%) by HT-FTIR spectroscopy in association with support 

vector machine (SVM) classification and leave-one-out cross validation 

(LOOVC)8. A Raman analysis combined with PCA and quadratic discriminant 

analysis (QDA) performed on urine has allowed the discrimination of patients 

suffering from diabetes mellitus and hypertension with low, high risk of kidney 

failure or with kidney failure (under dialysis) with a 70% overall classification 

rate (89% for the control group and 81% for both high risk and renal failure 

groups)9. However, the most popular biofluids analysed by vibrational 

spectroscopy are blood-derived products such as plasma10-14 and serum15-18. 

Proof-of-principle studies have shown the ability of FTIR spectroscopy to 

identify different types of cancer from serum samples. HT-FTIR spectroscopy 

in transmission mode was used to discriminate urinary bladder cancer patients 

from patients with urinary tract infection with an accuracy between 85 and 92% 

achieved with LDA or random forest (RF) classifier19, breast cancer from 

healthy donors with 96% sensitivity and 93% specificity with cluster analysis20, 

cirrhotic patients with or without hepatocellular carcinoma with 87% sensitivity 

and 85% specificity by SVM-LOOCV21. Studies using attenuated total 

reflection (ATR)-FTIR spectroscopy, coupled with classification machine 

analysis obtained an accuracy of 95% and 82% for the discrimination of ovarian 
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and endometrial cancer22 and allowed to achieve 87.5% sensitivity and 100% 

specificity for the differentiation of glioblastoma multiforme (GBM) versus 

healthy control as well as on average of 94% sensitivity and 96.5% specificity 

for the diagnosis of low grade gliomas and GBM versus healthy control23,24. 

Vibrational spectroscopy provides information on the composition and structure 

of matter. The principle of IR spectroscopy is based on the interaction of IR light 

with matter. Molecular bonds absorb the IR radiation at the resonant frequency 

of the bond or group, exciting vibrational modes. The resultant spectrum is a 

biochemical fingerprint of the analysed sample, each absorption peak/band 

corresponds to a specific vibration or combination of vibrations of a molecular 

bond. This absorption phenomenon obeys the Beer-Lambert law, thus allowing 

to obtain both quantitative and qualitative information25. In order to realise the 

full potential of IR spectroscopy as a leading healthcare tool, some issues need 

to be understood prior to clinical translation26. One issue in particular related to 

biofluid spectroscopy is due to the strong IR activity of water. As such, the most 

common protocol for analysing liquids such as biofluids is the drying of drop 

deposits. However, it has been shown by optical and spectroscopic assessment 

that this deposition is not homogenous27-31. Thus, reproducibility and reliability 

of drop-dried spectroscopic results are still questioned. This is even more 

pronounced when using microspectroscopy. In addition, when analysing 

biofluids with IR transmission mode it is common to dilute the sample, due to 

saturation of spectral peaks, with water prior to drying. The effect upon the 

spectrum and the optimum dilution is unknown and has not been previously 

investigated. In order to take full advantage of the potential of biofluid 

spectroscopy to provide a rapid and responsive diagnostic environment, this 

study reports the use of HT-FTIR, FTIR imaging and ATR-FTIR to investigate 

and understand the effect of sample preparation upon the IR spectrum and 

provide an optimum sample preparation for biofluid spectroscopy.  
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III. 4 Materials and methods 

III. 4.1 Serum samples 

Normal human mixed pooled serum purchased from TCS Biosciences (UK) was 

used for dilution tests. Serum samples (n=105) from 70 patients needing high 

risk surgery (e.g. liver and renal surgery, lung resection, large bowel resection, 

gastrectomy, Whippleôs procedure) were provided by the Defence Science & 

Technology Laboratory (Dstl) Porton Down. The study has been approved by 

Southampton & South West Hampshire Research Ethics Committee (A), 1st 

Floor, Regents Park Surgery, Shirley, Southampton, Hants, SO16 4RJ 

(reference number 06/Q1702/152). A consent form was signed by all patients 

recruited into the study at the medical care centres  involved (Liverpool Royal 

and University Hospital, University College Hospital, London, Bristol Royal 

Infirmary, Guyôs & St Thomasô Hospital, London, Birmingham Queen 

Elizabeth Hospital and University Hospital, Frankfurt). Clotted blood samples 

(4mL) were centrifuged and the extracted serum samples were stored at -80°C 

until needed for analysis. The sera collected include 35 pre-operative samples, 

35 post-operative samples from the same patients the day following surgery and 

35 additional pre-operative samples from different patients. The study included 

35 males and 32 females (the gender of 3 patients from records were not 

provided) between 21 and 79 years old with an average age of 60 years. 

 

III. 4.2 Sample preparation for HT -FTIR and FTIR 

imaging 

Four dilutions (1/2, 1/3, 1/4, 1/5) were performed on normal pooled serum with 

physiological water (NaCl 0.9%, B. Braun). Five microliters per replicate and 

10 replicates per sample including diluted, non-diluted normal serum and 

physiological water as control, were pipetted onto each well of a silicon plate 

(384 wells). Drops were dried at room temperature before the spectral data 

acquisition. Serum samples from patients were 3-fold diluted and 8 replicates 

were prepared using the same protocol. 
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III. 4.3 Infrared spectroscopy and imaging 

Spectra of diluted, non-diluted pooled serum, physiological water (30 spectra 

per condition, 180 spectra in total) and patient serum samples (840 spectra in 

total) were collected with a high-throughput screening HTS-XT extension 

coupled to a Tensor 27 spectrometer (both from Bruker Optics GmbH, Ettlingen, 

Germany). Spectral acquisition was performed in the transmission mode, 

controlled via OPUS v6.5 software (Bruker Optics GmbH, Ettlingen, Germany) 

and collected at a spectral resolution of 4 cm-1, co-adding 32 scans over the 

spectral range of 4000-400 cm-1. A background spectrum was acquired before 

each sample measurement and automatically removed from sample spectra. One 

spectrum is obtained over the whole surface of a well (~4 mm diameter) of the 

384 well silicon plate used in the HTS-XT extension. 

To study the drop heterogeneity, spectral images of the diluted serum drops were 

acquired with a PerkinElmer Spectrum Spotlight 400 imaging system 

(Courtaboeuf, France). Three spectral images were performed on non-diluted, 

diluted pooled serum and physiological water (18 spectral images in total) at a 

spatial resolution of 25 µm/pixel, a spectral resolution of 4 cm-1, 8 co-added 

scans, and covering the spectral range of 4000-750 cm-1 (Spectrum-Image 

software, version 1.6, PerkinElmer). 

Patient serum sample spectra were also collected using a Cary 600 series FTIR 

spectrometer from Agilent technologies, USA, equipped with a Pike Miracle 

ATR Accessory. After thawing, 1 µL of each sample was pipetted onto a 

germanium (Ge) crystal and dried for 8 minutes at room temperature. Three 

spectra were collected per biological replicate and 3 replicates performed for 

each sample (9 spectra per patient sample and 945 spectra for all samples in 

total). Spectra were acquired at a resolution of 4 cm-1, over the spectral range of 

4000-400 cm-1 and averaged over 32 co-added scans (Agilent software, Agilent 

technologies, USA). A background absorption spectrum of the crystal was 

measured for atmospheric correction before each replicate sample analysis and 

removed automatically from every sample spectrum. One average spectrum is 

obtained over the whole surface of the ATR crystal in contact with a sample. 
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The crystal was washed between each replicate analysis. Experimental 

processes are detailed in the experimental schematic shown in Figure 3.1.  

 

 

III. 4.4 Pre-processing and data analysis 

A quality test as previously described21 was performed on raw spectra to control 

absorbance intensity, signal-to-noise ratio and water vapour content (OPUS v6.5 

software, Bruker Optics GmbH, Ettlingen, Germany). Spectra with a maximum 

absorbance higher than 1.8 or lower than 0.35 in arbitrary units (a.u.) were 

rejected. Signal-to-noise ratio was calculated taking the maximum absorbance 

of the amide I band between 1700 and 1600 cm-1 (S1) and between 1260 and 

1170 cm-1 (S2) respectively divided by the noise intensity evaluated between 

2100-2000 cm-1 (N). Spectra were rejected when S1/N was less than 50 and S2/N 

was less than 10. Water vapour content (W) was evaluated between 1847-1837 

Figure 3.1 Schematic methodology representation. (a) Dilution test study performed 

on human pooled serum by high throughput-Fourier transform infrared (HT-FTIR) 

spectroscopy and FTIR imaging. (b) HT-FTIR and total attenuated reflection (ATR)-

FTIR spectroscopy comparison study performed on pre- (n=70) and post- (n=35) 

surgery patient serum samples. Ge: germanium. 
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cm-1. Spectra were rejected when S1/W was less than 20 and S2/W was less than 

4. 

Following the quality test, data reproducibility was assessed on both raw and 

pre-processed spectra of diluted normal pooled serum via a variance study which 

consists in calculating the mean spectrum and the standard deviation (STD) for 

each sample dilution condition (Table 3.1). Pre-processing of HT-FTIR serum 

dilution test spectra was performed with OPUS v6.5 software (Bruker Optics 

GmbH, Ettlingen, Germany). Spectra were cut to the spectral range of 4000-900 

cm-1, baseline corrected and vector normalised. 

Spectral images of serum drops were first subjected to an atmospheric correction 

for water vapour and CO2 by the built-in Spectrum-Image software V1.6 

(PerkinElmer, France) of the Spotlight 400 imaging system. Spectral images 

were then reconstructed, based on a specific chosen single wavenumber in order 

to study the wavenumber-related component distribution within drops 

(Spectrum-Image V1.6). 

HT-FTIR and ATR-FTIR patient data pre-processing and multivariate analysis 

were realised with Matlab software version 7.11.0 (The Math Works, Inc., 

USA). All spectra were cut to the spectral range of 1800-900 cm-1 (fingerprint 

region). A principal component based noise reduction using the first 30 principal 

components (PCs) of the data was performed on the spectra to improve the 

signal-to-noise ratio. All spectra were then base-line corrected and vector 

normalised. Principal Component-Discriminant Function Analysis (PC-DFA) 

was performed on pre-processed data over the spectral region of 1200-950 cm-1. 

 

III. 5 Results and discussion 

III. 5.1 Serum dilution effect 

Four dilutions (2-fold, 3-fold, 4-fold and 5-fold) of serum samples were 

prepared with physiological water in order to determine the most appropriate 
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dilution for spectral acquisition with HT-FTIR spectroscopy as resulting spectra 

of non-diluted serum samples were saturated (Figure 3.2) at the protein amide I 

and amide II bands (1700-1500 cm-1) and H-O-H stretching band at 3280 cm-1. 

In the 2-fold dilution sample group, 60% of the raw spectra failed the quality 

test, mainly due to a high maximum absorbance (> 1.8 a.u.) observed in the 

amide I band. On the contrary with a 5-fold dilution, 10% of the spectra were 

rejected because of a too low maximum absorbance (<0.35 a.u.) of the amide I 

band. With the 3- and 4- fold dilution, all spectra passed the quality test with a 

maximum absorbance of 1.6 and 0.9 respectively.  

  

Figure 3.2 HT-FTIR raw spectra of non-diluted human pooled serum 

(blue), diluted samples (2-fold: green; 3-fold: red; 4-fold: cyan; 5-

fold: black) and physiological water as negative control (pink). 

Figure 3.2 HT-FTIR raw spectra of non-diluted human pooled serum 

(blue), diluted samples (2-fold: green; 3-fold: red; 4-fold: cyan; 5-

fold: black) and physiological water as negative control (pink). 
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A variance study on both raw spectra and pre-processed spectra was carried out on the 

spectra that passed the quality test. Standard deviations (STD) of spectra from each 

dilution (raw and pre-processed) are reported in Table 3.1. Pre-processed spectra 

presented a lowest average STD compared to their corresponding raw data (Figure 

3.3). The pre-processing has improved the reproducibility of the spectra. The 2-fold 

diluted pre-processed spectra showed the lowest average STD due to the low number 

of remaining spectra after the quality test (40%). The 5-fold diluted pre-processed 

spectra presented the highest average STD (0.0022). The STD results of the 3 and 4 

fold dilution are similar with both providing low average STD after pre-processing 

(0.0012 and 0.0013 respectively). Globally, the results show a good reproducibility of 

the spectra, similar to the reproducibility of human pooled serum spectra reported by 

Hands et al. via ATR-FTIR spectroscopy (average STD of 0.0137 and 0.0015 for raw 

and pre-processed spectra respectively)24. 

 

Combining the quality test and the variance study results, the 3-fold dilution was 

determined as the most suitable dilution for a serum HT-FTIR analysis with a good 

reproducibility and absorbance intensity. The 3-fold dilution was chosen as a higher 

dilution (e.g. 4-fold) will induce the risk of a low spectral response, especially for the 

analysis of molecules present at a low concentration within the serum. No molecular 

changes were visible on collected spectra, assuming that there was no effect of the 

dilution with water on the composition of the serum. Similar observations have been 

reported in a study by Raman spectroscopy on plasma dilution tests. They concluded 

that the plasma dilution did not affect the chemical composition and molecular 

structure of proteins within dried drops30. 

Table 3.1 Quality test and variance study results performed on HT-FTIR spectra 

of normal pooled serum with different dilutions. 
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Figure 3.3 Variance study performed on HT-FTIR raw (a; b; c; d) and pre-processed 

(e; f; g; h) mean spectra (black) of diluted human pooled serum. Standard deviation is 

represented in grey. 
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Spectral images were acquired to better understand the distribution of serum 

molecular components within dried drops as physical differences were observed 

between non-diluted (presence of cracks) and diluted serum samples (hollow 

shape) suggesting a drop composition heterogeneity (Figure 3.4, white light 

images). It can be seen on the total absorbance spectral image of the droplets 

that the absorbance intensity varies within the same drop, with a highest 

absorbance intensity in the drop edge compared to the centre. This translates as 

a concentration gradient of serum components from the centre to the periphery 

of the drops, showing an uneven drying process across the serum droplets. As 

expected, a global absorbance intensity decrease was observed for diluted 

samples compared to non-diluted samples (Figure 3.4, total absorbance spectral 

images). Spectral images based on a single wavenumber reconstruction enabled 

the determination, within a drop, of the distribution of molecules associated with 

the targeted peak. It was observed (Figure 3.4, reconstructed spectral images) 

that serum components such as proteins (amide I and amide II bands around 

1647 cm-1 and 1542 cm-1), lipids (1442 cm-1) and nucleic acids (1078 cm-1) have 

a tendency to migrate towards the periphery of the drops. This phenomenon is 

referenced in the literature as the well-known coffee-ring effect32-34. This effect 

was more visible when the dilution factor increased, the ring appearing thinner 

at the dropsô edges and the centres appearing more hollowed compared to non-

diluted serum samples (Figure 3.4, white light images). The deposit and the 

resulting drop morphology has also been shown to be influenced by the substrate 

hydrophobicity but without impact on the chemical composition of samples30. 

To avoid the coffee-ring effect, a study has recommended to perform an analysis 

on a film composed of reduced-size drops (217 drops of 200 pL each per well 

of a 384 wells silicon plate) obtained by an automatic sampling and by 

controlling the drying process (vacuum drying). They obtained a higher 

reproducibility of spectral data compared to a non-automatic sampling35. 
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The presence of cracks has been observed on non-diluted sample drops and was less 

visible/absent on diluted samples (Figure 3.4, white light images). It has been reported 

that spectra acquired from sample areas containing cracks suffer from spectral 

distortions resulting in an abnormal amide I and II bands and baseline29. In this study, 

Figure 3.4 Serum dilution study by FTIR imaging of dried drops. Original spectral 

images were atmospheric corrected. Other spectral images were reconstructed on a 

single wavenumber. Abs: absorbance. 
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the dilution of the serum samples has provided visually a dried drop with greater 

homogeneity over the surface. Moreover, one averaged spectrum is acquired on the 

whole surface of a well with the HT-FTIR technique, resulting in a representative 

spectrum of the entire serum sample contrary to spectra collected in a single point 

mode as serum dried drops spectra have shown spatial but also chemical 

heterogeneity28.  

 

III. 5.2 ATR-FTIR and HT -FTIR spectroscopy 

comparison 

An analysis was carried out on pre- and post-operative serum samples from 

patients having undergone surgery for different clinical reasons. This set of 

samples (n=105) was used to compare the two techniques ATR-FTIR and HT-

FTIR spectroscopy and also to enable the profiling of a baseline IR response 

when considering only surgery. ATR-FTIR is an excellent technique for the 

analysis of serum since a sample can be directly deposited and dried on the ATR 

crystal before the spectral acquisition36. However, there are currently no multi-

well sample accessories to enable rapid automated collection of spectra. HT-

FTIR enables the rapid automated collection of spectra but there is an increased 

requirement for further sample preparation via sample dilution. As such it takes 

6 hours to collect 360 spectra from 360 samples on a multi-well plate via HT-

FTIR spectroscopy and in the same amount of time 40 spectra would have been 

able to be collected via the current ATR-FTIR approach (the addition sample 

preparation time for the HT-FTIR takes approximately 1 hour for the deposit of 

360 samples and 30 minutes for the samples drying). The sample preparation 

regarding the analysis of serum by ATR-FTIR has been reproduced from the 

methodology applied by Hands et al.24. They have determined that a serum drop 

of 1 µL is dry after 8 minutes at room temperature and that the resultant spectra 

acquired exhibited a high reproducibility. In the present study, spectra from 

human serum samples were collected from 1 µL and 5 µL (3-fold diluted serum) 

for the ATR-FTIR and HT-FTIR spectroscopy respectively. These spectra were 

reproducible and repeatable thus conserving the serum resource by using minute 
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amounts. Spectral differences are visible on the average spectra of the two pre- 

and post-operative sample groups especially between 950 and 1200 cm-1 for both 

ATR-FTIR and HT-FTIR techniques, further differences are discernable 

between 1250 and 1700 cm-1 but only with the ATR-FTIR method (Figures 3.5a 

and 3.5d). A different ratio and a peak shift is observable for the amide I and 

amide II peaks between ATR and transmission sampling modes (Figures 3.5a, 

3.5d and 3.5g). This is similar to the ratio and peak shift differences observed 

by Ollesch et al.35 on dried serum sample comparison between ATR and 

transmission due to dispersion effects. Associated with PC-DFA, both ATR-

FTIR and HT-FTIR spectroscopies show similar scores plots and ability to 

discriminate serum spectra over the range of 1200-950 cm-1 of patients prior to 

surgery and serum spectra after surgery in spite of similarities resulting in an 

overlap. Discriminant Function 1 (DF1) in both cases is responsible for the 

separation of the two spectral groups (Figures 3.5b and 3.5e) and DFs along the 

y-axis are only shown for visual purposes. Loadings on DF1 contain only the 

spectral information that is responsible for the discrimination between spectral 

groups (Figure 3.5c and 3.5f). With both techniques, the same peaks have been 

identified but have opposite directions on the loadings plots. Positive peaks in 

DF1 loadings for the ATR-FTIR spectroscopy analysis are negative in the DF1 

loadings for the HT-FTIR spectroscopy study and vice versa. Spectra from the 

two groups are also separated in an inverse way against the x-axis of the scatter 

plots between the two techniques. Proposed peaks assignments are presented in 

Table 3.2. Major peaks of the loadings on DF1 were in both cases 1040-1023 

cm-1 corresponding to glycogen and 1078 cm-1 assigned as CïO stretch 

(DNA/RNA). It can be noted that a complete separation of the two groups by 

PC-DFA was not expected since it is known that a surgical procedure triggered 

physiological and immunological reactions in order to maintain the body 

homeostasis but the stress induced by surgery and the associated body responses 

are dependent on many factors such as the kind of procedure and its relative 

injury severity, pre-existing pathologies, genetic predisposition of patients and 

the difference observed will not be as significant as diseased versus non-

diseased patient samples37-39. 
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Figure 3.5 ATR-FTIR and HT-FTIR comparison study on pre and post-surgery serum 

samples. ATR-FTIR (a) and HT-FTIR (d) pre-processed mean spectra of patient serum 

prior to surgery in red and after surgery in blue. ATR-FTIR (b) and HT-FTIR (e) PC-

DFA scatter plot, pre-processed serum spectra of patients prior to surgery are 

represented by red triangles and after surgery by blue triangles over the spectral range 

of 1200-950 cm-1 with their respective 90% confidence ellipses. ATR-FTIR (c) and HT-

FTIR (f) corresponding DF1 loading from whole patient serum. (g) HT-FTIR and ATR-

FTIR spectra (from a and d) in red and green respectively. 
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Table 3.2 HT-FTIR and ATR-FTIR PC 1 loading peaks assignments1, 23, 24, 40, 41 

 

 

III. 6 Conclusions 

HT-FTIR and ATR-FTIR techniques have both shown promising results for 

serum dried-drops analysis with a high reproducibility of the spectra collected 

on normal human pooled mixed serum samples. Moreover, both approaches 

associated with multivariate analysis have shown an equivalent capability to 

distinguish spectra of patient serum collected before and after surgical 

procedures. This basal IR response to surgery should be taken into consideration 

when performing a diagnostic study as molecular changes observed in spectra 

might be due to the surgery/inflammation itself and not to the pathology 

targeted, however this study has shown that these responses are not significant 

enough to enable full differentiation of serum samples. Compared to the HT-

FTIR technique where serum samples have to be diluted because of a saturation 

effect, with the ATR-FTIR method, samples can be directly applied onto the 

ATR crystal and can be portable. However, this implies no possible sample 

storage for further analysis as the crystal has to be cleaned after each sample 

measurement and no automation of the analysis is yet available. Regarding these 

aspects, with the HT-FTIR technique the storage of samples is in theory feasible 

but no studies have investigated the effect of the conservation over the time of 
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serum properties integrity. A 3-fold dilution was shown to be optimum based 

upon a variance study, quality test and the ability to detect low concentration 

biochemicals present compared to higher dilutions and is the recommendation 

for HT-FTIR analysis. HT-FTIR spectroscopy has the advantage to allow an 

automated analysis that is an important criterion for a transposition of IR 

spectroscopy into a clinical application. This automation advantage can be seen 

in the time comparison with HT-FTIR being able to collect 360 spectra, in the 

same time it would allow to collect 40 spectra in the current ATR-FTIR 

approach. An automated approach for ATR-FTIR analysis would be beneficial 

as there is a comparable spectral reproducibility between ATR-FTIR and HT-

FTIR spectroscopy and a comparable ability to discriminate and illuminate 

differences in patient spectra but with an automated ATR-FTIR approach, there 

would not be a need for dilution. 
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Chapter IV. Biofluid  infrared spectro-

diagnostics: pre-analytical considerations for 

clinical applications 
 

 

 

  



111 

 

IV.1 Diagnostics à partir de biofluides et par 

spectroscopie infrarouge: considérations pré-

analytiques en vue dôune application clinique  

IV.1.1 Résumé 

De nombreuses ®tudes au stade preuve de concept sur lôapplication de la spectroscopie 

vibrationnelle à des biofluides ont démontré que la technique a un potentiel prometteur 

en tant que futur outil diagnostic clinique. Cependant, ces études montrent aussi le 

manque de standardisation des protocoles dans la manipulation et la préparation des 

®chantillons avant lôanalyse spectroscopique. La source des erreurs analytiques la plus 

courante est la phase pré-analytique. Dans le but de transférer la technique en milieu 

clinique, il est ®vident quôun protocole strict et standard doit °tre ®tabli pour de tels 

échantillons biologiques. Cette étude porte sur certains aspects de la phase pré-

analytique dans le d®veloppement de lôapplication de la spectroscopie infrarouge ¨ 

transformée de Fourier aux biofluides les plus communs tels que le sérum, le plasma 

ou la bile. Des considérations pré-analytiques qui peuvent avoir un impact sur à la fois 

les échantillons (solvants, anticoagulants, cycles de congélations/décongélations) et/ou 

lôanalyse spectroscopique (pr®paration dô®chantillons tels que le s®chage, la m®thode 

de déposition, les volumes, les substrats, la dépendance opérateurs) et en conséquence 

sur la qualité et la reproductibilité des données spectrales sont discutés dans cette 

étude. 

Les analyses ont ®t® men®es ¨ partir dô®chantillons de s®rum, plasma et bile de patients. 

Une dilution au tiers des échantillons de sérum et de plasma a été déterminée la plus 

appropriée avec une solution saline pour éviter la précipitation des protéines 

contrairement ¨ une dilution avec de lôeau distill®e. La bile ®tant naturellement moins 

concentrée en protéines, celle-ci ne n®cessite pas dô°tre dilu®e avant analyse. Les 

dépôts de ces 3 types dôéchantillons sans étalement sont préférables pour la 

reproductibilit® des r®sultats. Un s®chage dôau moins 90 min est requis avant analyse 

dans le cas dôune utilisation dôune plaque de silicium 384 puits. La collecte du sang 

pour lôobtention du plasma est recommand®e avec des tubes contenant de lôh®parine 

de lithium car lôacide éthylènediaminetétraacétique, autre anticoagulant 
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commun®ment employ® pour lôobtention du plasma, interfère avec le signal du plasma 

par la présence de pics supplémentaires. Il a été démontré également que des spectres 

acquis ̈  partir dô®chantillons frais de s®rum ou plasma pouvaient °tre distingu®s de 

spectres collectés ̈ partir dôéchantillons congelés puis décongelés. Par ailleurs, les 

spectres dô®chantillons ayant subi jusquô¨ 5 cycles de cong®lations/d®cong®lations ne 

se distinguent pas, suggérant un faible impact de décongélations répétées sur la 

composition de lô®chantillon d®tectable par spectroscopie. Les exp®riences men®es ont 

d®montr® que la collection spectrale nô®tait pas d®pendante des exp®rimentateurs, et 

est reproductible de jour en jour.  

 

IV. 1.2 Conclusions 

Le développement de toute technique analytique de laboratoire, incluant la 

spectroscopie et ayant le potentiel dô°tre transf®r®e en milieu clinique requiert une 

évaluation systématique des potentiels facteurs pré-, intra et post-phase analytique qui 

peuvent avoir un impact sur la qualit® des donn®es spectrales et sur lôinterpr®tation 

générale des résultats. De plus, de futures recherches seront nécessaires pour évaluer 

les variabilit®s intra et inter centres dô®tude, de m°me que dôautres facteurs de la phase 

pré-analytique tels que la reproductibilité entre les mêmes appareils dôun fabricant. 

Cette ®tude est centr®e sur lôapplication de la spectroscopie infrarouge à haut débit en 

mode transmission, il serait également int®ressant dôeffectuer le m°me type dô®tudes 

avec dôautres modalit®s de spectroscopie vibrationnelle. 
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IV.2 Chapter overview 

Several proof-of-concept studies on vibrational spectroscopy of biofluids have 

demonstrated that the technique has promising potentials as a clinical diagnostic tool. 

However, these studies also show that there is lack of a standardised protocol in sample 

handling and preparation prior to spectroscopic analysis. One of the most important 

sources of analytical errors is the pre-analytical phase. For the technique to be 

translated into clinics, it is clear that a very strict protocol needs to be established for 

such biological samples. This study focuses on the development of High-Throughput 

Fourier Transform Infrared (HT-FTIR) spectroscopy which was found the most 

appropriate approach for serum analysis among the different modalities tested in the 

two previous chapters. Different aspects of the pre-analytical phase of serum analysis 

and some of the most common biofluids such as plasma and bile are investigated. Pre-

analytical considerations that can impact either the samples (solvents, anti-coagulants, 

freeze-thaw cycles) and/or spectroscopic analysis (sample preparation such as drying, 

deposit methods, volumes, substrates, operator dependence) and consequently on the 

quality and reproducibility of spectral data will be discussed in this chapter.  

 

IV.3 Introduction  

During the last decade, a number of studies have highlighted the potential of 

vibrational spectroscopy applied to biofluids for screening, diagnostic and prognostic 

applications in the biomedical field1ï9. These studies exploited the fact that biofluids 

exhibit spectral characteristics reflecting their biomolecular composition, which 

allows, through chemometric analysis, the identification of patterns reflecting sensitive 

and specific spectral biomarkers in various pathological conditions. Some biofluids 

such as serum and plasma appear as ideal media for routine clinical use as they are 

easily accessible, collectable by minimally invasive method and repeatedly available 

for monitoring disease progression or therapeutic response. Accordingly, most clinical 

studies have been performed using blood components and the quest for spectral blood 

biomarkers has been widely explored in patients with malignant and non-malignant 

diseases, as reviewed recently by Baker et al.10. Other biofluids such as bile or 
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cerebrospinal fluid are less accessible but of particular interest as their proximity with 

diseased tissue may facilitate the identification of the spectral signatures of the 

disease11,12. Based on these data, biofluid vibrational spectroscopy appears as an 

innovative and promising facet of the concept of ñliquid biopsyò. 

However, in spite of promising results, biofluid vibrational spectroscopy is still far 

from the routine clinical application. The great majority of studies are proof-of-concept 

studies based on a small number of subjects with and without the disease of interest. 

The results of these pilot studies should be analysed by cross validation methods and 

interpreted cautiously until validated in clinical trials performed in independent 

cohorts with a large number of patients and using golden standard diagnostic methods 

or complementary techniques. Most importantly, at the time where multicenter studies 

are being considered, there is a crucial need to standardise and validate the modalities 

of sample collection, storage and spectral acquisition. Standardisation of sample-

related factors is the first step of pre-analytical validity of any technology intended to 

large scale and multicenter clinical applications. It is well-established that most errors 

in laboratory testing occur in the pre-analytical phase13 and the need for standardisation 

of the procedures has been demonstrated in other high-throughput technologies such 

as proteomics14,15, metabolomics16,17 or genomics18. 

The work presented here will address the issue of pre-analytical variability in the field 

of high-throughput biofluid infrared transmission spectroscopy with a particular focus 

on blood components preparation. Factors that may affect the IR spectral quality and 

profile of biofluids will be discussed including biofluid dilution, volume and 

deposition modalities, repetition of freeze-thaw cycles, drying conditions, types of 

blood collection tubes used, intra- and inter-operator reproducibility. 

 

IV.4 Experimental 

The studies were performed from a bank of serum and plasma samples stored at -80°C, 

originally taken for routine biochemical check-up at the Biochemistry Laboratory of 

Reims University Hospital. Serum was obtained by centrifugation of freshly clotted 
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blood and plasma by centrifugation of blood collected in tubes containing 

ethylenediaminetetraacetic acid (EDTA) or lithium heparin as anticoagulants. Bile was 

obtained during endoscopic retrograde cholangiopancreatography after selective 

biliary cannulation and before any injection of contrast agent. After centrifugation, the 

cellular pellet was removed for routine cytological examination and the remaining 

supernatant was retrieved and stored at -80°C at the Pathology Department of Reims 

University Hospital. An informed consent was obtained from all patients for 

performing a diagnostic and/or therapeutic endoscopic retrograde cholangiography. 

 

IV. 4.1 Impact of biofluid volume and dilution on 

spectral quality test 

The experimental procedures are detailed in Figure 4.1. In brief, serum and plasma 

experiments were performed on pure and after 2-fold, 3-fold and 4-fold dilutions using 

normal saline (0.9% NaCl). As we have previously shown that bile can be analysed 

without dilution12, only pure bile samples were used. Samples were deposited onto 

silicon plates, either 96-well plate with wells of 7 mm diameter or 384-well plate with 

wells of 3 mm diameter. Sample volumes of 5 and 10 µL were studied using the 96-

well plate and 3 and 5 µL using the 384-well plate. A deposit of 1 µL without dilution 

was also tested with the 384-well plate. The deposits were spread drops onto the entire 

surface of the well or non-spread drops in the middle of the well. Ten replicates per 

sample were studied. After 1h drying at room temperature, the different plates were 

inserted into a high-throughput module (HTS-XT) coupled to an FTIR-spectrometer 

(Tensor 27, Bruker Optics GmbH, Ettlingen, Germany). Spectra were acquired in the 

transmission mode (OPUS v.6.5 software, Bruker Optics GmbH) in the 4000-400 cm-1 

wavenumber range with a 4 cm-1 spectral resolution and 32 scans. A background 

reference spectrum was recorded before each sample analysis. The reference spectrum 

was automatically subtracted to obtain the final absorbance spectrum. A zero-filling 

factor of 2 and a Blackman-Harris-3-term function were applied for Fourier 

transformation. 
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The following quality tests (QT) were applied to each spectrum: 1) absorbance 

intensity: spectra were validated when the maximum absorbance (amide I band c.a. 

1655 cm-1) was below 1.8 arbitrary units; 2) signal-to-noise ratios were calculated 

according to the manufacturerôs instructions for biological materials (Bruker Optics 

GmbH): the signals were calculated as the difference between the maximum and the 

minimum 1st derivative values in the range 1700-1600 cm-1 (signal 1 or S1) or as the 

difference between the maximum and the minimum 1st derivative values determined 

in the range 1260-1178 cm-1 (signal 2 or S2). Noise intensity (N) was calculated as the 

difference between the maximum and the minimum 1st derivative values in the range 

Figure 4.1 Experimental protocol for studying the impact of dilution and volume on 

spectral quality test. S: spread dried drop, NS: non-spread dried drop, QT: quality 

test. 
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2100-2000 cm-1. Spectra met this quality test when ratios S1/N and S2/N were above 

50 and 20 respectively; 3) signal-to-water ratio: water signal (W) was evaluated using 

the difference between the maximum and the minimum 1st derivative values in the 

range 1842-1837 cm-1. Ratio thresholds for spectral validation were S1/W and S2/W 

above 10 and 4 respectively. Individual samples were considered as QT-validated for 

analysis when at least 8 replicate spectra out of 10 met the quality tests. 

In order to analyse the impact of drop spreading, we performed experiments by 

successively using three-fold diluted serum and four-fold diluted plasma with spread 

and non-spread drops of 10 µL on 7 mm diameter wells. Spectra that passed the quality 

test were pre-processed on the wavenumber range from 1800 to 800 cm-1. After 

baseline correction using a rubberband function, spectra were converted to second 

derivatives using the Savitsky-Golay algorithm, with 9-point smoothing to increase 

the spectral feature contrast. Then, their second derivatives were vector normalised. 

This spectral pre-processing was performed using the OPUS software (v6.5, Bruker 

Optics GmbH). Last, the processed spectra were classified using hierarchical cluster 

analysis (HCA) and principal component analysis (PCA) unsupervised methods, with 

spectra from spread and non-spread drops recorded in the same conditions. HCA 

consisted of grouping the spectra according to their degree of similarity. The method 

was based on Euclidean distance calculation between all the data sets by using the 

Wardôs algorithm19. The merging process used the spectral information contained in 

the region between 1800-800 cm-1. The result is displayed as a dendrogram showing 

the grouping of spectra in clusters according to a heterogeneity scale. In PCA, data are 

reformulated as a linear combination of uncorrelated principal components (PCs)20. 

The first PC calculated accounts for the highest variance in the dataset. The second PC 

is uncorrelated with the first one i.e., perpendicular to it and explains the next highest 

variance of the dataset, and so on. The PCs are also called loading vectors and their 

weights PC scores. PCA was performed in the same spectral range to analyse the 

spectra from spread and non-spread drops and to determine if the two sets of spectra 

are separated. 
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IV. 4.2 Impact of the dilution solvent: distilled water 

versus physiological water 

In this set of experiments, the impact of the solvent used for dilution, distilled water 

or physiological water, was analysed. Three-fold diluted serum and plasma were 

prepared with each solvent. Then, 5 µL of samples were deposited onto a 384-well 

plate. After deposition, drops were air-dried at room temperature for 1h. Infrared 

spectra were acquired and pre-processed as described above. Finally, the pre-processed 

spectra were classified by HCA. 

 

IV. 4.3 Impact of the type of anti-coagulant for plasma 

collection 

Plasma samples were obtained by centrifugation of blood collected in tubes containing 

EDTA or lithium heparin as anticoagulants. After three-fold dilution, EDTA and 

lithium heparin plasma samples of 5 µL were deposited onto a 384-well plate and air-

dried at room temperature for 1h. Then, spectra were acquired and subjected to quality 

test as described above. Spectra that passed the quality test were pre-processed and 

classified by HCA. A dendrogram was constructed to illustrate the level of similarity 

between spectra of plasma samples from EDTA and lithium heparin collection tubes. 

In order to evaluate the impact of EDTA (MW: 292 Da) on the spectral profile, FTIR 

spectra of plasma samples were also analysed after dialysis with a 10 kDa membrane 

to filter out EDTA molecules. 

 

IV. 4.4 Spectral reproducibility 

IV. 4.4.1 Impact of freeze-thaw cycles 

The potential impact of repeated freeze-thaw cycles on quality test and reproducibility 

was studied. Fresh serum and serum samples after up to five consecutive freeze-thaw 

cycles (1h between each cycle) were studied. After thawing and three-fold dilution, 

serum samples of 5 µL were deposited onto a 384-well plate and dried at room 

temperature for 1h. Then, spectra were acquired and subjected to quality test as 
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described above. Spectra that passed the quality test were pre-processed and classified 

by HCA to analyse the level of similarity between spectra according to the number of 

freeze-thaw cycles. In addition, a PCA was performed and a PCA score plot was 

constructed to determine if separation of the different sets of spectra could be obtained. 

 

IV. 4.4.2 Inter-operator spectral reproducibility  

Inter-operator reproducibility was studied by comparing the spectra obtained by three 

different operators analysing the same sample under the same experimental conditions. 

Three-fold diluted serum was used for this purpose with 5 µL deposits onto a 384-well 

plate. After 1h drying at room temperature, spectra were acquired and those passing 

the quality test were pre-processed and analysed by HCA and PCA as described in the 

previous sections. 

 

IV. 4.4.3 Intra- and inter-plate spectral reproducibility, day to 

day reproducibility  

Reproducibility tests were performed using 5 µL of three-fold diluted serum spread by 

the same operator on 384-well plate. After 1h drying at room temperature, spectra were 

acquired and subjected to the QT as described above. 

Intra-plate reproducibility was studied by depositing 360 replicates of the same sample 

under the same experimental conditions. 

Inter-plate and day to day reproducibility was studied by comparing serum spectra 

obtained from three different patients using 3 different silicon plates on three different 

days. 

Spectra that passed the quality test were pre-processed and classified by HCA to 

analyse the level of similarity between spectra. 

 

IV. 4.5 Impact of drying modalities on spectral 

reproducibility  

Since spectra from spread or non-spread drops are acquired after a drying period, the 

impact of drying duration on the QT and on the reproducibility was studied. Three-
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fold diluted serum and plasma as well as pure bile were used. Samples of 5 µL were 

deposited onto a 384-well plate. Then, they were dried for 45, 60, 120 min and 24h 

before FTIR measurements. The experiments were performed at 25°C in a close 

environment such as an incubator and at room temperature. Spectra were acquired and 

subjected to QT as described above. Spectra that passed the QT were pre-processed 

and classified by HCA and PCA as described above. 

 

IV.5 Results and discussion 

Due to the development of high-throughput molecular technologies and associated 

bioinformatics, the number of studies dedicated to the identification of new diagnostic 

biomarkers has increased exponentially over the last two decades. However, only a 

limited number of biomarkers have been validated for use in medical practice21. This 

is mainly explained by methodological flaws. Plebani and Carraro reported that most 

errors (68%) occurred in the pre-analytical phase and only 13% and 19% errors 

occured in the intra-analytical and post-analytical phases respectively22. As for other 

high-throughput technologies, vibrational spectroscopic investigations are subject to 

the same problems although no statistics exist to date. The huge amount of data 

generated by spectroscopic analysis exposes this analysis to a significant risk of false 

positive findings. The risks should be minimised by rigorously controlling sample and 

patient related factors in the exploratory phase and by standardising the conditions of 

spectral acquisition in the pre-analytical step. Thus, care should be taken to validate 

sample-related factors and patient-related factors. Standardisation of specimen 

collection and storage is crucial to reach experimental reproducibility not only in an 

individual laboratory but also between different laboratories. In addition, investigators 

should be aware of the risks of contamination during sample handling. 

In the context of developing a high-throughput FTIR (HT-FTIR) transmission method 

for clinical diagnostics, we have investigated some important aspects involved in 

biofluid sample handling and preparation, which can impact on the spectral data and 

consequently on the outcome, and that we believe should be considered in the pre-

analytical step prior to clinical applications. The study is focused on serum and plasma, 
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and to a lesser extent bile, as they are the most encountered biofluids in clinical 

diagnostics. 

 

IV. 5.1 Impact of biofluid volume and dilution on 

spectral quality test 

Absorption FTIR spectroscopy is directly related to the Beer-Lambert law and the 

amount of analysed molecules has an impact on the signal quality. Dilution and volume 

of samples as well as size of the wells have a significant impact on the spectral QT. 

Spectra from pure serum and pure plasma using a volume Ó 3 ÕL did not meet the QT 

because the amide I band is saturated with maximum absorbance intensity above 2 

arbitrary units (Table 4.1). However, when the volume of pure serum was reduced to 

1 µL, a majority of spectra was validated for non-spread deposits (Table 4.1). This is 

a point of great interest for clinical application as the deposit of a biofluid without 

dilution and without spreading would be the ideal approach for a high-throughput 

technology since it minimizes the number of operatorôs interventions and thus reduces 

risks of variability in the results.  

However, pipetting such low volumes can introduce additional errors and impact on 

the reproducibility of spectral data (AI.1). The results deserve to be confirmed on a 

larger number of samples. Furthermore, the approach has not been generalised to 

plasma samples (Table 4.1). The reason why the great majority of spectra from a pure 

plasma sample of 1 µL did not meet the QT is an open question but is probably related 

to the presence of coagulation proteins in plasma and not in serum. When plasma and 

serum samples were diluted, the amide I band absorbance decreased to the acceptable 

range due to the lower concentration of proteins (AI.2) in the sample and the 

proportion of QT-validated spectra increased. The two types of plates that are currently 

used in HT-FTIR spectroscopy are the 96-well and 384-well silicon substrates. Both 

types of plates have been tested in this study. Using the 96-well Si plate with 7 mm 

diameter wells, the optimal dilution for serum and plasma appears to be two-fold for 

spread drops and four-fold for non-spread drops (Table 4.1). Using the 384-well plate 

with 3 mm diameter wells, the optimal dilution was three-fold for serum and three- or 

four-fold for plasma depending on the volume (Table 4.1 and Figure 4.2). Overall, 
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higher dilution and lower volume appear necessary to meet the QT when using the 3 

mm diameter wells compared with the 7 mm diameter wells. This underlines that 

analyte amount in the deposit area is a limiting factor for obtaining QT validated 

spectra. As an example, in our experiments a serum volume of 10 µL 2-fold diluted 

and deposited on a 7 mm diameter well resulted in a QT-validated spectrum as did a 

volume of 3 µL 3-fold diluted and deposited on a 3 mm diameter well. However, given 

the specificity of each instrument, it should be underlined that each set up necessitates 

a proper pre-analytical validation. 

Table 4.1 Results of quality test on FTIR serum and plasma spectra from spread and 

non-spread dried drops at various dilutions and volumes. 

Figure 4.2 Scatter plots based on the amide I absorbance value of serum (a) and 

plasma (b) replicate FTIR spectra from spread and non-spread dried drops (5 µL 

deposits onto 3 mm diameter well) at various dilutions. Validated and discarded 

spectra after the quality test are represented by green and red dots respectively. The 

median absorbance value is represented by the black bar. S: spread dried drop, NS: 

non-spread dried drop. 
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From HCA and PCA analyses, it can be noted that pre-processed spectra from 2-, 3- 

and 4-fold dilution spread drops on 7 mm diameter wells are separated in three 

different groups (AI.3) whereas pre-processed spectra from 3- and 4-fold dilution 

spread drops on 3 mm diameter wells are not differentiated (AI.4). The above results 

indicate a higher heterogeneity with the 7 mm diameter wells compared to the 3 mm 

diameter wells although spectra were from the same sample and were normalised. It 

should be mentioned that a 5 µL deposit onto a 3 mm diameter wells covers the whole 

area of the well, which avoids drop spreading and represents an advantage in terms of 

pre-analytical validity. In this context and depending on the dilution factor, a bigger 

volume is needed for the 7 mm diameter wells, which will induce a longer drying time. 

This is illustrated in Figure 4.3 where photographs of different volumes of serum dried 

on the two types of plates are shown.  

The impact of serum drop spreading on the spectral profile was studied on both 7 and 

3 mm diameter wells and data were analysed by HCA and PCA. For the 7 mm diameter 

wells, the HCA plot showed two well-separated clusters of spectra corresponding to 

spread and non-spread drops indicating that the modalities of drop deposition on the 

surface of the plate had an influence on the spectral profile (Figure 4.4a). These results 

were confirmed by PCA analysis (Figure 4.4b). In addition, PC1 and PC2 loadings 

tend to indicate modifications in the protein spectral profile (Figure 4.4c).  

Figure 4.3 Photographs of different volumes of dried serum drops 

on 7 mm diameter wells (a) and 3 mm diameter wells (b). S: spread 

drop, NS: non-spread drop. 
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In contrast, for the 3 mm diameter wells, both HCA and PCA analyses showed no clear 

distinction between the spread and non-spread dried drops spectra (Figure 4.5a, b, c). 

This supports the above mentioned argument that the 5 µL spread or non-spread 

deposit onto a 3 mm diameter wells covers the whole area of the well. Similar results 

were obtained for plasma samples (data not shown). Thus, 5 µL of three-fold diluted 

serum or plasma appear as the ideal volume for high-throughput analysis. Figures 4.2a 

and 4.2b confirm these latter results respectively for serum and plasma via the scatter 

Figure 4.4 (a) Hierarchical cluster analysis of FTIR pre-processed spectra from 

3-fold diluted serum (5 µL) spread (light blue) or non-spread (red) over the 

surface of 7 mm diameter wells. (b) PCA scatter plot of the spectral dataset from 

(a), (c) PC1 and PC2 loadings from (b). 
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plots based on amide I absorbance by comparing the dilution factor (2-, 3- and 4-fold) 

as well as the spread and non-spread procedures. 

  

Figure 4.5 (a) Hierarchical cluster analysis of FTIR pre-processed spectra from 

3-fold diluted serum (5 µL) spread (light blue) or non-spread (red) over the surface 

of 3 mm diameter wells. (b) PCA scatter plot of the spectral dataset from (a), (c) 

PC1 and PC2 loadings from (b). 
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Bile has been treated separately from serum and plasma because its composition is 

different. This is mainly due to lower concentrations of metabolites in bile compared 

to serum or plasma. Protein concentration in bile is about 5 g/L23 as opposed to 60 to 

80 g/L in serum. These specificities allow bile samples to be measured in their pure 

form (AI.5). The low absorption, in particular the amide I band, required the 

implementation of an adapted QT. Our results show that all pure bile spectra (except 

for 1 µL) were QT-validated for spread dried drop. All spectra from non-spread dried 

drops were rejected (Table 4.2). 

 

 

IV. 5.2 Impact of the dilution solvent: distilled water 

versus physiological water 

Distilled water and physiological water are often used as solvents in many analytical 

assays. Since biofluids contain high protein concentrations, we wanted to investigate 

whether these solvents could have an effect on spectral analysis. Results are displayed 

in Figure 4.6a where the dendrogram shows that spectra are clearly divided into two 

main clusters corresponding to each solvent used for dilution. This indicates that the 

solvent has a major impact on the spectral characteristics. It is known that distilled 

water induces protein precipitation (turbid solution), an effect which is not observed 

with physiological water (photograph insert, Figure 4.6b). If sample dilution is 

necessary, it is recommended using physiological water rather than distilled water. 

Table 4.2 Results of quality test on FTIR bile spectra from spread and non-spread 

dried drops at various volumes. 
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IV. 5.3 Plasma collection: impact of the type of anti-

coagulant 

For biochemical assays used routinely in clinics, blood samples are collected using 

either lithium heparin or EDTA tubes depending on the targeted analyses. However, 

can these anti-coagulants have an effect on spectral data? To answer this question, 

spectra of plasmas from lithium heparin and EDTA tubes were acquired and compared 

in Figure 4.7a. It can be observed that plasma from EDTA tubes exhibit additional 

spectral features compared to plasma from lithium heparin tubes, specifically in the 

fingerprint region (1800-800 cm-1). After a dialysis using a 10 kDa membrane, these 

artifactual peaks originating from small EDTA molecules can be removed (Figure 

4.7b). HCA classification displayed a complete separation between spectra from 

EDTA and lithium heparin plasma samples before dialysis. This clustering was no 

longer observed after dialysis (data not shown). Given these data, it appears more 

appropriate to use lithium heparin tubes for spectroscopic analysis of plasma. Unless 

there is a specific requirement for using plasma samples, serum appears as the sample 

of choice for biofluid spectroscopy. Use of plasma is important in specific diseases 

Figure 4.6 (a) Hierarchical cluster analysis of FTIR pre-processed spectra from 

dried spread serum drops 3-fold diluted using either physiological or distilled water 

(deposits of 5 µL onto 3 mm diameter wells). (b) Photograph of serum diluted with 

physiological water (left) and distilled water (right). 
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(e.g., hemophilia) where coagulating proteins are necessary for biochemical and 

hemostasis assays. In contrast with plasma, there is no need for using anticoagulants 

to collect serum making sample handling easier.   

 

IV. 5.4 Spectral reproducibility 

IV. 5.4.1 Impact of freeze-thaw cycles on spectral reproducibility 

The impact of repeated freeze-thaw cycles before biofluid sample analysis is a matter 

of concern in biomedical technologies. Although they can be obtained non-invasively, 

serum and plasma are very valuable sample materials and they are stored at -80°C 

where they are supposed to be relatively stable. However, for clinical studies, repeated 

freezeïthaw cycles are unavoidable when the sample volume is limited. Thus, 

inadequate conditions for sample storage can have an impact on measured data as it 

has been reported in a recent metabolomics study17. Taking into account this finding, 

we have studied the effect of freeze-thaw cycles on spectral data. Fresh serum and 

serum samples after up to five consecutive freeze-thaw cycles were analysed and their 

spectral profiles compared. Figure 4.8a displays the HCA results obtained in the 1800-

800 cm-1 spectral range and clearly demonstrates a clear-cut delineation between fresh 

and freeze-thawed serum samples even after 1 cycle. 

Figure 4.7 Comparison of FTIR pre-processed mean spectra of plasma collected in 

tubes containing lithium heparin (red) or EDTA (blue) as anticoagulants without 

dialysis (a) or after dialysis with a 10 kDa membrane (b). 
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The results were confirmed by PCA analysis showing the fresh samples as a 

completely separate group (Figure 4.8b). Both analyses show that all freeze-thawed 

data were mixed. Furthermore, the loadings of PC1 and PC2 tend to indicate that the 

most prominent modifications occur in the protein region (Figure 4.8c). When the fresh 

samples were removed, data analysis did not reveal any structures in the spectral 

datasets of the five freeze-thaw cycles (data not shown). Similar results have been 

obtained when fresh plasma was compared with plasma samples after up to five 

Figure 4.8 (a) Hierarchical cluster analysis of FTIR pre-processed spectra from 

fresh serum and after up to 5 freeze-thaw cycles (deposits of 5 µL, 3-fold diluted onto 

3 mm diameter wells). (b) PCA scatter plot of the spectral dataset from (a), (c) PC1 

and PC2 loadings from (b). Fresh serum (dark blue), freeze-thaw cycle 1 (pink), 2 

(light blue), 3 (orange), 4 (green), 5 (red). 
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consecutive freeze-thaw cycles (data not shown). These findings suggest that FTIR 

spectroscopy is sensitive enough to distinguish fresh from freeze-thawed serum and 

plasma samples but cannot differentiate between the five freeze-thaw cycles. On the 

other hand, metabolomics techniques being more sensitive have shown changes in 

metabolite ions24 and macromolecules25,26 after a few freeze-thaw cycles. Since sample 

freezing is unavoidable (large collection, multicentric studies, transportationé), it is 

therefore recommendable to avoid multiple freeze-thaw cycles of the same sample and 

favour multiple pure sample aliquots. However, our study has not taken into account 

the effect of freezing time on the spectral data, in particular for long term storage, and 

it would be interesting to investigate if FTIR spectroscopy could monitor any content 

deviations in metabolite ions and macromolecules like proteins, DNA and RNA. 

 

IV. 5.4.2 Intra- and inter-plate spectral reproducibility, day to 

day reproducibility  

In this study, intra- and inter-plate as well as day to day reproducibility has been 

investigated. For intra-plate reproducibility, 360 replicates of the same sample were 

deposited and measured by the same operator. The HCA analysis did not show any 

specific clustering and all spectra were completely mixed and the replicates were 

distributed over the whole cluster (data not shown). 

Day to day reproducibility was studied by analysing serum from three patients on three 

consecutive days. The dendrogram obtained after HCA analysis (Figure 4.9) shows 

that the clustering is only based on patient information. This is an important finding 

because the patient to patient variation is greater than day to day variation. This 

experiment has been reproduced on two other plates and no significant inter-plate 

spectral variability has been observed (data not shown). 
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IV. 5.4.3 Inter-operator spectral reproducibility  

The inter-operator reproducibility was investigated by three different operators using 

the same instrumentation to analyse the same sample on the same plate and on the 

same day. This is to mimic a normal working day procedure in a clinical setup where 

the instrument could be used by several users. HCA and PCA have been used to 

visualise any structure in the dataset. Both HCA and PCA results show that the spectral 

reproducibility is operator-independent (AI.6). This is an important result for clinical 

implementation provided that the protocol is strictly followed.  

The question is open whether this level of inter-operator reproducibility can be reached 

on different instruments of the same manufacturer or different manufacturers. 

 

Figure 4.9 Hierarchical cluster analysis of FTIR pre-processed spectra from serum 

of three patient samples deposited on a same silicon plate on three different days 

(deposits of 5 µL, 3-fold diluted onto 3 mm diameter wells). 
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IV. 5.5 Impact of drying modalities on spectral 

reproducibility  

High-throughput FTIR transmission spectroscopy of biofluids necessitates a drying 

phase for both spread and non-spread drops. This phase can impact on the QT and on 

the reproducibility of the spectral data. This effect has been studied on three-fold 

diluted serum and plasma as well as on pure bile. Five microlitre drops were dried at 

room temperature and at 25°C during 45, 60, 120 min and 24h before FTIR 

measurements. Table 4.3 summarises the results obtained for serum, plasma and bile 

samples and shows that a drying time of 45 min is not sufficient to meet the QT 

conditions (red dots). For all three biofluids, a minimum of one hour drying time is 

necessary at room temperature to pass the QT as opposed to two hours at 25°C. 

However, it is important to note that it would be more appropriate to dry for a longer 

duration at room temperature to make sure that the drying process is complete.  

Table 4.3 Quality test results on FTIR raw spectra of 3-fold diluted spread drops (5 

µL) of serum (S), plasma (P) and pure spread bile (B) drops (5 µL) left dried at room 

temperature (RT) or 25°C for 45, 60, 120 minutes and 24 h 

 

The spectra obtained after 2h drying are differentiated by HCA from those recorded 

after 1h and 24h (Figure 10a). Additionally, PCA analysis shows a separation between 

1h and 2h drying and between 2h and 24h drying at room temperature (Figure 10b and 

10d). The PC loadings clearly show that water absorption contributes to the spectral 

variance (Figure 10c and 10e). The proximity of the clusters corresponding to data 

obtained after 1h and 24h drying suggests that samples rehydration may have occurred 

overnight. In a clinical application after the drying phase, it is therefore important to 
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define the drying time and not to wait too long before recording spectra. When 

comparing spectra of drops dried at room temperature and at 25°C, we found that HCA 

shows no clustering according to these two conditions (data not shown).This is an 

interesting aspect for the clinical use because sample drying can be performed at room 

temperature without the need of any additional laboratory equipment for controlling 

drying conditions. 

Figure 4.10 (a) HCA of FTIR spectra from 3-fold diluted serum (5 µL) deposited onto 3 

mm diameter wells and left dried at room temperature 1h (blue), 2h (green) or 24h 

(orange). (b) PCA scatter plot of the spectra of serum dried at room temperature 1h 

(blue) and 2h (green). (c) PC1 and PC2 loadings from (b). (d) PCA scatter plot of the 

spectra of serum dried at room temperature 2h (green) and 24h (orange). (e) PC1 and 

PC2 loadings from (d). 
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IV.6 Conclusions 

The development of any laboratory analytical technique, including vibrational 

spectroscopy, that has the potential of being translated to clinical applications requires 

an evaluation of the potential factors of the pre-, intra- and post-analytical phases that 

can impact on data quality and consequently on the result outcome. It has been reported 

that in the procedures described for the laboratory analysis of a patientôs sample, two-

thirds of the issues originate from the pre-analytical procedures. In this context, we 

have investigated using HT-FTIR spectroscopy some aspects of the pre-analytical 

procedures and their impact on the data quality and reproducibility. The results show 

that the type of biofluid to be analysed will condition the analytical procedures to be 

implemented. In a non-exhaustive manner, we have shown that the sample collection 

modality, the type of substrate, the dilution factor, the volume of sample deposited, the 

way the sample is deposited, the drying conditions, the inter-operator, the day-to-day 

variabilities are some of the aspects that need to be investigated for error tracking in 

the pre-analytical phase. Indeed, more work is needed to evaluate intra- and inter-

centre variabilities as well as the effect of other factors involved in the intra- and post-

analytical phases. The study has focused on the HT-FTIR methodology but it will be 

interesting to have similar studies on other vibrational spectroscopic modalities. 
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Chapter V. Investigating pre-analytical 

requirements for infrared spectroscopy of 

blood-derived products 
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V.1 Etude des exigences pré-analytiques pour 

lôanalyse de produits dérivés du sang par 

spectroscopie infrarouge 

V.1.1 Résumé 

La spectroscopie infrarouge est une technique rapide, facile dôutilisation, sans 

marquage et peu coûteuse. De nombreuses études sur les biofluides ont montré son 

application prometteuse en tant quôoutil diagnostic clinique. Cependant, avant de 

considérer son transfert en milieu clinique, une attention particulière dans le but de 

standardiser les protocoles pour lôapplication de la spectroscopie infrarouge aux 

biofluides est nécessaire. Pour atteindre cet objectif, des études pour identifier et 

traquer les erreurs qui peuvent être établies dans la phase pré-analytique sont une étape 

cruciale. Dans ce rapport est détaillé les résultats de recherches sur des facteurs pré-

analytiques qui peuvent affecter la qualité des données spectrales acquises, tels que le 

stockage des échantillons de sérum et plasma à long terme (9 mois) à -80°C, ou la 

reproductibilité de lôanalyse spectroscopique au cours de mois. Lôimpact de lôhumidit® 

relative sur les échantillons et les acquisitions spectrales, de même que des corrections 

des expériences et des données pour une variation de contenu en eau sont également 

rapportés et discutés. 

Cette étude a été réalisée sur 3 sérums et 3 plasmas de sujets sains, répartis selon 3 

modalités différentes, 50 µL dans des tubes plastiques dôune capacit® de 0.2 mL ou 1.5 

mL et 100 µL dans des tubes plastiques dôune capacit® de 1.5 mL pour ®valuer lôimpact 

du volume et le type de tube pendant la conservation des échantillons à long terme à -

80°C. Chaque mois sur une période de 9 mois, 2 aliquots de sérum et de plasma ont 

été décongelés et dilués au tiers avec une solution saline. Les dépôts ont séché à 

température ambiante ou en conditions sous vide pendant 90 min. La température et 

lôhumidit® relative ont ®t® relev®es ¨ chaque exp®rience. Les donn®es ont ®t® corrig®es 

par lôapproche EMSC (Extended Multiplicative Signal Correction) associée à un 

spectre de solution saline et analysées par classification hiérarchique ascendante et 

analyse en composante principale.  
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V.1.2 Conclusions 

Les expériences réalisées sur les 3 sérums et plasmas de mêmes sujets sains ont permis 

dôestimer et dôidentifier des erreurs de la phase pr®-analytique dans lôapplication de la 

spectroscopie aux biofluides. Il a été observé que la conservation des échantillons de 

sérums/plasmas sur une période de 9 mois à -80ÁC nôa pas dôinfluence sur la signature 

spectrale des ®chantillons analys®s. De m°me, lôutilisation de diff®rents tubes 

plastiques pour la conservation des biofluides nôa pas dôimpact sur les spectres 

collect®s. Cependant, lors de lô®tude de reproductibilit® de lôanalyse spectrale au cours 

des mois, il a été observé que le séchage des échantillons à température ambiante 

conduisait à une différence de contenu en eau des échantillons. Cela démontrant que 

le s®chage du s®rum et du plasma d®pend de lôhumidit® relative de lôenvironnement 

dôanalyse. Des ®quipements suppl®mentaires tels que des syst¯mes de purge pourrait 

°tre impl®ment®s pour contr¹ler lôhumidit® de lôair ambiante pendant le s®chage et 

lôanalyse des ®chantillons mais lôajout dôun tel dispositif augmente le co¾t total de 

lôanalyse spectrale. Une autre approche est de directement corriger les donn®es 

spectrales avec différents contenus en eau. Entre les différentes méthodes évaluées, il 

peut °tre conclu que la meilleure correction est une combinaison dôune approche 

EMSC basée sur un spectre de solution saline et le retrait de la composante principale 

responsable dôune discrimination bas®e sur le contenu en eau des ®chantillons. 

Cependant, il est à noter que cette méthodologie a été développée sur un modèle simple 

de 3 échantillons pour comprendre les variations spectrales induites par des facteurs 

environnementaux. Cela implique que la variabilité naturelle entre échantillons de 

patients dôun large set a ®t® minimis®e et pourrait influencer lôefficacit® de la 

correction appliquée. En conclusion, pour réaliser des analyses spectroscopiques sur 

des biofluides dans le but dôune application clinique, une conception minutieuse de 

l'expérience mais surtout une évaluation des erreurs de la phase pré-analytique sont 

nécessaires afin de s'assurer de cibler des informations moléculaires liées à une 

pathologie donnée et non à des interférences environnementales. 
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V.2 Chapter overview 

Similar to chapter IV, this study exposes the results of further investigations into pre-

analytical factors that can affect the quality of spectral data acquired in order to 

standardise protocols for serum analysis by High Throughput Fourier Transform (HT-

FTIR) spectroscopy. The aim of this work is to evaluate the impact of long-term 

freezing time (9 months) of serum and plasma sample storage and the month to month 

reproducibility of the spectroscopic analysis. The impact of relative humidity on 

samples and spectral acquisitions as well as experimental and data corrections for 

variations in water content are also reported and discussed. 

 

V.3 Introduction  

Infrared spectroscopy applied to biofluids presents several advantages primarily as 

these are common diagnostic media easily collectable and routinely analysed in 

clinical settings. Spectroscopy can provide diagnostic results within minutes, giving 

access to a full molecular profile of a patient sample rather than current techniques 

targeting a specific biomarker. Therefore, spectroscopy could be an excellent 

competitive alternative to expensive and time-consuming methods1,2. Serum based 

spectroscopy has proved its potential as a clinical diagnostic tool in several proof-of-

concept studies3. However, these articles have also highlighted the lack of consensus 

towards a standardised protocol regarding sample handling and preparation 

methodology in order to perform a spectroscopic analysis4. It is known that the pre-

analytical phase has a greater source of sample variance than the analytical and post-

analytical phases5ï8. Related erroneous results are a waste of time and money but could 

also be detrimental to the patient health9. It is therefore crucial to identify and track 

errors that can occur in the pre-analytical phase. 

Using High Throughput-Fourier Transform Infrared Spectroscopy (HT-FTIR), we 

have previously investigated aspects of the pre-analytical phase that can be a source of 

variance. Sample preparation parameters that can impact the results of the 

spectroscopic analysis have been assessed such as the use of solvents to dilute the 



141 

 

samples, normal saline (NaCl 0.9%) is preferable to distilled water to avoid protein 

precipitation. Lithium-heparin anti-coagulant is recommended for plasma obtention, 

as ethylenediaminetetraacetic acid (EDTA) plasma spectra presented interference 

peaks. During freeze-thaw cycles it has been shown that serum and plasma samples 

were affected mainly in the protein region upon the first freeze-thaw cycle but no 

further changes have been observed after additional freeze-thaw cycles. Operator 

dependence and the day to day reproducibility assessment of the IR spectroscopy 

technique, have not highlighted any issue10. In the present study, modalities of the 

sample storage such as the use of different aliquot plastic tubes, long-term freezing 

time storage and the spectroscopic analysis month to month reproducibility have been 

evaluated to pursue the aim of standardising protocols for a clinical translation. 

 

V.4 Material and Method 

V.4.1 Blood-derived product samples 

This study was performed on 3 sera and plasma from 3 healthy subjects, obtained from 

routine biochemical check-up at the Biochemistry Laboratory of Reims University 

Hospital. Freshly collected blood was left to clot at room temperature (30 min) and 

centrifuged at 3000 rpm for 15 min to obtain serum. Blood collected in tubes 

containing lithium heparin as anticoagulant, was centrifuged at 3000 rpm for 15 min 

to obtain plasma. Samples were aliquoted among 3 different modalities, 50 µL in 0.2 

mL or 1.5 mL capacity plastic tubes and 100 µL in 1.5 mL capacity plastic tubes to 

assess the impact of the sample volume, the type of tube during a long-term storage. 

All aliquots were stored at -80°C until experiments were performed. 

 

V.4.2 Experimental design  

Every month during a 9 month period, 2 sera and plasma sample aliquots per condition 

described above were thawed and 3-fold diluted with normal saline (NaCl 0.9%, 

Miniversol, Aguettant, France) as previously demonstrated11,12. Ten instrumental 

replicates of 5 µL were deposited onto a silicon plate (384 wells) and left dry at room 
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temperature for 90 minutes (Figure 5.1) or under vacuum drying conditions. In both 

cases, the temperature and relative humidity (RH) were recorded for each experiments 

(E1-9) performed (Table 5.1). Spectra of normal saline were also acquired as a 

reference in the same spectral acquisition parameters (Figure 5.2). 

 

 

Figure 5.1 Schematic of the experimental study design, instrumental serum replicates 

are deposited onto a silicon plate (384 wells). S: serum, P: plasma. 

Table 5.1 Temperatures and Relative Humidity (RH) recorded during the different 

experiments performed.  
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V.4.3 Spectral acquisition parameters 

Spectra were collected with a high-throughput module (HTS-XT) coupled to a FTIR-

spectrometer (Tensor 27, Bruker Optics GmbH, Ettlingen, Germany). The spectral 

acquisition was performed in the transmission mode (OPUS v.6.5 software, Bruker 

Optics GmbH) in the 4000-400 cm-1 range with a spectral resolution of 4 cm-1 and 32 

scans. For each sample, a background was recorded and automatically subtracted to 

obtain the final absorbance spectrum. A spectral quality test (QT) as previously 

described was applied to each spectrum11,10. All raw spectra which passed the quality 

test are presented in AII.1. In addition, serum (n=52) and plasma (n=6) spectra with 

an absorbance presenting an abnormal decrease in the spectral region 3700-3320 cm-1 

translating a too high content of water in the sample replicates were also discarded 

(AII.2). On a total of 3240 spectra collected, 199 spectra were discarded. 

 

V.4.4 Spectral data analysis 

Following the QT, spectral data were pre-processed. Spectra were cut over the spectral 

range 4000-800 cm-1, a rubberband baseline correction or a second derivative was 

applied before a vector normalisation. Then, serum and plasma spectral reproducibility 

inter aliquots and long-term storage was assessed by Hierarchical Cluster Analysis 

(HCA) and Principal Component Analysis (PCA)13,14.  

Figure 5.2 Normal saline normalised absorbance spectrum. 



144 

 

To overcome the presence of water in the serum and plasma sample spectra, an 

Extended Multiplicative Signal Correction (EMSC)15 was tested on the spectral data 

based on the methodology described by Afseth et al.16. The mean spectrum of all 

normalised absorbance spectra was defined as the reference spectrum, and a spectrum 

of normal saline was used as the interference spectrum to be removed from the dataset.  

 

V.5 Results and discussion 

V.5.1 Serum and plasma inter-aliquot reproducibility  

Once a month over 9 months, 2 aliquots of sera and plasma samples (different 

volumes/tubes) per experiment were thawed and 3-fold diluted with normal saline 

(NaCl 0.9%). The spectral reproducibility of the 20 serum or plasma instrumental 

replicates deposited was assessed by HCA for each single sample on the spectral 

ranges 4000-800 cm-1 (Figure 5.3). Spectra of the sample aliquots were not 

distinguishable in any cases, showing no issue in the spectral reproducibility and 

therefore in sample handling before the spectral analysis.  

Figure 5.3 Example of the inter-aliquot reproducibility assessment by HCA of 50 µL 

of serum 1 (a), 2 (b) and 3 (c) into 0.2 mL capacity plastic tube. Second derivative 

instrumental replicate spectra of aliquots 1 and 2 are represented in red and green 

respectively over the spectral range 4000-800 cm-1. 
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V.5.2 Serum and plasma long-term storage impact 

Careful considerations must be taken when using different types of plastic tubes for 

the biofluid storage due to the different adsorption characteristics of the tube wall that 

can impact the entities concentrations measured17 or the possibility of a contamination 

by polymer18. Potential molecular changes due to the use of different type of tubes and 

volumes over the month freezing time were therefore tested. These parameters were 

evaluated for each experiment by PCA each month on the spectral range 4000-800 

cm-1. Again, the comparison of the spectra of the different volumes/tubes per healthy 

subject has shown no evidence of a differentiation of the spectra over the months 

(Figure 5.4 and AII.3). Furthermore, the serum or plasma spectra of the 3 subjects 

combined exhibit the same behaviour on each single experiment performed. The 

spectra of the serum or plasma 1 are well separated from the spectra of the 

serum/plasma 2 and 3 (Figure 5.5 and AII.4). From these observations, it can be 

concluded that neither the volume of sample stored or the type of tube have an impact 

on spectral collection, at least over a period of 9 months at -80°C. These results are 

consistent with conclusions of proteomics studies observing no significant changes in 

serum and plasma long-term storage at -80°C19ï21. 

 

Figure 5.4 Example of the volume and tube impact assessment by PCA of serum 1 (a, 

d), 2 (b, e), 3 (c, f) on the first (a-c) and last experiment (d-f) performed. Spectra of 

50 µL of serum stored in 0.2 mL capacity tubes are represented by green dots. Spectra 

of 50 µL or 100 µL of serum stored in 1.5 mL capacity tubes are represented by red 

dots and circles respectively. 
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From the 2 previous results attesting the spectral reproducibility inter aliquots and 

conditions of storage, all serum normalised absorbance spectra (Figure 5.6a) were 

combined and analysed by Principal Component Analysis (PCA) over the spectral 

range 4000-800 cm-1. The differentiation expected between the sera samples (Figure 

5.6b) is not observed. The data of the 3 sera are mixed, cluster pattern shifts are also 

visible for each serum (Figure 5.6b). To understand this phenomenon, the same PCA 

was performed highlighting the spectra of the 9 experiments (E1-9) performed rather 

than the subject spectra (Figure 5.6c). It can be seen from the data that they are 

separated based upon the dates of experiment and the shift is correlated to a gradient 

of RH recorded during the experiments (Table 5.1). This result suggests that there is a 

Figure 5.5 PCA performed on 3 subject serum spectra ( S1: red, S2: blue, S3: green) 

in the spectral range 4000-800 cm-1 over a 9 month experiments (E1-E9) to assess the 

impact of a long-term storage. PCA on E8 data was not performed as the majority of 

the spectra of serum 1 and 2 were discarded. 
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difference in water content in the instrumental replicates of the serum samples 

responsible for this data shift amongst the date of experiments. To confirm this 

hypothesis, PC loadings of the data were studied. From the PC1 loading (Figure 5.6d) 

responsible for the data separation among the RH, it can be seen that the major negative 

band at 3470 cm-1 is attributed to water bond vibrations22. It can be noticed that the 

same results were obtained from the plasma samples (AII. 5). 

V.5.3 Experimental correction 

In an attempt to experimentally remove the spectral variance caused by water bond 

vibrations, serum and plasma samples were left to dry under vacuumed conditions (90 

min) in order to achieve a controlled and constant low RH prior to the spectral 

acquisition and compared with the same samples dried at room temperature (90 min) 

Figure 5.6 Month to month spectral data collection reproducibility. (a) All 

normalised absorbance serum spectra of 3 subjects (S1, S2, S3). (b) PCA scatter plot 

of the 3 subject serum spectra. (c) PCA scatter plot of the same serum spectra 

highlighting the 9 experiments performed with associated relative humidity (%). (d) 

PC1 loading from (b) and (c).  
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with different RH recorded. The spectra collected were analysed using PCA, the Figure 

5.7a shows that the spectra of the subject samples obtained under vacuum drying are 

still separated by the date of experiments (Figure 5.7b) rather than the subjects 

following the same pattern as the data collected from samples dried at room 

temperature even though both datasets can be distinguished showing that the vacuum 

drying has an effect on the samples especially at 1655 cm-1 (amide I band). This result 

suggests that the samples were rehydrated before and/or during the spectral acquisition 

at the same RH recorded at room temperature despite the presence of a desiccant in 

the spectrometer. Similar results were obtained from plasma samples (AII. 6). 

 

V.5.4 Spectral data correction 

From the PCA scatter plot (Figure 5.6c), it can be seen that the PC1 is responsible for 

the data separation based upon the RH recorded during the serum analysis rather than 

from sample molecular changes. The loading of the PC1 (Figure 5.6d) shows a strong 

contribution of water at 3470 cm-1. In order to remove the residual water content from 

the serum and plasma spectral data, the influence of the PC1 was removed from the 

normalised absorbance data and spectra were reconstructed with all remaining PCs. 

The spectra obtained after correction are presented in Figure 5.8a. A PCA was then 

performed, the 3 different sera can be distinguished among the PC2 (Figure 5.8b) and 

the data are no longer separated among the RH recorded during experiments (Figure 

Figure 5.7 Serum spectral collection experimental correction by sample vacuum 

drying. (a) PCA scatter plot of the 3 serum spectra (red, blue, green) obtained after 

samples dried at room temperature (dots) or under vacuumed conditions (crosses). 

(b) PCA scatter plot of the same serum spectra highlighting the 3 experiments at a 

RH of 43% (green), 50% (grey) and 59% (pink). 
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5.8c). The loading of the PC2 (Figure 5.8d) responsible for the serum sample 

separation does not exhibit a contribution of water anymore. This correction approach 

allows to reduce the mean standard deviation (Table 5.2) of a factor 16 over the 

spectral range 3600-3320 cm-1, as well as of a factor 2.5 over the spectral ranges 1720-

1600 cm-1 (amide I band) and 1600-1500 cm-1 (amide II band). 

  

Table 5.2 Mean standard deviation (STD) calculated on 3 spectral 

regions according to different serum spectral water correction methods. 

 

Figure 5.8 Spectral data water correction by PC removal. (a) All normalised 

absorbance serum spectra of the 3 subjects reconstructed without the PC1 from Figure 

6d. (b) PCA scatter plot of the 3 subject serum spectra. (c) PCA scatter plot of the 

same serum spectra highlighting the 9 experiments performed with associated relative 

humidity (%). (d) PC2 loading from (b) and (c).  
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An EMSC approach based on a constituent spectrum of normal saline (Figure 5.2) was 

also considered to correct the data16. However, it can be seen in the 3600-3320 cm-1 

region that this approach does not compensate enough the spectra water content 

(Figure 5.9a) even if the standard deviation was reduced by a factor of 6 (Table 5.2). 

PCA results show that patient spectra are not distinguishable (Figure 5.9b) and that the 

data are separated based upon the date of analysis (Figure 5.9c). The PC1 loading 

exhibits remaining water spectral features in the 3600-3320 cm-1 region (Figure 5.9d).  

 

As the EMSC approach is improving the standard deviation of the spectra in the water 

region, a combination with the PC1 (Figure 5.9d) removal was evaluated. The standard 

deviation of the spectra (Figure 5.10a) for the 3 zones assessed (Table 5.2), is 

comparable to the PC1 removal strategy (Figure 5.8). It can be observed that the data 

Figure 5.9 Spectral data correction by EMSC and a constituent spectrum. (a) All 

normalised absorbance serum spectra after an EMSC with a normal saline 

constituent spectrum. (b) PCA scatter plot of the 3 subject serum spectra. (c) PCA 

scatter plot of the same serum spectra highlighting the 9 experiments performed with 

associated relative humidity (%). (d) PC1 loading from (b) and (c). 
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are separated based upon patient spectral signatures (Figure 5.10b) and not on the RH 

recorded during experiments (Figure 5.10c). A better separation between the patient 

data is visible, the variance inter spectra replicates being decreased, suggesting that 

other spectral zones than those controlled in Table 5.2 were affected by this correction 

compared to the PC1 removal approach (Figure 5.8). However, the PC2 loading 

features (Figure 5.10d) responsible for the patient discrimination are similar to those 

obtained by removing only the PC1 (Figure 5.8d). The same results were obtained with 

the plasma samples (AII.7-10). 

  

Figure 5.10 Spectral data correction by a constituent spectrum based EMSC and PC 

removal. (a) All normalised absorbance serum spectra after an EMSC with a water 

constituent spectrum and without the PC1 from Figure 9d. (b) PCA scatter plot of the 

3 subject serum spectra. (c) PCA scatter plot of the same serum spectra highlighting 

the 9 experiments performed with associated relative humidity (%). (d) PC2 loading 

from (b) and (c). 
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V.6 Conclusions 

The experiments performed on 3 sera and plasma of the same subjects have allowed 

to estimate and identify pre-analytical phase errors for biofluid spectroscopy 

applications. It has shown that a serum/plasma long-term freezing period (-80°C) of 

storage has no impact on the spectral signal of the samples analysed. Moreover in our 

study, the use of different plastic tubes for the biofluid storage has no influence on the 

spectra collected. However, while evaluating the month to month reproducibility, it 

has been observed that the sample drying at room temperature resulted in a difference 

in the sample water content. It demonstrates that the drying of the serum and plasma 

samples depend on the relative humidity of the analysis environment. Additional 

devices such as purging systems could be implemented to control the ambient air 

humidity during sample drying and analysis but such implementation increases the 

total cost of the spectral analysis. Another approach is to directly correct the spectral 

data with a different water content. From the different methods evaluated, it can be 

concluded that the best data correction performance was the combination of an EMSC 

solvent based constituent spectrum and the removal of the PC responsible for the 

discrimination based on the sample water content. However, it has to be noted that this 

methodology has been developed on a simple model of 3 samples to understand the 

spectral variations induced by environmental factors, implying that the natural 

variability inter patients from a large dataset has been minimised and could influence 

the efficiency of the correction applied.  

In conclusion, to perform biofluid spectroscopy with a clinical application aim, careful 

experiment design and most importantly pre-analytical phase error evaluation and 

tracking is mandatory to ensure to target the correct molecular information rather than 

environmental interferences. 
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Chapter VI. Impact of water interferences in 

the diagnosis of sepsis patients by serum 

infrared spectroscopy 
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VI.1 Impact de lôinterférence de l'eau sur le 

diagnostic sérique par spectroscopie infrarouge 

de patients atteints dôun sepsis  

VI.1.1 Résumé 

Le sepsis est une d®r®gulation de la r®ponse de lôh¹te ¨ une infection et est associ® ¨ 

un dysfonctionnement des organes engageant le pronostic vital du patient1. Chaque 

année,  plus de 30 millions de cas de sepsis et 5 millions de décès sont estimés à travers 

le monde2. Le diagnostic du sepsis est basé sur des signes cliniques non spécifiques et 

la longue proc®dure dôidentification des pathog¯nes responsables de lôinfection1,3. Il a 

®t® r®cemment reconnu que la recherche dôune combinaison de biomarqueurs plutôt 

quôune cible sp®cifique serait plus efficace dans le cas du diagnostic du sepsis4,5. La 

spectroscopie vibrationnelle peut fournir une óôempreinte mol®culaireò de mat®riaux 

biologiques et présente de nombreux aspects qui en font un candidat idéal pour le 

diagnostic de maladies. En effet, cette technique est sans marquage, non destructive, 

sans contact, simple dôutilisation, et ne requiert pas une pr®paration dô®chantillons 

lourde6. Dans cette étude la technique de spectroscopie infrarouge à haut débit a été 

utilis®e pour acqu®rir le profil mol®culaire complet dô®chantillons de s®rums humains 

dans le but dôam®liorer le diagnostic de patients atteints dôun sepsis. 

Les échantillons de sérums (n=913) ont été obtenus de 294 patients ayant subi une 

chirurgie à haut à risque (résections au niveau du foie, des reins, des poumons, 

intestins, estomac ou pancréas). Le groupe de patients septicémiques comprend des 

échantillons de sérums (n=380) collectés avant chirurgie et jusquô¨ 3 jours avant le 

jour du diagnostic, ainsi que le jour du diagnostic. Les échantillons de sérums (n=353) 

du groupe contrôle ont été obtenus de patients ayant un profil similaire en termes 

dô©ge, de sexe, de proc®dure chirurgicale subie mais nôayant pas développé de sepsis. 

Les échantillons ont également été obtenus suivant la même cinétique de collecte. De 

même, des échantillons (n=180) de patients atteints dôun syndrome de r®ponse 

inflammatoire systémique (SRIS) collectés avant chirurgie et le jour du diagnostic ont 

aussi été analysés.  
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VI. 1.2 Conclusions 

Il a été observé que la différence de contenu en eau des échantillons de sérums de 

patients apr¯s s®chage, due ¨ une variation de lôhumidit® relative dans lôair lors des 

diff®rentes exp®riences, a une forte influence sur lôacquisition et lôanalyse des données 

spectrales. Cela montre lôimportance dôune conception exp®rimentale robuste et dôune 

standardisation des protocoles pour éviter tout biais pouvant amener à la mauvaise 

interprétation des données spectrales et à des résultats erronés.  

Concernant les diff®rents types de corrections de lôeau test®s, lôapproche par EMSC 

(Extended Multiplicative Signal Correction) basée sur un spectre constituant de 

solution saline est inefficace car celle-ci ne permet de corriger que les mol®cules dôeau 

non-li®es de lô®chantillon. Or, il est connu que lôeau interagie avec les prot®ines29,30. 

A lôinverse, les corrections basées sur une composante principale (CP) sont plus 

efficaces pour résoudre le problème de différence de contenu en eau des échantillons 

car elles refl¯tent la pr®sence de mol®cules dôeau li®es aux prot®ines. Cependant, la 

diminution presque totale de chaque marqueur identifié par analyse Random Forest, 

liée à la correction basée sur la suppression de la composante principale 1 groupe par 

groupe, est probablement due ¨ une perte dôinformations spectrales liées aux patients 

qui sont incluses dans les CPs. Les sensibilités et spécificités élevées sont ainsi 

questionnables et montrent les limitations des corrections basées sur des CPs. De plus, 

le contenu en eau des échantillons de sérums peut être directement lié à leur 

composition et être utile à leur discrimination. La meilleure façon de confirmer les 

hypothèses précédentes serait de réaliser à nouveau les expériences dans un 

environnement contrôlé pour permettre le séchage et la collecte de spectres dans les 

mêmes conditions.  

Dans cette étude, des profils spectraux tels que les bandes amide I et II, les glucides et 

acides nucléiques, ont été mis en évidence à plusieurs reprises dans la discrimination 

des patients septicémiques et contrôles avec des sensibilités et spécificités supérieures 

à 70%. De plus, les résultats dôanalyses de spectres dô®chantillons collect®s jusquô¨ 3 

jours avant et le jour du diagnostic dôun sepsis, ont montré des sensibilités et 

spécificités similaires dans la distinction de patients septicémiques et contrôles, 

lorsque ceux-ci sont comparés à un jeu de données ne comprenant que des échantillons 
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collectés un seul jour avant et le jour du diagnostic. Cela suggère que les profils 

spectraux identifiés peuvent être de potentiels biomarqueurs pour le diagnostic précoce 

du sepsis. De plus amples recherches seront nécessaires pour confirmer ces résultats. 
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VI.2 Chapter overview 

Sepsis is a dysregulated host response to an infection and is associated with life-

threatening organ dysfunction1. Each year, over 30 million cases and 5 million deaths 

are estimated worldwide2. Diagnosis of sepsis is based on non-specific clinical signs 

and time consuming positive identification of the causative pathogen(s)1,3. It has been 

recently recognised that the search for a combination of biomarkers rather than a single 

target would be more efficient for sepsis diagnosis4,5. Vibrational spectroscopy can 

provide a ñmolecular fingerprintò of biological materials and presents many aspects 

that make it an ideal candidate for disease diagnosis purposes. Indeed, this technique 

is label-free, non-destructive, non-contact, rapid, cost-effective, simple to operate, and 

requires only simple sample preparation6. In this study we used High-Throughput 

Fourier Transform Infrared (HT-FTIR) spectroscopy, following the methodology 

developed throughout the previous chapters, to acquire the whole human serum sample 

molecular profile with the aim to improve diagnosis of patients with sepsis. 

 

VI.3 Introduction  

Despite its high incidence and mortality rate, no gold standard technique exists for 

sepsis diagnosis due to complex underlying pathogenesis mechanisms7,8. Over a 

hundred potential biomarkers have been assessed for the diagnosis of sepsis and yet 

none have shown enough sensitivity and/or specificity for a clinical application4,5. 

Sepsis patients are not easily differentiated from patients with Systemic Inflammatory 

Response Syndrome (SIRS), caused by non-infectious conditions (e.g., trauma, burn, 

pancreatitis) and which requires different medical care9. However, time to treatment is 

a crucial factor for sepsis patient survival10ï12. A rapid and early diagnosis would 

enable a reduction in mortality and morbidity rates among sepsis patients. 

Administration of targeted therapeutics at an early stage would also enable to reduce 

unnecessary antibiotic use, preventing multidrug resistance13 and would improve 

patient outcome by limiting the severity of associated sequelae14,15. Overall, it would 

allow the reduction of healthcare costs16.  
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In the recent field of biofluid spectroscopy, several studies have proved the potential 

of the technique for the diagnosis of different cancer types as well as other various 

diseases17. Regarding sepsis, a proof of concept study using Raman spectroscopy 

applied on plasma samples, has shown the differentiation of 31 sepsis patients from 39 

sterile SIRS patients with 100% sensitivity and 82% specificity18. 

In the present study, High-Throughput Fourier Transform Infrared (HT-FTIR) 

spectroscopy has been evaluated for the rapid pre-symptomatic diagnosis of sepsis 

from serum samples. Previous investigations have demonstrated that HT-FTIR is a 

technique of choice as it allows to perform an automated analysis of a large number of 

samples quickly compared to other IR systems available19. This method presents the 

advantage to be a macro-analysis which can ensure the reproducibility of spectral 

acquisition from serum samples which have to be dried to overcome the high 

contribution of water in IR spectroscopy but which have also shown to exhibit 

inhomogeneous patterns after drying (chapter II and III ). Then, in an attempt to 

standardise protocols in sample handling and preparation for spectral acquisitions 

several parameters that can impact either the samples (e.g., solvents, collection tubes, 

freeze-thaw cycles, long-term storage, drying methods) and/or the spectroscopic 

analysis (e.g., deposit methods, volumes, substrates, humidity, operators dependency) 

have been assessed (chapter IV and V). A major drawback found was that serum 

sample drying was dependant on the relative humidity (RH) in the air, ending up in 

variations in sample water content and consequently in spectra collected. Furthermore, 

in a simple model of 3 serum samples it has been seen by Principal Component 

Analysis (PCA), an unsupervised multivariate analysis, that discrimination of samples 

was based upon water content rather than on patient spectral information. Different 

data corrections based on Principal Component (PC) removal and/or Extended 

Multiplicative Signal Correction (EMSC) were successful to overcome the variation 

of water content of the 3 same sera recorded at different RH. However, efficacy of 

such corrections and the impact of water variations on the discrimination of patients 

from a large sample set are unknown. This study investigates the influence of water 

interferences on the discrimination of sepsis patients by PCA and Random Forest (RF), 

a supervised multivariate analysis. 



160 

 

VI.4 Material and methods 

VI. 4.1 Serum samples 

Serum samples (n= 913) were obtained from 294 patients needing elective high risk 

surgery (e.g. liver and renal surgery, lung resection, large bowel resection, 

gastrectomy, Whipple's procedure) and were provided by the Defence Science & 

Technology Laboratory (Dstl), Porton Down, United Kingdom. Patients aged under 

18 and above 80, pregnant and any whom were immunosuppressed were excluded 

from the study. A consent form was signed by all patients recruited at the medical care 

centres involved (Liverpool Royal and University Hospital; University College 

Hospital, London; Bristol Royal Infi rmary; Guy's & St Thomas' Hospital, London; 

Birmingham Queen Elizabeth Hospital and University Hospital, Frankfurt). The 

project has been approved by Southampton & South West Hampshire Research Ethics 

Committee (A), 1st Floor, Regents Park Surgery, Shirley, Southampton, Hants, SO16 

4RJ (reference number 06/Q1702/152).  

Blood samples were collected before surgery and daily for up to 7 days post-surgery 

or until patient discharge (control group) or diagnosis of sepsis/ SIRS. Clotted blood 

samples (4 mL) were centrifuged and extracted serum samples were stored at -80 °C 

until experiments were performed.  

The diagnosis of sepsis was based on the presence of 2 conditions: 

1) Two or more of the 4 SIRS criteria (from the previous definition of sepsis21 as 

patients were recruited before 2016): 

- Body temperature > 38°C or < 36°C 

- Heart rate > 90/min after fluid resuscitation 

- Respiratory rate > 20/min or partial pressure of carbon dioxide (PaCO2) < 32 mmHg 

- White blood cell count > 12,000 cells/ ɛL or < 4,000 cells/ ɛL or > 10% immature 

neutrophils 
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2) Presence of an infection which is defined by an invasion of normally sterile 

tissue, body cavity, or fluid by pathogenic or potentially pathogenic micro-

organisms 

Diagnoses of sepsis, SIRS and control patients in the different care centres taking part 

in the study were reviewed and confirmed by a clinical advisory panel.  

Samples in this study include: 

¶ For the sepsis group, sera (n=380) obtained before surgery, up to 3 days before 

sepsis diagnosis and on the day of diagnosis.  

¶ For the control group, sera (n=353) from age/ sex/ procedure-matched patients 

who did not go on to develop sepsis over similar time frames post-surgery. 

¶ For the SIRS group serum samples (n= 180) collected before surgery and on 

the day of SIRS diagnosis from age/ sex/ procedure-matched patients 

Repartition of the samples included in the study is presented in the Table 6.1. Among 

sepsis patients, a proportion of 70% males was observed with a patient mean age of 64 

year-old. Among the 100 patients with sepsis, the cause of infection was due to Gram-

negative bacteria (G-) in 37 cases, Gram-positive bacteria (G+) for 18 patients, due to 

a mix of G-/G+ in 15 cases or a mix of G-/G+/yeasts for 10 patients, 4 cases with yeasts 

and 1 patient with yeasts/virus. No microorganism growth was observed in 10 cases 

and causes were not specified for 5 patients. 

 

Note: Samples were received and analysed at 3 different periods which will be referred 

at batch 1, 2 and 3 in the result section. Batch 1 is composed of serum samples collected 

Table 6.1 Serum sample repartition in the sepsis, 

control and SIRS groups. Day 0 represents the 

day of diagnosis. 
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from 70 patients in each sepsis and control groups; from 70 SIRS patients in batch 2 

and from 30 patients of each sepsis, control, SIRS groups in batch 3. 

 

VI. 4.2 Infrared spectroscopy  

Based upon an established methodology previously described in chapters 2 to 5, all 

serum samples were 3-fold diluted with normal saline (NaCl 0.9%). Samples from the 

different groups were randomly analysed to avoid any experimental bias. Five 

microliters per replicate and 8 replicates per sample were deposited onto a silicon plate 

(384 wells). Drops were dried at room temperature before spectral acquisition (90 

min). Spectra were collected with a high-throughput screening HTS-XT extension 

coupled to a Tensor 27 spectrometer (both from Bruker Optics GmbH, Ettlingen, 

Germany). Spectral acquisition was performed in the transmission mode via OPUS 

v6.5 software (Bruker Optics GmbH, Ettlingen, Germany) and collected at a spectral 

resolution of 4 cm-1, co-adding 32 scans over the spectral range of 4000-400 cm-1. A 

background spectrum was acquired before each sample measurement and 

automatically removed from sample spectra. One spectrum is obtained over the whole 

surface of a well (~3 mm diameter) of a silicon plate. 

 

VI. 4.3 Pre-processing and data analysis 

A quality test as previously described20,22 was performed on raw spectra to control 

absorbance intensity, signal-to-noise ratio and water vapour content (OPUS v6.5 

software, Bruker Optics GmbH, Ettlingen, Germany). A sample was discarded when 

less than half replicates met the quality test. Four percent of samples were rejected 

because of a too high absorbance and notably more than half of them were pre-surgery 

samples. Data pre-processing and multivariate analysis were realised with Matlab 

software version 7.11.0 (The Math Works, Inc., USA). All spectra were cut to the 

spectral range of 4000-800 cm-1 before baseline correction and vector normalisation. 

An exploratory study has been conducted on the data collected using Hierarchical 

Cluster Analysis (HCA) and Principal Component Analysis (PCA)23,24.  
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Principal Component (PC) removal based corrections and/or  Extended Multiplicative 

Signal Correction (EMSC)25 based on an interference constituent spectrum26 were 

tested on serum sample spectra to correct their variation in water content. As 

previously described in chapter V, the mean spectrum of all normalised absorbance 

spectra was defined as the reference spectrum, and a spectrum of normal saline was 

used as the interference spectrum to be removed from the dataset.  

 

A Random Forest (RF) analysis was performed for the classification of sepsis patients 

against controls. RF is a machine learning technique which consists in averaging 

previsions of independent models called decision trees to reduce the variance and thus, 

the prediction error thanks to a high number of decision trees (n=500 in this study). 

Each tree is based on the original data random sampling and associated features (sub-

sampling) that explain the maximum variance between classes25.  

 

VI.5 Results 

VI. 5.1 Preliminary study 

In a first approach, sepsis and control samples were analysed from batch 1 

individually. All spectra from each sub-group previously described were averaged. 

The mean spectra (Figure 6.1) present spectral variations around 3500 cm-1, in the 

water region as well as differences over the ñfingerprint regionò, especially over the 

spectral range of 1200-800 cm-1 which corresponds to carbohydrates, glycogen, and 

nucleic acids. Spectra from the sepsis group can be differentiated from the control 

group spectra and from the pre-surgery samples. This observation has been confirmed 

by HCA (Figure 6.2). Indeed, the sepsis group and the control group are separated in 

different clusters. Pre-surgery samples can be also distinguished and are more similar 

to the control than the sepsis group.  
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Figure 6.1 HT-FTIR pre-processed mean serum spectra of patients from 

sepsis (pink and red) and control groups (light and dark green) as well 

as pre-surgery samples spectra (blue) over the spectral range of 4000-

800 cm-1 and 1200-800 cm-1. 

Figure 6.2 HCA of HT-FTIR pre-processed mean serum spectra of 

patients from sepsis and control groups over the spectral range of 1800- 

900 cm-1. D0 corresponds to the day of sepsis diagnosis or control 

equivalence. 
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Then, PCA were performed on spectra from sera collected on the day of sepsis 

diagnosis (S0) compared to spectra of samples obtained up to 3 days before the 

diagnosis (S-1, S-2, S-3) and their matched control (C-1, C-2, C-3). S0 spectra are well 

separated from C-1 spectra, while S-1 spectra are overlapping with S0 and C-1 groups 

(Figure 6.3a). However, this tendency is not as clear for the comparison of S0/S-2/C-

2 and S0/S-3/C-3 spectra (Figure 6.3c and e). Related PC1 loadings (Figure 6.3b, d, f) 

exhibit very similar features, mainly the water band around 3500 cm-1, the amide I/II 

bands at 1658 a 1545 cm-1 and a peak at 1000 cm-1 corresponding to carbohydrates. 

Figure 6.3 PCA plots of HT-FTIR spectra of patients from sepsis and control 

groups from batch 1, S0/S-1/C-1 (a), S0/S-2/C-2 (c), S0/S-3/C-3 (d) over the 

spectral range of 4000-800 cm-1 and their respective PC1 loadings (b, d, f). 
















































































































